TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0094

BATCH D00001




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

Simulator #:

DATE OF TESTS: 9/24/2013

I/R
DR3903

E/C

DR3903

Sim Thermit:
Batchi:
Reference Value:

Mean:

SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

M \D N N

DR3903

DR3903

D00001

D00001

0.0090

0.0090

0.009

0.009

0.009

0.009

0.009

0.009

0.009

0.008

0.009

0.009

0.009

0.008

0.009

0.008

0.009

0.008

0.009

0.008

0.009

0.009

0.0090

0.0085

0.0000

0.00

0.00

0.0000

0.0005
-5.56
5.88
-0.0005

O\\‘Z.'*-k\z ET

NAME OF TECHNICIAN PERFORMING TESTS

D.efores

DATE

lol'&'-t [13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

ol PR3963

AR AR AR RK K XA KA kKK TKR R KRR A K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO. : 00085
DATE: 09/2472013

BAK Kk ok kK kKK XK KA KA AKX R KK KKK

SUPERVISOR TEST

KKK KAk Rk KKK AR Rk ok kR kK AR K

g/f210L TIME

DIAGNOSTIC OK 10:22
AIR BLANK 0.000 10:22
EXT STD IR 0.009 10:23
EXT STD EC 0.009 10:23
AlR BLANK 0.000 10:24
EXT STD IR 0.009 10:24
EXT STD EC 0.009 10:24
AlIR BLANK 0.000 10:25
EXT STD IR 0.009 10:26
EXT STD EC 0.009 10:26
AIR BLANK 0.000 10:27
EXT STD IR 0.009 10:27
EXT STD EC 0.008 10:27
AlIR BLANK 0.000 10:29
EXT STD IR 0.009 10:29
EXT STD EC 0.009 10:29
AlIR BLANK 0.000 10:30
EXT STD IR 0.009 10:31
EXT STD EC 0.008 10:31
AIR BLANK 0.000 10:32
EXT STD IR 0.009 1{0:32
EXT STD EC 0.008 10:32
AlR BLANK 0.000 10:34
EXT STD IR 0.009 10:34
EXT STD EC 0.008 10:34
AIR BLANK 0.000 10:35
EXT STD IR 0.009 10:36
EXT STD EC 0.008 10:36
AIR BLANK 0.000 10:37
EXT STD IR 0.009 10:37
EXT STD EC 0.009 10:37
AlR BLANK 0.000 10:38
DIAGNOSTIC OK 10:38

TEEK A KA R AN FAAE R KRR AAK KA AR

OPERATOR SIGNHWTURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: D00001 D00001
Reference Value: 0.0090 0.0090
0.011 0.011
0.010 0.010
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
- 0.010 0.009
0.010 0.009
Mean: 0.0101 0.0093
SD: 0.0003 0.0007
Bias %: 12.22 3.33
CV %: 2.97 7.53
Mean-Ref. Value Difference: 0.0011 0.0003

£ P

9/;5/c7

NAME OF TECHNICIAN PERFORMING TESTS

—D.—%wg

DATE

9/2@ //3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

oy

NRIT63

Kk kR K R AR KK KK KK A KK R AEA KX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094

TEST NO.: 00094
DATE: 09/25/2013

A A KK KA KR RARXERAKRKK KX K XK X

SUPERVISOR TEST

Ak kA kR kn kKR KA KKK KKK KT K KKK

g/210L  TIME

DIAGNOSTIC OK 07:49
AIR BLANK  0.000 07:49
EXT STD IR 0.011 07:50
EXT STD EC 0.011 07:50
AIR BLANK  0.000 07:51
EXT STD IR 0.010 07:51
EXT STD EC 0.010 07:51
AIR BLANK  0.000 07:53
EXT STD IR 0.010 07:53
EXT STD EC 0.009 07:53
AIR BLANK  0.000 07:54
EXT STD IR 0.010 07:55
EXT SYD EC 0.009 07:55
AIR BLANK  0.000 07:56
EXT STD IR 0.010 07:57
EXT STD EC 0.009 07:57
AIR BLANK  0.000 07:58
EXT STD IR 0.010 07:58
EXT STD EC 0.009 07:58
AIR BLANK  0.000 08:00
EXT STD IR 0.010 08:00
EXT STD EC 0.009 08:00
AIR BLANK  0.000 08:01
EXT STD IR 0.010 08:02
EXT STD EC 0.009 08:02
AIR BLANK  0.000 08:03
EXT STD IR 0.010 08:03
EXT STD EC 0.009 08:03
AIR BLANK  0.000 08:05
EXT STD IR 0.010 08:05
EXT STD EC 0.009 08:05
AIR BLANK  0.000 08:06
DIAGNOSTIC OK 08:06
* ok ok kK ok kK Rk ow R KR Kk ok A KK XXX KKK
OPERATQR_$

ATURE :

ol




' METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermit: DR3903 DR3903
Batch#: D00001 D00001
Reference Value: 0.0090 0.0090
0.012 0.012
0.012 0.011
0.011 0.011
0.011 0.011
0.011 0.010
0.011 0.010
0.011 0.010
0.011 0.011
0.011 0.010
0.011 0.010
Mean: 0.0112 0.01086
SD: 0.0004 0.0007
Bias %: 24.44 17.78
CV %: 3.57 6.60
Mean-Ref. Value Difference: 0.0022 0.0016
]<<?j‘1j)eirfL1)’\ 9 716=(fj
NAME OF TECHNICIAN PERFORMING TESTS DATE
D) e ol
DATE

NAMEOF TECHNICIAN REVIEWING RESULTS

75 bpRr3q9ez

Rk KR K KRR K KRKAR XKW AKX KRR KK L KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
TEST NO. : 00103
DATE: 09/26/2013

Ak WA K Rk kR KK E A K RK KKK KKK KK

SUPERVISOR TEST

KAk R AKKRKAKXAAKKRKNK KR K K AKX & 5 &

i gf210L TIME
DIAGNOSTIC OK 07:

00
AlR 'BLANK 0.000 07:00
EXT STD IR 0.012 07:01
EXT STD EC 0.012 07:01
AIR BLANK 0.000 07:02
EXT STD IR ©.012 07:02
EXT STD EC ©0.011 07:02
AlR BLANK 0.000 07:04
EXT STD IR ©0.011 07:04
EXT STD EC 0.011 07:04
AIR BLANK 0.000 07:06
EXT STD IR 0.011 07:06
EXT STD EC 0.011 07:06
AlR BLANK 0.000 07:07
EXT STD IR 0.011 07:08
EXT STD EC 0.010 07:08
AIR BLANK 0.000 07:009
EXT STD IR 0.011 07:09
EXT STD EC 0.010 07:009
AIR BLANK 0.000 O07:11
EXT 8TD IR - 0.011 07:11
"EXT STD EC 0.010 07:11
AlR BLANK 0.000 07:12
EXT sTD IR 0.011 07:13
EXT STD EC 0.011 07:13
AIR BLANK 0.0¢C 07:14
EXT STD IR 0.011 07:15
EXT STD EC 0.010 07:15
AIR BLANK 0.000 07:186
EXT STD IR 0.011 07:16
EXT STD EC 0.010 07:16
AIR BLANK 0.000 07:17
DI AGNOSTIC OK 07:18

AR EEEEEREEEEERER RIS

OPERATOR S{)MGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/27/2013

KKK KK KK XABK KA KA KRA KR KX R

I/R E/C S ——
Simulator #: DR3903 DR3903 Dﬂ ‘
Sim Therm#: DR3903 DR3903 DR2496Y
Batch#: D00001 D00001 ST Lt
Reference Value: 0.0090 0.0090 ALCOTEST 9510
0.012 0.013 SERIAL NO. : ARAH-0094
TEST NO.: 00115
0.011 BT DATE: 09/27/2013
0011 0010 kKR Ak kk Rk ok wkx ok Ak KKKk k K K
0,011 0.010 oo o . S
; g/210L  TIME
0.011 0.010 DIAGNOSTIC OK 07:43
0.011 0.010 AIR BLANK  0.000 07:43
EXT STD IR 0.012 07:43
0.011 0.010 EXT STD EC 0.013 07:43
AIR BLANK 0.000 07:44
0.011 0,080 EXT STD IR 0.011 07:45
0.010 0.010 EXT STD EC 0.011 07:45
AIR BLANK 0.000 07:46
0.011 0.010 EXT STD IR 0.011 07:47
EXT STD EC: 0.010 07:47
Mean: 0.0110 0.0104 AIR BLANK  0.000 07:-48
. 0.0010 EXT STD IR 0.011 07:48
; Sb: 0.0006 EXT STD EC 0.010 07:48
Bias %: 22.22 15.56 AIR BLANK 0.000 07:50
EXT STD IR 0.011 07:50
CV?& 455 9.62 EXT STD EC 0.010 07:50
Mean-Ref. Value Difference: 0.0020 0.0014 2;(? S%SNPI(R g 310? g; g;
EXT STD EC 0.010 07:52
AIR BLANK  0.000 07:53
EXT STD IR 0.011 07:53
EXT STD EC 0.010 07:53
AIR BLANK  0.000 07:55
_ EXT STD IR 0.011 07:55
<{ I ( EXT STD EC  0.010 07:55
' \ AIR BLANK 0.000 07:586
l “T:laux A NZTINY EXT STD IR 0.010 07:57
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD EC 0.010 07:57
: AIR BLANK 0.000 07:58
EXT STD IR 0.011 07:59
EXT STD EC 0.010 07:59
. I AIR BLANK 0.000 07:59
. e G 10'7)—} 13 DIAGNOSTIC OK 08:00

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

OPERATOR

I'GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0034

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Therm#: DR3903 DR3903
Batchi: D00001 D00001
Reference Value: 0.0090 .0.0090
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.009
Mean: 0.0090 0.0081
SD: 0.0000 0.0003
Bias %: 0.00 ~10.00
CV %: 0.00 3.70
Mean-Ref. Value Difference: 0.0000 -0.0009
IZ ,.‘Dg’,rr(*uw\ q ! 74 ( 54
NAME OF TECHNICIAN PERFORMING TESTS DATE
——D.C;véues( o/ 24 /3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DS .
DR 2907

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
TEST NO. : 00129
DATE : 09/29/2013

Ak Ak Ak k kKA KK A XRKKARXRXKEK & AKX K

SUPERVISOR TEST

AR EKXKAAKR KKK XK KX X KK XX R XHX XK

agl/210L TIME

DIAGNOSTIC OK 08:57
AlR BLANK 0.000 08:58
EXT STD IR 0.009 08:58
EXT STD EC 0.008 08:58
AlIR BLANK 0.000 08:59
EXT STD IR 0.009 09:00
EXT STD EC 0.008 09:00
AlR BLANK 0.000 09:01
EXT STD IR ©0.009 09:01
EXT STD EC 0.008 09:01
AIR BLANK 0.000 09:02
EXT STD IR 0.009 09:03
EXT STD EC 0.008 09:03
AlIR BLANK 0.000 09:04
EXT STD IR 0.009 09:05
EXT STD EC 0.008 09:05
AIR BLANK 0.000 09:08
EXT STD IR 0.009 09:06
EXT STD EC 0.008 09:06
AlIR BLANK 0.000 09:07
EXT STD IR 0.009 09:08
EXT 8TD EC .008 09:08
AlR BLANK 0,000 09:09
EXT STD IR 0.009 09:10
EXT STD EC ©0.008 09:10
AIR BLANK 0.000 09:11
EXT STD IR ©0.009 09:11
EXT STD EC 0.008 09:11
AIR BLANK 0.000 09:12
EXT STD IR 0.009 09:13
EXT STD EC 0.009 .09:13
AlR BLANK 0.000 09:13
DIAGNOSTIC OK 09:14

*k ok k ok k ok kKK KK KR AKKERKK KKK




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0094

BATCH D00002




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/24/2013

_ I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147
0.013 0.013 -
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.013 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 - 0.013
Mean: 0.0138 0.0130
SD: 0.0004 0.0000
Bias %: -6.12 -11.56
CV %: 2.90 0.00
Mean-Ref. Value Difference: -0.0009 -0.0017
A=
Y Q/ZL(("ZOU
NAME OF TECHNICIAN PERFORMING TESTS DATE
Dol
: & 10[24/)3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

) DR3903
****i{******ﬁi***’(!****ﬁ*
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0084
TEST NO.: 00086
DATE: 09/24/2013

*ik*itiﬂ*t*tttit**t*****

SUPERVISOR TEST

Ri*ﬁi*i**i*****i*tiii*i*

g/210L TIME

DIAGNOSTIC OK 11:18
AIR BLANK 0.n00 11:18
EXT sTD IR ©.013 11:18
EXT STD EC 0.013 11:18
AIR BLANK 0.000 11:19
EXT STD IR 0.014 11:20
EXT STD EC 0.013 11:20
AlR BLANK 0.000 11:21
EXT STD IR 0.014 11:21
EXT STD EC 0.013 11:21
AIR BLANK 0.000 11:23
EXT STD IR 0.014 11:23
EXT STD EC 0.013 11:23
AIR BLANK 0.000 11:24
EXT STD IR ©0.014 11:25
EXT STD EC 0.013 11:25
AlR BLANK 0.000 11:26
EXT STD IR 0.013 11:27
EXT STD EC 0.013 11:27
AIR BLANK 0.000 11:28
EXT sTD IR o0.014 11:28
EXT STD EC 0.013 11:28
AIR BLANK 0.000 11:30
EXT STD IR 0.014 11:30
EXT STD EC 0.013 11:30
AlR BLANK 0.000 11:31
EXT STH IR 0.014 11:32
EXT STD EC 0.013 11:32
A1R BLANK 0.000 11:33
EXT STD IR 0.014 11:33
EXT STD EC 0.013 11:33
AlR BLANK 0.000 11:34
DIAGNOSTIC OK 11:3%8

kA KKRAKRKXAE AT AR KT I KK I A XX




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

Mean: 0.0140 ~ 0.0130

SD: 0.0000 0.0000

Bias %: -4.76 -11.66

.CV %: 0.00 0.00

Mean-Ref. Value Difference: -0.0007 -0.0017

l(.B@»%ﬁ C{\zs(l?'

NAME OF TECHNICIAN PERFORMING TESTS DATE
b - G—ﬂéﬂé’ s Q ,1& [t’:a
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR 39058

Ak Kk kR ok KA KKK K A KA XK KKK KK KK

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00095
DATE : 09/25/2013

A kKR AKA KR KA K K AKE KK KX K AXK

SUPERVISOR TEST

A A KA KRAKRKR K KR AR K XK KK HE & &RX

g/210L TIME

DIAGNOSTIC OK 09:01
AIR BLANK 0.000 09:01
EXT STD IR 0.014 09:01
EXT STD EC 0.013 09:01
AIR BLANK 0.000 09:03
EXT STD IR 0.014 09:03
EXT STD EC 0.013 09:03
AIR BLANK 0.600 09:04
EXT STD IR 0.014 09:05
EXT STD EC 0.013 09:05
AIR BLANK 0.000 09:06
EXT STD IR 0.014 09:07
EXT STD EC 0.013 09:07
AIR BLANK 0.000 09:08
EXT STD IR 0.014 09:08
EXT STD EC 0.013 09:08
AIR BLANK 0.000 09:10
EXT STD IR 0.014 09:10
EXT STD EC 0.013 09:10
AIR BLANK 0.000 09:11
EXT STD IR 0.014 09:12
EXT STD EC 0.013 09:12
AR BLANK 0.000 09:13
EXT STD IR 0.014 09:13
EXT STD EC 0.013 09:13
AIR BLANK 0.000 09:15
EXT STD IR 0.014 09:15
EXT STD EC 0.013 09:15
AIR BLANK 0.000 09:17
EXT STD IR 0.014 09:17
EXT STD EC 0.013 09:17
AIR BLANK 0.000 09:18
DIAGNOSTIC OK 09:18

X kR A K KK AR K A Kk Kk ok oxowek A XK KK KK

OPERATOR | GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/26/2013

I/R E/C

Simulator #: DR3903 DR3903
Sim Therm#: DR3903 DR3903
Batchi#: D00002 D00002
Reference Value: 0.0147 0.0147

0.013 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

Mean: 0.0139 0.0130

SD: 0.0003 0.0000

Bias %: -5.44 -11.56

CV %: 2.16 0.00
Mean-Ref. Value Difference: -0.0008 -0.0017

lz_\)eﬂ ~ Q(Lln\(g‘
NAME OF TECHNICIAN PERFORMING TESTS " DATE
NAME OF TECHNICIAN REVIEWING RESULTS DATE

*D’Z) NR 39067

%k kR A K A X KR A K KR F AR KX K K K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00104
DATE : 09/26/2013

Xk kA Kk & RA K& KX F*HAKXXKRE XXX

SUPERVISOR TEST

Ak Rk ok k ok R R A AKX AR K KA K KA KX KKK

g/210L TIME

DIAGNOSTIC OK 07:38
AlR BLANK 0.000 07:38
EXT STD IR 0.013 07:39
EXT STD EC 0.013 07:39
AlR BLANK 0.000 07:40
EXT STD IR 0.014 07:41
EXT STD EC 0.013 07:41
AlIR BLANK 0.00) 07:42
EXT STD IR 0.014 07:42
EXT STD EC 0.013 07:42
AlR BLANK 0.000 07:44
EXT STD IR 0.014 07:44
EXT STD EC 0.013 07:44
AIR BLANK 0.000 07:45
EXT STD IR 0.014 07:46
EXT STD EC 0.013 07:46
AIR BLANK 0.000 07:47
EXT $TD IR 0.014 07:48
EXT STD EC 0.013 07:48
AIR BLANK 0.000 07:49
EXT STD IR 0.014 07:49
EXT STD EC 0.013 07:49
AIR BLANK 0.000 07:51
EXT STD IR 0.014 07:51
EXT STD EC 0.013 07:51
AlR BLANK 0.000 07:52
EXT STD IR 0.014 07:53
EXT STD EC 0.013 07:53
AIR BLANK 0.000 07:54
EXT STD IR 0.014 07:54
EXT STD EC 0.013 07:54
AIR BLANK 0.000 07:55
NIAGNOSTIC OK 07:56

F Rk K Rk K K K R ok ok Kok om ok Kk ok ok ok ok ok KX

OPERATOR SIGNATURE :

<




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/27/2013

IR E/C
Simulator #: DR3903 DR3903
Sim Therm: DR3903 DR3903
Batchit: - D00002 D00002
Reference Value: 0.0147 0.0147
0.013 0.012
0.013 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
Mean: 0.0138 0.0129
SD: 0.0004 0.0003
Bias %: .12 -12.24
CV%:  -2.90 2.33
Mean-Ref. Value Difference: _ -0.0009 -0.0018
l Z _De/«.'\’b/\ | ‘Z’? (g
NAME OF TECHNICIAN PERFORMING TESTS DATE

). s

10}7)—1}6

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

“DL\\ DR32703

* ® K ARk KA KTk kK KKK RKRKX KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00116
DATE: 09/27/2013

kK ok k h k Kk kA KKKk Xk kK k*x AKX KK XK

SUPERVISOR TEST

KR KK KK K R A KKK K kK kKK KKK AKX

g/210L TIME

DIAGNOSTIC OK 08:07
AIR BLANK 0.000 08:07
EXT STD IR 0.013  08:08
EXT STD EC 0.012 08:08
AlR BLANK 0.000 08:09
EXT STD IR 0.013 08:10
EXT STD EC 0.013 08:10
AIR BLANK 0.000 08:11
EXT STD IR 0.014 08:11
EXT STD EC 0.013 08:11
AIR BLANK 0.000 08:13
EXT STD IR 0.014 08:13
EXT STD EGC 0.013 08:13
AlR BLANK 0.000 08:14
EXT STD IR 0.014 08:15
EXT STD EC 0.013 08:15
AIR BLANK 0.000 08:16
EXT STD IR 0.014 08:17
EXT STD EC 0.013 08:17
AIR BLANK 0.000 08:18
EXT STD IR 0.014 08:18
EXT STD EC 0.013 08:18
AlR BLANK 0.000 08:20
EXT STD IR 0.014 08:20
EXT STD EC 0.013 08:20
AIR BLANK 0.000 08:21
EXT STD IR 0.014 08:22
EXT STD EC 0.013 08:22
AIR BLANK 0.000 08:23
EXT STD IR 0.014 08:23
EXT STD EC 0.013 08:23
AlR BLANK 0.000 08:24
DIAGNOSTIC OK 08:25

Ak Kk kK hk KA KA K AKX K KKK KK KK AKX

OPERATQR S|GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 95.10 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermié: DR3903 DR3903
Batchi: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.015 0.014
0.015 0.014
0.015 0.014
! 0.015 0.014
0.015 0.014
Mean: 0.0145 0.0140
SD: 0.0005 0.0000
Bias %: -1.36 -4.76
CV %: 3.45 0.00
Mean-Ref. Value Difference: -0.0002 -0.0007
lzberr‘r.q 0\(25 ﬂj
NAME OF TECHNICIAN PERFORMING TESTS " DATE
D. qéng jolay] 13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

j})? DR 3765

Kk R AKR K KKK KK KEKRKKFEK KK F K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00130
DATE: 09/29/2013

AR ARAA KKK KKK A KK X KKK KR KKK

SUPERVISOR TEST

A AR R K KR AR A KKK KK KKK AKX KKK

gl/210L TIME

DIAGNOSTIC OK 09:26
AIR BLANK 0.000 09:26
EXT STD IR 0.014 09:26
EXT STD EC 0.014 09:26
AIR BLANK 0.000 09:27
EXT STD IR 0.014 09:28
EXT STD EC 0.014 09:28
AIR BLANK 0.000 09:29
EXT STD IR 0.014 09:30
EXT STD EC 0.014 09:30
AIR BLANK 0.000 09:31
EXT STD IR 0.014 09:31
EXT STD EC 0.014 09:31
AIR BLANK 0.000 09:33
EXT STD IR 0.014 09:33
EXT STD EC 0.014 09:33
AlR BLANK 0.000 09:34
EXT STD IR 0.015 09:35
EXT STD EC 0.014 09:35
AIR BLANK 0.000 09:36
EXT STD IR 0.015 09:36
EXT STD EC 0.014 09:36
AlR BLANK 0.000 09:38
EXT STD IR 0.015 09:38
EXT STD EC 0.014 09:38
AlR BLANK 0.000 09:40
EXT STD IR 0.015 09:40
EXT STD EC 0.014 09:40
AIR BLANK 0.000 09:41
EXT STD IR 0.015 09:42
EXT STD EC 0.014 09:42
AIR BLANK 0.000 09:42
DIAGNOSTIC OK 09:43

X kK kR k k ok kA A KKK kK kKK KRAKRKAK

OPER‘?EﬂMUHE;




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0094

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204

! 0.019 0.019

0.020 0.019

0.020 0.019

0.020 7 0.019

0.020 0.019

0.020 ~0.019

0.020 0.019

0.020 0.019

0.019 0.019

0.020 0.019
Mean: 0.0198 0.0190
SD: 0.0004 0.0000

Bias %: -2.94 -6.86

CV %: 2.02 0.00
Mean-Ref. Value Difference: -0.0006 -0.0014

4 s 9 l*z.%(z‘utj

NAME OF TECHNICIAN PERFORMING TESTS DATE

D .;TLMX/ Wlﬂl@

NAME OF TECHNICIAN REVIEWING RESULTS DATE

I ﬁ)ﬂ PR 39063

kK hhk kk kX Kk KKKXKKEXX*I K&K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
TEST NO.: 00087
DATE: 09/24/2013

Ak hkk nAhk kK KX KA X XK KKAKRTFRAKR

SUPERVISOR TEST

EETEEEEEE R R

gl/210L TIME

DIAGNOSTIC OK 11:54
AIR BLANK 0.000 11:54
EXT STD IR 0.019 11:54
EXT STD EC 0.019 11:54
AlR BLANK 0.000 11:55
EXT STD IR 0.020 11:56
EXT STD EC 0.019 11:56
AlR BLANK 0.000 11:57
EXT STD IR 0.020 11:57
EXT STD EC 0.019 11:57
AIR BLANK 0.000 11:59
EXT STD IR 0.020 11:59
EXT STD EC 0.019 11:59
AIR BLANK 0.000 12:01
EXT STD IR 0.020 12:01
EXT STD EC 0.019 12:01
AIR BLANK 0.000 12:02
EXT STD IR 0.020 12:03
EXT STD EC 0.019 12:03
AIR BLANK 0.000 12:04
EXT STD IR 0.020 12:05
EXT STD EC 0.019 12:05
AIR BLANK 0.000 12:06
EXT STD IR 0.020 12:06
EXT STD EC 0.019 12:06
AlR BLANK 0.000 12:08
EXT sSTD IR 0.019 12:08
EXT STD EC 0.019 12:08
AIR BLANK 0.000 12:009
EXT STD IR 0.020 12:10
EXT STD EC 0.019 12:10
AlR BLANK 0.000 12:10
DIAGNOSTIC OK 12: 11
XA Kk XKk k A% Xk k®mo>raxamaXXKI XK KK

OPERATOR SV\GNATURE:

KX




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/25/2013

IR E/C

Simulator #: DR3903 DR3903 D o 3903
SimTherm#: DRSQDS DR3903 : Ak ARk AR K ARRRAKAAR KK KKK E KKK X
WASH I NGTON
Batch#: - D00003 D00003 ALCOTEST 9510
Retorenos’dasie: 0.0204 0.0204 SERIAL NO. : ARAH-0094
TEST NO.: 00096
2.0e0 0.018 DATE: 09/25/2013
0020 ) - 0018 Ak KK kA n R kmAdhoakkARRKXK KKK
UPERVIS TEST
0.020 0.019 ttl*?**Ei-l*??***ttit***
a/210L T IME
Q.020 0.019 DIAGNOSTIC OK 09:49
0.020 0.019 : AIR BLANK 0.000 09:49
~ EXT STD IR 0.020 09:49
0.020 0.019 © EXT STD EC 0.018 09:49
AlR BLANK 0.000 09:50
0.020 0.019 EXT STD IR 0.020 09:51
0.020 0.019 EXT STD EC 0.018 09:51
AIR BLANK 0.000 09:52
0.020 0.019 EXT STD IR 0.020 09%:53
EXT STD EC 0.019 09:53
.0 . 0.019 AlR BLANK 0.000 09:54
Nt 0.0200 0.0188 EXT STD IR 0.020 09554
EXT STD EC 0.019 09:54
SD: 0.0000 0.0004 AlR BLANK 0.600 09:586
. ] ‘ EXT STD IR 0.020 09:56
Bias %: -1.96 -7.84 EXT STD EC 0.019 09:56
CV %: 0.00 213 AIR BLANK 0.000 09:58
: EXT STD IR 0.020 09:58
Mean-Ref. Value Difference: -0.0004 -0.0016 EXT STD EC 0.018 00:58
AR BLANK 0.000 09:59
EXT STD IR 0.020 10:00
EXT STD EC 0.019 10:00
AIR BLANK 0.000 10:01
EXT STD IR 0.020 10:02
EXT STD EC 0.019 10:02
. AIR BLANK 0.000 10:03
EXT STD IR 0.020 10:03
‘Z.‘Der\—t—of\ QlZSl\j _ EXT STD EC 0.019 10:03
NAM AlR BLANK 0.000 10:05
E OF TECHNICIAN PERFORMING TESTS DATE EXT STD IR 0.020 10:05
. . EXT STD EC 0.019 10:05
‘ : AR BLANK 0.000 10:086
DIAGNOSTIC OK 10:06
D- :?L"‘e_é" QIZC@}IS OPERATOfR S|GNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE '




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/26/2013

I/R E/C

Simulator #: DR3903 DR3903
Sim Thermif: DR3903 DR3903
Batch#: D00003 D00003

Reference Value: 0.0204 0.0204
0.019 0.018

0.019 0.018

0.020 0.018

0.020 0.018

0.020 0.019

0.020 0.018

0.020 0.018

0.020 0.018

0.020 0.019

0.020 0.019
Mean: 0.0198 0.0184
SD: 0.0004 0.0005

Bias %: -2.94 -9.80

CV %: 2.02 2.72
Mean-Ref. Value Difference: -0.0006 -0.002
Ko o fzuis

NAME OF TECHNICIAN PERFORMING TESTS DATE
D . Jowves D Q‘éié__ ' q-2L-13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

D% br3963

A A KA KAAREXKXELENATRKRAX X X & % % &

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00105
DATE : 09/26/2013

R E R EEEEE SR IEE E

SUPERVISOR TEST

KAk KA A AR KR EEXRXE X T A KR KAk kXK

a/210L TIME

DIAGNOSTIC OK 08:15
AIR BLANK 0.000 08:15
EXT STD IR 0.019 08:15
EXT STD EC 0.018 08:15
AIR BLANK 0.000 08:17
EXT STD IR 0.019 08:17
EXT STD EC 0.018 08:17
AlR BLANK 0.000 08:19
EXT STD IR 0.020 08:19
EXT STD EC 0.018 08:19
AIR BLANK 0.000 08:20
EXT STD IR 0.020 08:21
EXT STD EC 0.018 08:21
AIR BLANK 0.000 0B:22
EXT STD IR 0.020 08:23
EXT sTD EC 0.019 08:23
AIR BLANK 0.000 08:24
EXT STD IR 0.020 08:24
EXT STD EC 0.018 08:24
AlIR BLANK 0.000 08B:26
EXT STD IR 0.020 08:286
EXT STD EC 0.019 08:26
AlR BLANK 0.000 08:28
EXT STD IR 0.020 08:28
EXT sSTD EC 0.018 08:28
AlIR BLANK 0.000 08B:29
EXT STD IR 0.020 08:30
EXT STD EC 0.019 08:30
AlIR BLANK 0.000 08:31
EXT sTD IR 0.020 08:32
EXT STD EC 0.019 08:32
AIR BLANK 0.000 08:32
DIAGNOSTIC OK 08:33

ARk Rk ok ok k Ak KKk K gk Kok KK Rk kR KK

OPEHAL%? SIG




\VIETHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/27/2013

I/R E/C

Simulator #: DR3903 DR3903
Sim Therm#: DR39203 DR3203
Batchi: D00003 D00003
Reference Value: ' 0.0204 0.0204

0.018 0.017

0.019 0.018

0.019 0.018

0.020 0.019

0.020 . 0.018

0.020 0.018

0.020 0.018

0.020 0.019

0.020 0.019

0.020 0.019

Mean: 0.0196 0.0183

SD: 0.0007 0.0007

Bias %: -3.92 -10.29

CV %: 3.57 3.83
Mean-Ref. Value Difference: -0.0008 -0.0021

\i\n&ﬂ'\'bw\ ' 4 l7_7((.}'

NAME OF TECHNICIAN PERFORMING TESTS DATE
’D ; Q—-::L?MQ/ lol*&»\]r;
NAME OF TECHNICIAN REVIEWING RESULTS DATE

WU( PR 3703

Ak k kAR xR R K KKKK KK KT RK KT XK AKX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00117
DATE: 09/277/2013

AR Ak A A AR KAKRKK KX K XK KKK XA KK

SUPERVISOR TEST
*iit*ﬂ****x**tk*ﬁi*ikii*
g/2i0L TIME
DIAGNOSTIC OK 08:31

AIR BLANK 0.000 08:31
EXT STD IR 0.018, -08:32
EXT STD EC 0.017 08:32
AIR BLANK 0.000 08:33
EXT STD IR 0.019 08:34
EXT STD EC 0.018 08:34
AIR BLANK 0.000 08:35
EXT STD IR 0.019 08:35
EXT STD EC 0.018 08:35
AlR BLANK 0.000 08:37
EXT STD IR 0.020 08:37
EXT STD EC 0.019 08:37
AIR BLANK 0.000 08:39
EXT STD IR 0.020 08:39
EXT STD EC 0.018 08:39
AIR BLANK 0.000 08:40
EXT STD IR 0.020 08:41
EXT STD EC 0.018 08:41
AIR BLANK 0.000 08:42
EXT STD.IR 0.020 08:43
EXT STD EC 0.018 08:43
AlR BLANK 0.000 08:44
EXT STD IR 0.020 08:44
EXT STD EC 0.019 08:44
AIR BLANK 0.000 08:46
EXT STD IR 0.020 08:46
EXT STD EC 0.019 08:46
AIR BLANK 0.000 08:47
EXT STD IR 0.020 08:48
EXT STD EC 0.019 08:48
AIR BLANK 0.000 08:48
DIAGNOSTIC OK 08:49

Kk kA KR A KK KR K KX KKK E K XK *AK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR3903 DR3903 Dg DR gqo;
SimTherm#: DR3903 DR3903 AR Kk K Kk R K K Nk kA X ARAK KA KK X
WASH INGTON

Batchif: D00003 D00003 ALCOTEST 9510
Reference Value: 0.0204 0.0204 —— P a—
0.018 0.018 TEST NO. : 00131
DATE : 09/29/2013
0'019 0018 X kK KKk A *# % XXX KA KKXAXXK KA AR A

0.019 0018 SUPERV ISOR TEST
g/210L TIME
0.019 0.018 DIAGNOSTIC OK 09:56
0.020 0.018 AIR BLANK 0.000 09:56
EXT STD IR 0.018 09:57
0.019 0.018 EXT STD EC 0.018 09:57
AIR BLANK 0.000 09:58
0.020 0.018 EXT STD IR 0.019 09:59
0.020 0,018 EXT STD EC 0.018 09:59
AIR BLANK 0.000 10:00
0.020 0.018 EXT STD IR 0.019 10:00
0.020 0.018 EXT STD EC 0.018 10:00
AIR BLANK 0.000 10:02
Mean: 0.0194 0.0180 EXT STD IR 0.019 10:02
EXT STD EC 0.018 10:02
SD: 0.0007 0.0000 AIR BLANK 0.000 10:03
. . EXT STD IR 0.020 10:04
Bias %: -4.90 1.76 EXT STD EC 0.018 10:04
CV %: 361 0.00 AIR BLANK 0.000 10:05
- EXT STD IR 0.019 10:06
Mean-Ref. Value Difference: -0.0010 -0.0024 EXT STD EC 0.018 10:06
AIR BLANK 0.000 10:07
EXT STD IR 0.020 10:07
EXT STD EC 0.018 1{0:07
AIR BLANK 0.000 10:09
EXT STD IR 0.020 10:09
: EXT STD EC 0.018 10:09
: AIR BLANK 0.000 10:11
EXT STD IR 0.020 10:11
\ t‘f)@ﬂ - q|z4[3 EXT STD EC 0.018 10:11
AIR BLANK 0.000 10:12
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD IR 0.020 10:13
EXT STD EC 0.018 10:13
AIR BLANK 0.000 10:13
( DIAGNOSTIC OK 10:14

’D. ~——Feone b lolzk [13 OPERATOR SI{iNATURE:

NAME OF TECHNICIAN REVIEWING RESULTS DATE \2‘




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0094

BATCH D00004




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: 'DR3903 DR3903
Sim Therm#: DR3903 DR3903
Batchi: D00004 D00004
Reference Value: 0.0408 0.0408
' ‘ 0.038 _ 0.037
0.040 0.039

0.040 0.039

0.040 0.039

0.040 . 0.038

0.040 0.039

0.040 0.038

0.040 0.038

0.040 0.038

0.040 0.038
Mean: 0.0398 0.0383
SD: 0.0006 0.0007

Bias %: -2.45 6.13

CV %: 1.51 1.83

Mean-Ref. Value Difference: -0.0010 -0.0025

\Z Dk aluliz

NAME OF TECHNICIAN PERFORMING TESTS DATE

S ﬁ[oc«zg/. IO[W\B

NAME OF TECHNICIAN REVIEWING RESULTS DATE

Dl TR 3907

Ak ok Kk km ok AKX KKK AKAKAKRKRNK KK XK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
TEST NO. : 00088
DATE: . 09/24/2013

kK Kk k kA kK XK A A KK A x KKK XTRA AKX

SUPERVISOR TEST

Ak KK AAKAKETTRRXK KK AR AKX KX KX

g/210L T IME

DIAGNOSTIC OK 12:42
AlR BLANK 0.000 12:42
EXT 8TD IR 0.038 12:43
EXT STD EC 0.037 12:43
AlR BLANK 0.000 12:44
EXT STD IR 0.040 12:45
EXT sTD EC 0.039 12:45
AlR BLANK 0.000 12:46
"EXT STD IR 0.040 12:46
EXT_ STD EC 0.039 12:46
AIR BLANK 0.000 12:48
EXT $TD IR 0.040 12:48
EXT STD EC 0.039 12:48
AIR BLANK 0.000 12:50
EXT sTD IR 0.040 12:50
EXT STD EC 0.038 12:50
AIR BLANK 0.000 12:52
EXT STD IR 0.040 12:52
EXT STD EC 0.039 12:52
AlR BLANK 0.000 12:53
EXT STD IR 0.040 12:54
EXT STD EC 0.038 12:54
AlR BLANK 0.000 12:55
EXT STD IR 0.040 12:56
EXT STD EC 0.038 12:56
AIR BLANK 0.000 12:57
EXT STD IR 0.040 12:58
EXT STD EC 0.038 12:58
AlR BLANK 0.000 12:59
EXT STD IR 0.040 12:59
EXT STD EC 0.038 12:59
AIR BLANK 0.000 13:00
DIAGNOSTIC OK 13:01

* k k Ak k k K K kK Xk k kK kK kX k kR k ok ¥k Kk




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Therm#: _ DR3903 DR3903
Batch#: D00004 ' D00004
Reference Value: 0.0408 - 0.0408
0.039 0.037
0.039 0.037
0.040 0.037
0.039 0.037
0.039 0.037
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
Mean: 0.0396 , 0.0375
SD: 0.0005 0.0005
Bias %: -2.94 -8.09
CV %: 1.26 1.33
Mean-Ref. Value Difference: -0.0012 -0.0033

/—(Lben--llvh 4/ 5 /L?

NAME OF TECHNICIAN PERFORMING TESTS DATE
'NAME OF TECHNICIAN REVIEWING RESULTS DATE

L PR 3903

Ak KRR KR AR KK KKK KA KKKKKXKK XXX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00097
DATE: 09/25/2013

KAk kK Kk kKRR AKRKE KKK KKKEEK K KN

SUPERVISOR TEST

P T T P EEE R E R R EE B R

g/2io0L TIME

DIAGNOSTIC OK 10:43
AIR BLANK 0.000 10:43
EXT STD IR 0.039 10:44
EXT STD EC 0.037 10:44
AlR BLANK 0.000 10:45
EXT STD IR 0.039 10:46
EXT STD EC 0.037 10:46
AIR BLANK 0.000 10:47
EXT STD IR 0.040 10:47
EXT STD EC 0.037 10:47
AIR BLANK 0.000 10:49
EXT STD IR 0.039 10:49
EXT STD EC 0.037 10:49
AIR BLANK 0.000 10:51
EXT $7D IR 0.039 10:51
EXT STD EC 0.037 10:51
AIR BLANK 0.000 10:53
EXT STD IR 0.040 10:53
EXT STD EC 0.038 10:53
AIR BLANK 0.000 10:54
EXT STD IR 0.040 10:55
EXT STD EC 0.038 10:55
AIR BLANK 0.000 10:56
EXT STD IR 0.040 10:57
EXT STD EC 0.038 10:57
AIR BLANK 0.000 10:58
EXT STD IR 0.040 10:59
EXT STD EC 0.038 10:59
AIR BLANK 0.000 11:00
EXT STD IR 0.040 11:00
EXT STD EC 0.038 11:00
AIR BLANK 0.000 11:01
DIAGNOSTIC OK 11:02

AAKE R XA K XA KK XK K & & K XXX KK AKX

OPERATOR (G| GNATURE:

A




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

Simulator #:

Sim Thermi:
Batch#:

. Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref, Value Difference:

DATE OF TESTS: 9/26/2013

IR E/C
DR3903 DR3903
DR3903 DR3903
D00004 D00004
0.0408 0.0408

0.040 0.037
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.0400 0.0379
0.0000 0.0003
-1.96 e
0.00 0.79
-0.0008 -0.0029

Vi W

alzeliz

NAME OF TECHNICIAN PERFORMING TESTS

D, s

DATE

oot 13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

5 hRI96 3
t***iit*:*tktti*x*ﬂ*tt*t
WASH I NGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0094
TEST NO.: 00106
DATE : 09/26/2013

Ak AR R Kk R AR KKK KKK KKK KEX KK X

SUPERVISOR TEST

AE KK A KK RA KKK R K A AR K K& & XKK

g/210L TIME

DIAGNOSTIC OK 09:00
AR BLANK 0.000 09:00
EXT STD IR 0.040 09:00
EXT sTD EC 0.037 09:00
AIR BLANK 0.000 09:02
EXT STD IR 0.040 09:02
EXT STD EC 0.038 09:02
AIR BLANK 0.000 09:04
EXT STD IR 0.040 09:04
EXT STD EC 0.038 09:04
AIR BLANK 0.000 09:05
EXT STD IR 0.040 09:06
EXT STD EC 0.038 09:06
AIR BLANK 0.000 09:07
EXT STD IR 0.040 09:08
EXT STD EC 0.038 09:08
AIR BLANK 0.000 09:09
EXT STD IR 0.040 09:10
EXT STD EC 0.038 09:10
AIR BLANK 0.000 09:11
EXT STD IR 0.040 09:11
EXT STD EC 0.038 09:11
AIR BLANK 0.000 09:13
EXT STD IR 0.040 09:13
EXT STD EC 0.038 09:13
AIR BLANK 0.000 09:15
EXT STD IR 0.040 09:15
EXT STD EC 0.038 09:15
AIR BLANK 0.000 09:17
EXT STD IR 0.040 098:17
EXT STD EC 0.038 09:17
AIR BLANK 0.000 09:18
DIAGNOSTIC OK 09:18

KA K AKA KK R R R K X K X Kk KK & &% &K

OPERéZ?R SI§9ATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/27/2013

IR E/C
Simulator #: DR3903 DR3903

Sim Therm#: DR3903 DR3903
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408
0.039 0.037

0.040 0.037

0.040 0.037
0.040 0.037 .

0.040 0.037

0.040 0.037

0.040 0.038

0.040 0.038

0.040 0.038

0.040 0.038

Mean: 0.0399 0.0374

SD: 0.0003 0.0005

Bias %: -2.21 -8.33

CV %: 0.75 1.34
Mean-Ref. Value Difference: -0.0009 -0.0034

Q(Z‘T((’S

NAME OF TECHNICIAN PERFORMING TESTS DATE
NAME OF TECHNICIAN REVIEWING RESULTS DATE

HH

A KK

SER
TES
DAT

x x &

*® % Kk

DIA
AlIR
EXT
EXT
AlR
EXT
EXT
AlIR
EXT
EXT
AlIR
EXT
EXT
AlR
EXT
EXT
AIR
EXT
EXT
AlR
EXT
EXT
AIR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AlR
DIA

* kK

OPE

DR39 065

Ak Kk kKA KR KK KA K KAKFEX XXX

WASHINGTON
ALCOTEST 9510

|AL NO.: ARAH-0094
T NO.: 00119
E: 00/27/12013

kxk kK KkXKRK X KA KK KT XK R KK

SUPERVISOR TEST

I EEEE T

g/2i0L TIME

GNOSTIC OK 09:15
BLANK 0.000 09:15
STD IR 0.039 09:15
STD EC 0.037 09:15
BLANK 0.000 09:17
sSTD IR 0.040 09:17
STD EC 0.037 09:17
BLANK 0.000 09:19
STD IR 0.040 09:19
STD EC 0.037 09:19
BLANK 0.000 09:20
STD IR 0.040 09:21
STD EC 0.037 09:21
BLANK 0.000 09:22
sSTD IR 0.040 09:23
STD EC . 0.037 09:23
BLANK 0.000 09:24
STD IR 0.040 09:25
STD EC 0.037 09:25
BLANK 0.000 09:26
sTD IR 0.040 09:27
STD EC 0.038 09:27
BLANK 0.000 09:28
STD IR 0.040 09:28
STD EC 0.038 09:28
BLANK 0.000 09:30
STD IR 0.040 09:30
STD EC 0.038 09:30
BLANK 0.000 09:32
sTD IR 0.040 09:32
STD EC 0.038 09:32
BLANK 0.000 09:33

GNOSTIC 0K 09:34

Ak kxR KRR T KKK X A XX XK X KKK

RAZE&TURE -




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 5510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/29/2013

I/R E/C

Simulator #: DR3903 DR3903
Sim Therm#: DR3903 DR3903
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408
0.040 0.037

0.040 : 0.037

0.040 0.037

0.040 0.038

0.040 0.037

0.040 0.037

0.041 0.038

0.040 0.038

0.041 0.038

© 0.041 0.038

Mean: 0.0403 0.0375

SD: 0.0005 0.0005

Bias %: -1.23 -8.09

CV %: 1.24 ) 1.33
Mean-Ref. Value Difference: -0.0005 -0.0033
Vg - O ey alza 7

NAME OF TECHNICIAN PERFORMING TESTS DATE
D. “Véf’w S (0 [ 13

NAME OF TECHNICIAN REVIEWING RESULTS DATE

NDRI7T0S

R AKX KR Ak KKK KK A KKK KKK " k& A

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094

TEST NO. : 00143
DATE : 09/29/2013

*f**tt****t*kﬁﬁ*?**k*t*t

SUPERVISOR TEST

A Xk K& Ak Kk KK KKK Kk FHKkKkKXKR AKX

alf210L TIME

DIAGNOSTIC OK 15:16
AIR BLANK 0.000 15:16
EXT STD IR 0.040 15:16
EXT STD EC 0.037 15:16
AIR BLANK 0.000 15:18
EXT STD IR 0.040 15:18
EXT STD EC 0.037 15:18
AlR BLANK 0.000 15:20
EXT STD IR 0.040 15:20
EXT STD EC 0.037 15:20
AlR BLANK 0.000 15:21
EXT STD IR 0.040 15:22
EXT STD EC 0.038 15:22
AlIR BLANK 0.000 15:23
EXT STD IR 0.040 15:24
EXT STD EC 0.037 15:24
AIR BLANK 0.000 15:25
EXT STD IR 0.040 15:26
EXT STD EC 0.037 15:26
AlIR BLANK 0.000 15:27
EXT STD IR 0.041 15:28
EXT STD EC 0.038 15:28
AIR BLANK 0.000 15:29
EXT STD IR 0.040 15:30
EXT STD EC 0.038 15:30
AIR BLANK 0.000 15:31
EXT STD IR 0.041 15:31
EXT STD EC 0.038 15:31
AIR BLANK 0.000 15:33
EXT STD IR 0.041 15:33
EXT STD EC 0.038 15:33
AlIR BLANK 0.000 15:34
DIAGNOSTIC OK 15:35

FAAR KKK AKX AR AKXk k AXK KK " *n %

OPERATOR S ATURE :

<




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0094

BATCH D00005




METHOD VALIDATION DRAEGER ALCOTEST 9510

- DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/24/2013

| I/R E/C
Simulator #: DR3903 DR3903
Sim Therm#: ' DR3903 DR3903
Batch#: DO00005 D00005
Reference Value: 0.0804 ) 0.0804
0.079 0.077
0.079 0.077
0.079 © 0.077
0.079 0.077
0.079 0.077
0.079 0.077
0.079 0.077
0.080 0.077
0.080 ' 0.077
0.080 0.077
Mean: 0.0793 0.0770
SD: 0.0005 0.0000
Bias %: -1.37 -4.23
CV %: 0.63 0.00
Mean-Ref. Value Difference: -0.0011 -0.0034

L9 olediz

NAME OF TECHNlClAN PERFORMING TESTS DATE
3 ; & 102413
NAME OF TECHNICIAN REVIEWING RESULTS DATE

— DI

DR 3ITOT

WASHINGTON
ALCOTEST 9510

g/210L
DIAGNOSTIC OK
AIR BLANK 0.000
EXT STD IR 0.079
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.079
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.079
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.079
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.079
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.079
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.079
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.0890
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.077
AIR BLANK 0.000

DIAGNOSTIC OK

Ak hkhk kR Ahkr kTR KK K KKKK KKK KK

AxE* KA XK XX KK KA KR KEKK T &AX

SERIAL NO.: ARAH-0094
TEST NO.: 00089
DATE : 09/24/2013

Ak kkkxk kk*x A&k &kknk*&kxrHi

SUPERVISOR TEST

XA KX KK K E KK AK A KK KKK FRFAKXK

TIME
13:57
13:57
13:58




METHOD VALIDATION DRAEGER ALCOTEST 9510

. DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batchit: D00005 D00005
Reference Value: 0.0804 0.0804
0.080 0.076

0.080 0.076

0.080 0.076

0.080 " 0.076

0.080 0.076

0.080 0.076 .

0.080 0.076

0.080 0.076

0.080 0.076

0.080 0.076

Mean: 0.0800 0.0760

SD: 0.0000 0.0000

Bias %: -0.50 -5.47

CV %: 0.00 0.00
Mean-Ref. Value Difference:- -0.0004 -0.0044
\<&jbemFm\ 'ﬂzsh?

NAME OF TECHNICIAN PERFORMING TESTS

DATE

qlze 113

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

NR 3903
A x A AR R KKk kX kKKK KE KKK
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00098
DATE: 09/25/2013

kK Ak xx A AN KK RKRRK KK XK KK AK

SUPERVISOR TEST

ﬁ*ki*txa*!**ﬂ******)(tﬁk*

g/210L TIME

DIAGNOSTIC OK 12:53
AlIR BLANK 0.000 12:53
EXT STD IR 0.080 12:53
EXT STD EC 0.076 12:53
AIR BLANK 0.000 12:55
EXT STD IR 0.080 12:55
EXT STD EC 0.076 12:55
AIR BLANK 0.000 12:57
EXT STD IR 0.080 12:57
EXT STD EC 0.076 12:57
AIR BLANK 0.000 12:59
EXT STD IR 0.080 12:59
EXT STD EC 0.076 12:59
AIR BLANK 0.000 13:01
EXT sSTD IR 0.080 13:01
EXT STD EC 0.076 13:01
AIR BLANK 0.000 13:03
EXT STD IR 0©0.080 13:03
EXT STD EC 0.076 13:03
AIR BLANK 0.000 13:04
EXT STD IR 0.080 13:05
EXT STD EC 0.076 13:05
AIR BLANK 0.000 13:06
EXT STD IR 0.080 13:07
EXT STD EC 0.076 13:07
AIR BLANK 0.000 13:08
EXT STD IR 0.080 13:090
EXT STD EC 0.076 13:09
AIR BLANK 0.000 13:10
EXT STD IR o0.080 13:11
EXT STD EC 0.076 13:11
AIR BLANK 0.000 13:1i
DIAGNOSTIC OK 13:12

KA kx kR AFAKAK KK R AR KK AR KKK

OP ERATOR@ | GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi#: DR3903 DR3903
Batchi: D00005 D00005
Reference Value: 0.0804 : 0.0804
0.080 0.076
0.080 0.076
0.080 0.076
0.080 0.076
0.080 0.076
0.080 ' 0.076
0.080 0.076
0.080 _ 0.076
0.080 0.076
0.080 0.076
Mean: 0.0800 0.0760
sD: 0.0000 ' 0.0000
Bias %: -0.50 . -b.A47
. CV %: 0.00 0.00
Mean—R-ef. Value Difference: - -0.0004 -0.0044
12
NAME OF TECHNICIAN PERFORMING TESTS DATE
—D _?Jémfs— 7-2le 3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

%) D2 3903

Kk k Rk k k k kXX KK KA K A KA KX & KXK K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
00109
DATE: 09/26/2013

XAk K KA KK KRKEXTEXEXKAKKARXX KA K

TEST NO. :

SUPERVISOR TEST

ook Rk kkuw KR KA EKRKX KKK XK K RKK

TIME
:56
:56
:57
: 87
:58
:59
:59
10:

g/210L

DIAGROSTIC OK
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.076
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.076
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.076
AIR BLANK 0.000
EXT s7Db IR 0.080
EXT STD EC 0.076
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.076
AIR BLANK ~0.000
EXT STD IR 0.080
EXT STD EC 0.076
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.076
AIR BLANK 0.000
EXT STD IR 0.080
- EXT STD EC 9.076
AlR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.076
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.076
AIR BLANK 0.000

DIAGNOSTIC OK

OPERATOR GNATURE :

09
09
9
09
09
09
09

10
10
10
10
10

00

:01
101
:02
:03
:03
10:
10:
10:
10:
10:
10:
10:
10:
10:
10:
10:
10:
10:
i0:
10:
10:
10:
10:
10:
10:

XKk kK KKK KX KA KKK KKK KK H A

By ik el nl wl l
FMHN N DO EWOON —=-—-O




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
- Batchi: D00005 D00005
Reference Value: 0.0804 0.0804

0.080 - 0.076

0.081 0.076

0.080 0.076

0.080 0.076

0.081 0.076

0.080 0.076

0.080 0.076

0.080 0.076

\ 0.081 0.076

0.080 0.076

Mean: 0.0803 0.0760

SD: 0.0005 0.0000
Bias %: -0.12 -5.47 -

CV %: 0.62 0.00

Mean-Ref. Value Difference: -0.0001 -0.0044

l Z _Dépf-‘nw\ 4 (757 ((3

NAME OF TECHNICIAN PERFORMING TESTS DATE
D :LMEQ o |13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

Ak kR Rk KA KRR KX KK AR AKX KKK KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00122
DATE: 09/277/2013

AK KRR ER A ARRXT R E KK KK XX R K& RE KX

SUPERVISOR TEST

KR Kk AR KKK KR * K K Kk Kk KAKFK XK

al/2i0L TIME

DIAGNOSTIC OK 09:54
AIR BLANK 0.000 09:55
EXT STD IR 0.080 09:55
EXT STD EC 0.076 08:55
AIR BLANK 0.000 09:56
EXT STD IR 0.081 09:57
EXT STD EC 0.076 09:57
AlR BLANK 0.000 09:58
EXT STD IR 0.080 09:59
EXT STD EC 0.076 09:59
AIR BLANK 0.000 10:00
EXT STD IR 0.080 10:01
EXT STD EC 0.076 10:01
AIR BLANK 0.000 10:02
EXT sTD IR 0.081 10:03
EXT STD EC 0.076 10:03
AIR BLANK 0.000 10:04
EXT STD IR 0.080 10:05
EXT STD EC 0.076 10:05
AIR BLANK 0.000 10:06
EXT STD IR 0.080 10:07
EXT STD EC 0.076 10:07
AIR BLANK 0.000 10:08
EXT STD IR 0.080 10:09
EXT STD EC 0.076 10:09
AIR BLANK 0.000 10:10
EXT sSTD IR o0.081 10:11
EXT STD EC 0.076 10:11
AIR BLANK 0.000 10:12
EXT STD IR 0.080 10:13
EXT STD EC 0.076 10:13
AlR BLANK 0.000 10:13
DIAGNOSTIC OK 10:14
k kk Rk Kk kK K kK kK Ak kX kXK XKk kKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: D00005 D00005
Reference Value: 0.0804 0.0804
0.080 0.076
0.080 0.077
0.080 0.076
0.080 0.076
0.080 0.076
- 0.080 0.076
0.080 0.076
0.080 0.076
i 0.080 0.076
0.080 0.076
Mean: 0.0800 0.0761
sSD: - 0.0000 0.0003
Bias %: -0.50 -5.35
CV %: 0.00 0.39
Mean-Ref. Value Difference: -0.0004 -0.0043
IZ*D&—(—U,\ 4 ( 24((
NAME OF TECHNICIAN PERFORMING TESTS DATE

g TP N

:0/7% ZtB

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

bgl NR 2967

FEKE K R Kk kAR AKX R XK XK KK ok KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
TEST NO. : 00134
DATE : 09/29/2013

Kk Ak K KA KK KXKK " *KRARRRA XK KA

SUPERVISOR TEST

XAKK Kk A AN K Kk K KK &R KA A # ot & %

g/210L TI1ME

DIAGNOSTIC OK 11:32
AIR BLANK 0.000 11:32
EXT STD IR 0.080 11:32
EXT STD EC 0.076 11:32
AlR BLANK 0.000 11:34
EXT STD IR 0.080 11:34
EXT STD EC 0.077 11:34
AlIR BLANK 0.000 11:36
EXT STD IR 0.080 11:36
EXT STD EC 0.076 11:36
AlR BLANK 0.000 11:38
EXT STD IR 0.080 11:38
EXT STD EC 0.076 11:38
AlR BLANK 0.000 11:40
EXT STD IR 0.080 11:40
EXT STD EC 0.076 11:40
AlR BLANK 0.000 11:42
EXT STD IR 0.080 11:42
EXT STD EC 0.076 11:42
AIR BLANK 0.000 11:44
EXT STD IR 0.080 11:44
EXT STD EC 0.076 11:44
AlR BLANK 0.000 11:46
EXT STD IR 0.080 11:46
EXT STD EC 0.076 11:46
AIR BLANK 0.000. 11:48
EXT STD IR 0.080 11:48
EXT STD EC 0.076 11:48
AlIR BLANK 0.000 11:50
EXT STD IR 0.080 11:50
EXT STD EC 0.076 11:50
AlIR BLANK 0.000 11:51
DIAGNOSTIC OK 11:51
® K

LR

kR KAK KKKk KK KK AR R B
OPERAT R SIG%QTURE




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0094

BATCH D00006




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0054

DATE OF TESTS: 9/24/2013

I/R E/C I
simulator #: DR3903 DR3903 7)0' DR3903
SimTherm#: . DR3903 DR3903 7 *x*a**t‘;;;;;r;é;gr;*kt*wiﬁ
Batchi#: D00006 D00006 , ALCOTEST 9510
Reference Value: 0.1522 0.1522 SERIAL NO. : ARAH-0094
0.149 0.145 TEST NO.: 00090
) DATE : 09/24/2013
0.151 0146 Kk kxR kA KRKXKAKR Nk bk b % on k% kK KK
P 0.147 ~ SUPERVISOR TEST
0.147 r g/21ioL TIME
0152 DIAGNOSTIC OK 15:11
0.153 0.148 AIR BLANK 0.000 15:11
EXT STD IR 0.149 15:12
0.153 0.148 EXT STD EGC 0.145 15:12
0.153 0.147 AIR BLANK 0.000 15:13
: EXT STD IR 0.151 15:14
0.152 0.147 EXT STD EC 0.146 15:14
AIR BLANK 0.000 15:15
0.152 0.147 EXT STD IR 0.152 15:16
: AIR BLANK 0.000 15:17
Mean: 0.1519 : 0.1469 - EXT STD IR 0.152 15:18
i EXT STD EC 0.147 15:18
SD: 0.0012 0.0009 AlR BLANK 0.000 15:19
o _ EXT STD IR 0.153 15:20
Bias %: -0.20 3.48 EXT STD EC 0.148 15:20
CV %: 0.79 0.61 AIR BLANK  0.000 15:21
EXT STD IR 0.153 15:22
Mean-Ref. Value Difference: ~ -0.0003 -0.0053 EXT STD EC 0.148 15:22
AIR BLANK  0.000 15:23
EXT STD IR 0.153 15:24
EXT STD EC 0.147 15:24
AIR BLANK  0.000 15:25
EXT STD IR 0.152 15:26
EXT STD EC 0.147 15:26
( “AIR BLANK  0.000 15:28
i ? : EXT $TD IR 0.152 15:28
|z \De. _(_0__,\ Q‘ZL( 13 EXT STD EC 0.147 15:28
- . AIR BLANK 0.000 15:30
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD IR 0.152 15:30
. ) EXT STD EC 0.147 15:30
AIR BLANK  0.000 15:31
: l DIAGNOSTIC OK  15:32
D . VLe_g” ID]—U'F 13 OPERATOR S(HGNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE |d




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

Simulator #:

Sim Thermi:
Batchi#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

IZ . e

DATE OF TESTS: 9/25/2013

I/R E/C
DR3903 DR3903
DR3903 DR3903
D00006 D00006
0.1522 0.1522

0.152 0.145
0.152 0.145
0.152 0.144
0.152 0.144
0.152 0.145
0.152 0.145
0.152 0.145

0.152 0.145

0.152 0.145

0.152 0.145
0.1520 0.1448
0.0000 0.0004

-0.13 -4.86

0.00 0.28
-0.0002 -0.0074

alzsliz

NAME OF TECHNICIAN PERFORMING TESTS DATE

. whes

ql2tli3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

HT

DR 3903

LR I R R T R T T I I S

WASHINGTON

ALCOTEST 9510

SERIAL NO.:
TEST NO. :
DATE :

SUPERVISOR TEST

ARAH-0094
00099
09/2572013

®E AN R KKK A KRR K KKK KK KK Ao oA R

RA K AKX Kk hkARAKR AKX K KA XIE AR KR

g/210L

DIAGNOSTIC OK
AIR BLANK
EXT STD IR
EXT STD EC
AlIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlIR BLANK
EXT STD IR
EXT STD EC
AlIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
DIAGNOSTIC OK

COCOCOO0O00000UDOO0OO0CO0OOOCOO00ODOO oSO

. 000
. 152
. 145
.000
. 152
. 145
. 000
. 152
. 144
.000
.152
. 144
.000
. 152
. 145
.000
.152
. 145

000

TIME

13:
13:
13:
13:
13:
37
137
:39
: 39
:39
41
142
: 42
43
: 44
144
: 45
46
1486
147
148

35
35
35
35
37

XXk k XAk kA Ak XA KX Rk RAAKKK KRR

OPERATOR (3| GNATURE:

1/32!% B




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR3203 DR39203
Sim Therm#: DR3903 DR3903
Batchi: D00006 D00006
Reference Value: 0.1522 0.1522

0.152 0.145

0.153 0.145

0.153 0.145

0.153 0.146

0.154 0.147

0.154 ' 0.147

0.153 0.147

0.153 0.146

0.153 0.146

0.153 0.147

Mean: 0.1531 0.1461

SD: 0.0006 0.0009

Bias %: 0.59 - -4.01

CV %: 0.39 0.62
Mean-Ref. Value Difference: 0.0009 -0.0061

\Z i i TI0 Ty alzeliz

NAME OF TECHNICIAN PERFORMING TESTS DATE

D .Qén/k 10/22//3’

NAME OFSTECHNICIAN REVIEWING RESULTS DATE

\&5 e 39072

Ak K EEXF REFA XK K KA KR AT KA EK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00111
DATE: 09/26/2013

ARk A A KK I KK KK A RK K KR KK XK

SUPERVISOR TEST

an A KKk Kk Ak R E KK KK KKK KREKXK KRR

g/210L TIME

DIAGNOSTIC OK 11:00
AIR BLANK 0.000 11:00
EXT sTD IR 0.152 11:01
EXT STD EC 0.145 11:01
AIR BLANK 0.000 11:02
EXT STD IR 0.153 11:03
EXT STD EC 0.145 11:03
AIR BLANK ~ 0.000 11:05
EXT STD IR 0.153 11:05
EXT STD EC 0.145 11:05
AIR BLANK 0.000 11:07
EXT sTD IR 0.153 11:07
EXT STD EC 0.146 11:07
AIR BLANK 0.000 11:09
EXT STD IR 0.154 11:09
EXT STD EC 0.147 11:09
AIR BLANK 0.000 11:11
EXT $TD IR 0.154 11:11
EXT STD EC 0.147 11:11
AlR BLANK 0.000 11:13
EXT STD IR 0.153 11:13
EXT STD EC 0.147 11:13
AIR BLANK 0.000 11:15
EXT sTD IR 0.153 11:15
EXT STD EC 0.146 11:15
AIR BLANK 0.000 11:17
EXT STD IR 0.153 11:17
EXT STD EC 0.146 11:17
AIR BLANK 0.000 11:19
EXT sTD IR 0.153 11:19
EXT $TD EC 0.147 11:19
AIR BLANK 0.000 11:20
DIAGNOSTIC OK 11: 21
#t**xk*t***lii*,‘(tii*t\#k*




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: - DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: D00006 D00006
Reference Value: 0.1522 0.1522
0.1563 0.146
0.163 0.146
0.154 0.146
0.153 0.146
0.154 : 0.146
0.154 0.147
0.154 0.147
0.155 0.148
0.1565 0.148
0.155 0.148
Mean: 0.1540 0.1468
SD: 0.0008 0.0009
Bias %: 1.18 -3.65
CV %: 0.52 . 0.61
Mean-Ref. Value Difference: 0.0018 -0.0054
[ Do al ol

NAME OF TECHNICIAN PERFORMING TESTS DATE

’—D%waéé’ :olwl@

NAME OF TECHNICIAN REVIEWING RESULTS DATE

%‘f N 3903

e s mx kAR KK EKKKKKAKKE KRR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00123
DATE: 09/27/2013

KKk KRERK KK AKX KKK KXTKKXZE X KK

SUPERVISOR TEST

AR XA A RARITK K T X XA KKKk kKKK KXK

g/210L TIME

DIAGNOSTIC OK 10:24
AIR BLANK 0.000 10:24
EXT STD IR 0.153 10:25
EXT STD EC 0.146 10:25
AlR BLANK 0.000 10:27
EXT STD IR 0.153 10:27
EXT STD EC 0.146 10:27
AIR BLANK 0.000 10:29
EXT STD IR 0.154 10:29
EXT STD EC 0.146 10:29
AIR BLANK 0.000 10:31
EXT sTD IR 0.153 10:31
EXT STD EC 0.146 10:31
AIR BLANK 0.000 10:33
EXT STD IR 0.154 10:33
EXT STD EC 0.146 10:33
AIR BLANK 0.000 10:35
EXT STD IR 0.154 10:35
EXT STD EC 0.147 10:35
AIR BLANK 0.000 10:37
EXT STD IR 0.154 10:37
EXT STD EC 0.147 10:37
AIR BLANK 0.000 10:39
EXT STD IR 0.155 10:39
EXT STD EC 0.148 10:39
AIR BLANK 0.000 10:41
EXT STD IR 0.155 10:42
EXT STD EC 0.148 10:42
AlR BLANK 0.000 10:43
EXT SsTD IR 0.155 10:44
EXT STD EC 0.148 10:44
AIR BLANK 0.000 10:44
DIAGNOSTIC OK 10:45

ok kK Rk R K Kk R K kK A Kk Kk %

oPEHATQ




METHOD VALIDATION DRAEGER ALCOTEST 9510

_ DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/29/2013

| I/R E/C
Simulator #: DR3903 DR3903
> Sim Therm#: DR3903 DR3903
Batchi#: D00006 D00006
Reference Value: 0.1522 0.1522
0.150 0.144
0.151 0.144
0.152 0.145
0.152 0.145
'0.152 0.145
0.152 0.145
0.152 0.145
0.152 0.145
\ 0.152 0.146
0.152 0.146
Mean: 0.15617 0.1450
SD: 0.0007 0.0007
Bias %: -0.33 -4.73
CV %: 0.46 0.48
Mean-Ref. Value Difference: -0.0005 -0.0072

q{zﬂQT

T

NAME OF TECHNICIAN PERFORMING TESTS

T, Lo

DATE

/D/vl /13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

I%i* NRZ29063

R Rk Kk koK R KK KKK KK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0094
TEST NO. : 00136
DATE: 09/29/2013

Kk ok Ak om ok kKKK R K kK KKK KR KK KK

SUPERVISOR TEST

AR KA K AR RRFE XK KRR R K KKK kX KA

g/210L TIME

DIAGNOSTIC OK 12:10
AIR BLANK 0.000 12:10
EXT STD IR 0.150 12:10
EXT STD EC 0.144 12:10
AlR BLANK 0.000 12:12
EXT STD IR 0.151 12:12
EXT STD EC 0.144 12:12
AIR BLANK 0.000- 12:14
EXT STD IR 0.152 12:14
EXT STD EC 0.145 12:14
AIR BLANK 0.000 12:186
EXT STD IR 0.152 12:16
EXT STD EC 0.145 12:16
AlR BLANK 0.000 12:18
EXT STD IR 0.152 12:18
EXT STD EC 0.145 12:18
AIR BLANK 0.000 12:20
EXT STD IR 0.152 12:21
EXT STD EC 0.145 12:21
AlR BLANK 0.000 12:22
EXT sSTD IR 0.152 12:23
EXT STD EC 0.145 12:23
AIR BLANK 0.000 12:24
EXT STD IR 0.152 12:25
EXT STD EC 0.145 12:25
AlR BLANK 0.000 12:26
EXT STD IR 0.152 12:27
EXT STD EC 0.146 12:27
AlR BLANK 0.000 12:29
EXT STD IR 0.152 12:29
EXT STD EC 0.146 12:29
AlR BLANK 0.000 12:30
DIAGNOSTIC OK 12:31

AR KKk R A KR AA KA AR KRR KRR KX - AKX




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0094

BATCH D00007/




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermik: DR3903 DR3903
Batch#: D00007 D00007
Reference Value: 0.2024 0.2024
0.202 0.198
0.203 0.199
0.205 0.200
- 0.204 0.200
0.204 0.199
0.203 0.198
0.203 0.199
0.204 0.200
| 0.204 0.200
0.205 0.200
Mean: 0.2037 0.1993
SD: 0.0009 0.0008
Bias %: 0.64 -1.63
CV %: 0.44 0.40
Mean-Ref. Value Difference: 0.0013 -0.0031

\Z Bef\‘l"\:w\ q "ZH \-—5‘
NAME OF TECHNICIAN PERFORMING TESTS DATE

-b- Q;véﬂésf ol IIB
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

D DR3703

KA A KK KK KA RK KA K kX &K KR KKK X

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0094
TEST NO. : 00091
DATE: 09/24/2013

Ak kK ok kK kKKK KXXARRKEKRKAKXR

SUPERVISOR TEST

Kk ok Kk kAR K KKK KK KKK KK KK KKK

g/210L  TIME

DIAGNOSTIC OK 16:00
AIR BLANK 0.000 16:00
EXT STD IR 0.202 16:00
EXT STD EC 0.198 16:00
AlIR BLANK 0.000 16:02
EXT STD IR 0.203 16:02
EXT STD EC 0.199% 16:02
AIR BLANK 0.000 16:04
EXT STD IR 0.205 16:04
EXT STD EC 0.200 16:04
AlR BLANK 0.000 16:06
EXT STD IR 0.204 16:07
EXT STD EC 0.200 16:07
AIR BLANK 0.000 16:08
EXT STD IR 0.204 16:09
EXT STD EC 0.199 16:09
AIR BLANK 0.000 16:10
EXT STD IR 0.203 16:11
EXT STD EC 0.198 16:11
AlR BLANK 0.000 16:12
EXT STD IR 0.203 16:13
EXT STD EC 0.199 16:13
AIR BLANK 0.000 16:15
EXT STD IR 0.204 16:15
EXT STD EC 0.200 16:15
AlR BLANK 0.000 16:17
EXT STD IR 0.204 16:17
EXT STD EC 0.200 16:17
AlIR BLANK 0.000 16:19
EXT STD IR 0.205 16:19
EXT S$TD EC 0.200 16:19
AlR BLANK 0.000 16:20
DIAGNOSTIC OK 16:21




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: D00007 D00007
Reference Value: 0.2024 0.2024
' 0.193 0.185
0.197 0.188
0.200 0.191
0.201 0.192
0.201 0.192
0.200 0.192
0.201 0.193
0.200 0.192
0.200 0.192
0.200 0.191
- Mean: 0.1993 0.1908
SD: 0.0025 0.0024
Bias %: -1.63 -5.73
CV %: 1.25 1.26
Mean-Ref. Value Difference: -0.0031 -0.0116
I\/_ T)en‘l"br\ ‘i"zﬁT (| ¥
NAME OF TECHNICIAN PERFORMING TESTS DATE
I>.-<qusf ql26(3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

TV pez2403

IEE SRR EEEREEEEEE IS NN

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
TEST NO.: 00100
DATE:: 09/25/2013

Kk KA KR KKK XX XK XK KKK KRR K K HK

SUPERVISOR TEST

Ak kK X k kK x k kk k ko k kKK XK KK KA

g/210L  TIME

DIAGNOSTIC OK 14:17
AlR BLANK 0.000 14:17
EXT STD IR 0.193 14:17
EXT STD EC 0.185 14:17
AIR BLANK 0.000 14:19
EXT STD IR 0.197 14:19
EXT STD EC 0.188 14:19
AIR BLANK 0.000 14:21
EXT STD IR 0.200 14:21
EXT STD EC 0.191 14:21
AIR BLANK 0.000 14:23
EXT STD IR 0.201 14:23
EXT STD EC 0.192 14:23
AIR BLANK 0.000 14:25
EXT STD IR 0.201 14:26
EXT STD EC 0.192 14:26
AIR BLANK 0.000 14:27
EXT STD IR 0.200 14:28
EXT STD EC 0.192 14:28
AIR BLANK 0.000 14:29
EXT STD IR 0.201 14:30
EXT STD EC 0.193 14:30
AlR BLANK 0.000 14:32
EXT STD IR 0.200 14:32
EXT STD EC 0.192 14:32
AlR BLANK 0.000 14:34
EXT STD IR 0.200 14:34
EXT STD EC 0.192 14:34
AIR BLANK 0.000 14:36
EXT STD IR 0.200 14:36
EXT STD EC 0.191 14:36
AIR BLANK 0.000 14:37
DIAGNOSTIC OK 14:38

Aok ok Kk A Kk A XK EKEREXXKRK KK & &K K

OPERATOR S|\GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Therm#: DR3903 DR3903
Batch#: 000007 D00007
Reference Value: 0.2024 | 0.2024

0.204 0.198

0.203 0.196

0.204 0.196

0.204 0.196

0.204 0.197

0.204 0.197

0.204 0.196

0.202 0.195

0.202 0.194

0.202 0.194

Mean: 0.2033 0.1959

SD: 0.0009 0.0013

Bias %: 0.44 -3.21
CV %: 0.44 0.66
Mean-Ref. Value Difference: 0.0009 -0.0065

. S

alzcl3

NAME OF TECHNICIAN PERFORMING TESTS

D Loe

DATE

/D/zik'

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

C@} . ”DQBC\OE

x &% 8 - ~ A Ak kR KA KA AX KR
WASH GTON
AL OTES 3510

SERI2" NO.: ARAH-0094
TEST NO.: 00112
DATE: 09/26/2013

KR K R xR KX EARRARKAARKKX KX XK

SUPERYISOR TEST

A E R KRR X AwrRAdhrkKkEKERKKK KK

g/ 210L TIME

DIAGNOSTIC OK 11:50
AlR BLANK 0.000 11:50
EXT STD IR 0.204 11 50
EXT STD EC 0.198 11:50
AlR BLANK 0.000 11:52
EXT STD IR 0.203 11:52
EXT STD EC 0.196 11:52
AIR BLANK 0.000 11:54
EXT STD IR 0.204 11:54
EXT STD EC 0.196 11:54
AIR BLANK 0.000 11:56
EXT STD IR 0.204 11:56
EXT $TD EC 0.196 11:56
AIR BLANK 0.000 11:58
EXT STD IR 0.204 11:59
EXT STD EC 0.197 11.59
AlIR BLANK 0.000 12:00
EXT sTD IR 0.204 12:01
EXT STD EC 0.197 12:01
AIR BLANK 0.000 12:02
EXT STD IR 0.204 12:03
EXT STD EC 0.196 12:03
AIR BLANK 0.000 12:05
EXT STD IR 0.202 12:05
EXT $TD EC 0.195 12:05
AIR BLANK 0.000 12:07
EXT STD IR ©0.202 12:07
EXT STD EC 0.194 12:07
AlR BLANK 0.000 12:09
EXT STD IR 0.202 12:09
EXT STD EC 0.194 12:09
AIR BLANK 0.000 12:10
DIAGNOSTIC OK 12:11

R T E LR




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batchi: D00007 D00007
Reference Value: 0.2024 0.2024

0.192 0.184

0.195 0.187

0.197 0.188

0.198 0.189

0.198 0.191

0.200 0.192

0.200 0.191

0.200 0.192

0.201 0.191

0.201 0.192
Mean: 0.1983 0.1897
SD: 0.0029 0.0027

Bias %: -2.03 . -B6.27

CV %:. 1.46 1.42
Mean-Ref. Value Difference: -0.0041 -0.0127

14 ™ok

au(z 7

NAME OF TECHNICIAN PERFORMING TESTS

Y 993

DATE

o ]'L‘t /\}

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

D prz903

KK Kk XA KR AR KKK Kk kK KRAKAKXKAA

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO. : 00124
DATE : 09/27/2013

Kk khk xk kR ok K KKK KK KK IR K KI KKK

SUPERVISOR TEST
kK kK Kk AR KKK KX kKX XEEXR KKK
g/210L TIME
DIAGNOSTIC OK 10:56
AlR BLANK 0.000 10:57

EXT STD IR 0.192 10:57
EXT STD EC 0.184 10:57
AIR BLANK 0.000 10:59
EXT STD IR 0.195 10:59
EXT STD EC 0.187 10:59
AIR BLANK 0.000 11:01
EXT STD IR 0.197 11:01
EXT STD EC 0.188 11:01
AlR BLANK 0.000 11:03
EXT sTD IR 0.198 11:03
EXT STD EC 0.189 11:03
AIR BLANK 0.000 11:05
EXT STD IR 0.199 11:06
EXT STD EC 0.191 11:06
AIR BLANK 0.000 11:07
EXT STD IR 0.200 11:08
EXT STD EC 0.192 11:08
AlR BLANK 0.000 11:09
EXT STD IR 0.200 11:10
EXT STD EC 0.191 11:10
AlIR BLANK 0.000 11:11
EXT STD IR 0.200 11:12
EXT STD EC 0.192 11:12
AIR BLANK 0.000 11:14
EXT STD IR 0.201 11:14
EXT STD EC o0.191 11:14
AlR BLANK 0.000 11:16
EXT STD IR 0.201 11:186
EXT STD EC 0.192 11:16
AlR BLANK 0.000 11:17
DIAGNOSTIC OK 11:18

XK KK kKK KK KK k ok kK Kk Kok oK KK

OPERATQR S|GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/29/2013

I/R "E/C
Simulator #: DR3903 DR3903
Sim Thermit: , DR3903 DR3903
~ Batch#: D00007 D00007
Reference Value: 0.2024 0.2024
0.195 0.190
0.198 0.191
-0.199 0.191
0.199 0.191
0.200 0.191
0.200 0.191
0.200 0.191
0.200 0.191
0.200 0.191
0.201 0.191
Mean: 0.1992 0.1908
SD: 0.0017 0.0003
Bias %: -1.58 -5.68
CV %: 0.85 0.186
Mean-Ref. Value Difference: -0.0032 -0.0115
b s, alz4l 7
NAME OF TECHNICIAN PERFORMING TESTS DATE

"D -‘Ty/ﬂﬂ?k

lo/Zlf /)3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

7)5/ DR 3IT6S

KRA KK KKK RKRRETAK KK K E X TR X kKK

WASH INGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
TEST NO. : 00138

DATE : 09/29/2013°

K x k hk k kk AR Kk K&k kx KX XK KK KX

SUPERVISOR TEST

Rk R ARk KRR KKKRKKA KA ANKXKEKK nE KR

g/ 210L TIME

DIAGNOSTIC OK 12:56
AIR BLANK .000 12:56
EXT STD IR .185 12:57
EXT STD EC .190 12:57
AlR BLANK .000 12:59
EXT STD IR .198 12:59
EXT STD EC 191 12:59
AlIR BLANK .000 13:01

.189 13:01
. 191 13:01
.000 13:03
.199 13:03

EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR

EXT STD EC .11 13:03
AlR BLANK .000 13:05
EXT STD IR 200 13:05
EXT STD EC .191 13:05
AlIR BLANK .000 13:07
EXT STD IR .200 13:08
EXT. STD EC .191 13:08
AlIR BLANK .000 13:09
EXT STD IR .200 13:10
EXT STD EC .191 13:10
AlR BLANK .000 13:11
EXT STD IR .200 13:12
EXT STD EC 191 13:12
AlIR BLANK .000 13:13

EXT STD IR
EXT STD EC

.200 13:14
191 13:14

COOODOOOCOCOO0OO0OO0OO0OOOo0ODOODOOOO

AlR BLANK .000 13:16
EXT STD IR .201 13:16
EXT STD EC .191 13:16
AIR BLANK .000 13:17
DIAGNOSTIC OK 13:18

HoE KKk k ok ok Rk kK kK KKK KAKK KK XK

OPERATOR GNATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0094

BATCH D00008




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-00%4

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermit: DR3903 DR3903
Batch#: D00008 D00008
Reference Value: 0.3044 0.3044
0295 0.291
0.300 0.295
0.301 0.297
0.301 0.297
0.303 0.298
0.304 0.298
0.305 0.299
0.306 0.298
' 0.305 0.298
0.304 0.296
Mean: 0.3024 0.2967
SD: 0.0033 0.0023
Bias %: -0.66 -2.53
CV %: 1.09 0.78
Mean-Ref, Value Difference: -0.0020 : -0.0077

i e e aleslz

NAME OF TECHNICIAN PERFORMING TESTS DATE
T)Qﬂéff\fg’ ID/ZLf/(3
NAME OF TECHNICIAN REVIEWING RESULTS DATE :

DI przte?

Rk K omok kR KRR R K K K KA K KKK K KKK

WASHINGTON
‘ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00092
DATE: 09/24/2013

AR R Rk K R AR KKk kX kK RKK KK KA KA

SUPERVISOR TEST

XKk Xk k k kAt kXKXKAKAIXKKXRR R AKX

g/210L TIME

DIAGNOSTIC OK 16:51
AIR BLANK 0.000 16:51
EXT STD IR 0.295 16:51
EXT STD EC 0.291 16:51
AIR BLANK 0.000 16:53
EXT STD IR 0.300 16:53
EXT STD EC 0.295 16:53
AIR BLANK 0.000 16:55
EXT STD IR 0.301 16:56
EXT STD EC 0.297 16:56
AlR BLANK 0.000 16:57
EXT STD IR 0.301 16:58
EXT STD EC 0.297 16:58
AIR BLANK 0.000 17:00
EXT STD IR  0.303 17:00
EXT STD EC 0.298 17:00
AlIR BLANK 0.000 17:02
EXT STD IR 0.304 17:02
EXT S$TD EC 0.298 17:02
AlIR BLANK 0.000 17:04
EXT STD IR 0.305 17:05
EXT STD EC 0.299 17:05
AIR BLANK 0.000 17:06
EXT STD IR 0.306 17:07
EXT STD EC 0.298 17:07
AIR BLANK 0.000 17:09
EXT STD IR 0.305 17:09
EXT STD EC 0.298 17:09
AlIR BLANK 0.000 17:11
EXT STD IR 0.304 17:11
EXT STD EC 0.296 17:11
AlIR BLANK 0.000 17:12
DIAGNOSTIC OK 17:13

A omok kR ok k ok ok k kK kK kK ok ok ok ok ok k ok ok ox ok ok %

OFEHé;fR Sl ATURE :
) ‘(éfiig




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/25/2013

IR E/C
Simulator #: DR3903 DR3903
Sim Thermi: - DR3903 DR3903
Batch#: D00008 D00008
Reference Value: 0.3044 0.3044

0.305 0.299

0.305 0.297

0.305 0.297

0.304 0.295

0.304 0.295

0.305 0.295

0.305 0.294

0.305 0.294

0.305 0.293

0.305 0.294

Mean: 0.3048 0.2953

SD: 0.0004 0.0018

Bias %: 0.13 -2.99

CV %: 0.13 0.61
Mean-Ref. Value Difference: 0.0004 -0.0091
s de Cﬂzsh}

NAME OF TECHNICIAN PERFORMING TESTS DATE

FZDJ%UAWHQ

o]z /13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

D DR 39073

xR R K KR Rk kAR AR K KK KARRKKK KK KA

WASH INGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
TEST NO. : 00101
DATE : 09/25/2013

Ak ok k k ok hok R R K XA KA KKK KK XK KK

SUPERVISOR TEST

Xk Kk Ak ok kok KA KA KX R KKK XK KK KK

g/210L TIME

DIAGNOSTIC OK 15:00
AIR BLANK 0.000 15:00
EXT STD IR 0.305 15:00
EXT STD EC 0.299 15:00
AlIR BLANK 0.000 15:02
EXT STD IR 0.305 15:02
EXT STD EC 0.297 15:02
AIR BLANK 0.000 15:04
EXT STD IR 0.305 15:05
EXT STD EC 0.297 15:05
AlR BLANK 0.000 15:06
EXT STD IR 0.304 15:07
EXT STD EC 0.295 15:07
AlIR BLANK 0.000 15:09
EXT STD IR 0.304 15:09
EXT STD EC 0.295 15:09
AlR BLANK 0.000 15:11
EXT STD IR 0.305 15:11
EXT STD EC 0.295 15:11
AlIR BLANK 0.000 15:13
EXT STD IR 0.305 15:14
EXT STD EC 0.294 15:14
AlIR BLANK 0.000 15:15
EXT STD IR 0.305 15:16
EXT STD EC 0.294 15:16
AlR BLANK 0.000 15:18
EXT STD IR 0.305 15:18
EXT STD EC 0.293 15:18
AIR BLANK 0.000 15:20
EXT STD IR 0.305  15:20
EXT STD EG 0.294 15:20
AIR BLANK 0.000 15:21
DIAGNOSTIC OK 15:22

Rk ok k ok ok Rk ok koK ok ok ok ok ok ok A KKk WK KK

OPERi;?R SIGNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/26/2Q13 '

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: D00008 D00008
Reference Value: 0.3044 0.3044
0.307 0.299
0.307 0.297
0.306 0.296
0.307 0.297
0.307 0.296
0.307 0.295
0.306 0.294
0.305 0.292
0.305 0.291
0.305 0.291
Mean: 0.3062 0.2948
SD: 0.0009 0.0027
Bias %: 0.59 -3.15
CV %: 0.29 0.92
Mean-Ref, Value Difference: 0.0018 -0.0096
‘<£ hTt)éwﬁiﬂlwﬂ C%\jla\l?
NAMEOﬁﬂIHMCMNPHWORMWG1E$3 DATE
()Azg/ Dk ?/2/ A
NAME OF TECHNICIAN REVIEWING RESULTS DATE

’575 DR 3707

REK AR XK EXKKNKN KKK AR AR A X kAR

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094

TEST NO. : 00113
DATE : 09/26/2013

FERAAKE AKX KRR XA AR KT RA R &k kA

SUPERVISOR TEST

KAk kkdk kk X XA KA KR KX AKX A’ Kk k kA

glf210L T IME

DIAGNOSTIC OK 13:01
AIR BLANK  0.000 13:01
EXT STD IR 0.307 13:02
EXT STD EC 0.299 13:02
AIR BLANK  0.000 13:03
EXT STD IR 0.307 13:04
EXT STD EC 0.297 13:04
AIR BLANK  0.000 13:06
EXT STD IR 0.306 13:06
EXT STD EC 0.296 13:086
AIR BLANK  0.000 13:08
EXT STD IR 0.307 13:08
EXT STD EC 0.297 - 13:08
AIR BLANK  0.000 13:10
EXT STD IR 0.307 13:11
EXT STD EC 0.296 13:11
AIR BLANK  0.000 13:12
EXT STD IR 0.307 13:13
EXT STD EC (.295 13:13
AIR BLANK  4.000 13:15
EXT STD IR 0.306 13:15
EXT STD EC 0.294 13:15
AIR BLANK  0.000 13:17
EXT STD IR 0.305 13:17
EXT STD EC 0.292 13:17
AIR BLANK  0.000 13:19
EXT STD IR 0.305 13:20
EXT STD EC 0.291 13:20
AIR BLANK  0.000 13:21
EXT STD IR 0.305 13:22
EXT STD EC 0.291 13:22
AIR BLANK  0.000 13:23
DIAGNOSTIC OK 13:24
a**kﬁt*t**tﬁ*tt*i***tit*
NATURE :

OPERAJOR
e




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

Simulator #:

Sim Thermi:
Batchi:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

IZ \hem ~

DATE OF TESTS: 9/27/2013

/R E/C
DR3903 DR3903
DR3903 'DR3903
D00008 D00008
0.3044 0.3044

0,303 0.292
0.304 0.291

0.304 0.290
0.305 0.291

0.305 0.290
0.305 0.291

0.304 0.288
0.305. 0.289
0.306 0.289
0.306 0.289
0.3047 0.2900
0.0009 0.0012

0.10 -4.73

0.30 0.41
0.0003 -0.0144

Ci’z*v( (7

NAME OF TECHNICIAN PERFORMING TESTS

D e

DATE

m/-zw/rg

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DY DR 2903

AR Ak X KRR R KKK Ak KRXKKKKK KK KX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00126
DATE: 09/27/2013

KA KK A KK R KKK XK K KKK KKK XK KR

SUPERVISOR TEST

AHAK KKK RE KR KK R KX KEARK &KX KK

g/210L TIME

DIAGNOSTIC OK 11:36
AIR BLANK 0.000 11:36
EXT STD IR 0.303 11:36
EXT STD EC 0.292 11:36
AIR BLANK 0.000 11:38
EXT STD IR 0.304 11:39
EXT STD EC 0.291 11:39
AIR BLANK 0.000 11:40
EXT STD IR 0.304 11:41
EXT STD EC 0.290 11:41
AIR BLANK 0.000 11:43
EXT STD IR 0.305 11:43
EXT STD EC 0.291 11:43
AIR BLANK 0.000 11:45
EXT STD IR 0.305 11:45
EXT STD EC 0.2980 11:45
AIR BLANK 0.000 11:47
EXT STD IR 0.305 11:48
EXT STD EC 0.291 11:48
AIR BLANK 0.000 11:50
EXT STD IR 0.304 11:50
EXT STD EC 0.288 11:50
AIR BLANK 0.000 11:52
EXT STD IR 0.305 11:52
EXT STD EC 0.289% 11:52
AIR BLANK 0.000 11:54
EXT STD IR 0.306 11:54
EXT STD EC 0.289 11:54
AlR BLANK 0.000 11:56
EXT sSTD IR 0.306 11:57
EXT STD EC 0.289 11:57
AIR BLANK 0.000 11:57
DIAGNOSTIC 0K 11:58
ok ok A ok R K kR K K K KoK Kk kK K K K Kk kK %

OPERAi”ZS | GNA




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

Simulator #:

Sim Therm#:
Batchif:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

‘ 2 _Dé;n—(—u,\

~ DATE OF TESTS: 9/29/2013

I/R E/C
DR3903 DR3903
DR3903 DR3903
D00008 D00008
0.3044 0.3044

0.301 0.290
0.304 0.293
0.304 0.292
0.306 0.293
0.306 0.291
0.306 0.291
0.307 0.291
0.307 0.291
0.307 0.291
0.307 0.289
0.3065 0.2912
0.0020 0.0012

0.36 -4.34

0.65 0.41
0.0011 -0.0132

qlli5.

NAME OF TECHNICIAN PERFORMING TESTS

D —Joree

DATE

10 ]v—r[ 13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DS

kK KK KA K

SERIAL NO. :

PR 2703

K h kK KKK KKK KKK KKK K

WASHINGTON
ALCOTEST 9510

TEST NO. :
DATE :

A kR k kR k x k A KK KK Kk kA A K KRKX KK KR

SUPERVISOR TEST

h kR K ok kA KKk kA K AKX K KKK XK KK
g/210L TIME
DIAGNOSTIC. OK

AlR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AlIR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AIR

BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
S0 EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK

CCOCO0OO0COCO0OO0000CO0O0O0O0O0ODCDOCOOO0O0OOOOCODOO

DIAGNOSTIC OK

Ak KK Ak ok hRKEK* K AKXk XA XXX T Xk X%

ARAH-0094
00139
29/29/2013

13:32
.000 13:32
301 13:33
.290 13:33
.000 13:34
.304 13:35
.293 13:35
.000 13:37
.304 13:37
. 292 13:37
.000 13:39
.306 13:39
293 13:39
.000 13: 41
306 13:42
291 13:42
.000 13:44
.306 13:44
.291 13:44
.000 13:46
.307 13:46
291 13:46
000 13:48
.307 13:48
. 201 13:48
.000 13:50
.307 13:51
. 201 13:51
.000 13:53
307 13:53
.289 13:53

.000 13:54




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0094

BATCH D00009




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

Simulator #:

Sim Thermi:
Batchih:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

A

DATE OF TESTS: 9/24/2013

I/R E/C
DR3903 DR3903
DR3903 DR3903
D00009 D00009
0.4026 0.4026
0.399 0.395
0.401 0.395
0.403 0.396
0.403 0.396
0.405 ' 0.397
0.405 0.396
0.405 0.396
0.404 0.394
0.403 0.392
0.404 0.392
0.4032 0.3949
" 0.0019 0.0017
0.15 -1.91
0.47 0.43
0.0006 -0.0077

‘%!2‘1 ‘ IS

NAME OF TECHNICIAN PERFORMING TESTS

"D reg

DATE

/o/zw/rB -

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

el k
. RR3T03.

WASHINGTON
ALCOTEST 9510
.
SERIAL NO. : ARAH-0094
TEST NO. : 00093
DATE : 00/2472013

* kK K RA Kk ARKK KK AKXK KR KAk KKK

SUPERVISOR TEST

Kok R Kk kR K R K KK KK K KKK KK KEKXKK

g/210L TIME

DIAGNOSTIC OK 17:44
AIR BLANK 0.000 17:44
EXT STD IR 0.399 17:44
EXT STD EC 0.395 17:44
AIR BLANK 0.000 17:46
EXT STD IR 0.401 17:46
EXT STD EC 0.395 17:46
AIR BLANK 0.000 17:48
EXT STD IR 0.403 17:49
EXT STD EC 0.396 17:49
AIR BLANK 0.000 17:51
EXT STD IR 0.403 17:51
EXT STD EC 0.396 17:51
AIR BLANK 0.000 17:53
EXT STD IR 0.405 17:53
EXT STD EC 0.397 17:53
AIR BLANK 0.000 17:55
EXT STD IR 0.405 17:56
EXT STD EC 0.396 17:56
AIR BLANK 0.000 17:58
EXT STD IR 0.405 17:58
EXT STD EC 0.396 17:58
AIR BLANK 0.000 18:00
EXT STD IR 0.404 18:00
EXT STD EC 0.394 18:00
AIR BLANK 0.000 18:02
EXT STD IR 0.403 18:03
EXT STD EC 0.392 18:03
AIR BLANK 0.000 18:05
EXT STD IR 0.404 18:05
EXT STD EC 0.392 18:05
AIR BLANK 0.000 18:06
DIAGNOSTIC OK 18:07
dok Kk kK kKK KR KX R KKK KEAKK KKK
OPERﬂTQH /GNATURE :

!
‘ci_.




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

Simulator #:
Sim Therm#:
Batch#:

. Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

i 2 fﬁé?/f‘\'b N

DATE OF TESTS: 9/25/2013

I/R E/C
DR3903 DR3903
- DR3903 DR3903
D00009 D00009
0.4026 0.4026
0.399 - 0.390
0.399 0.389
0.402 0.391
0.403 0.391
0.404 0.391
0.404 0.390
0.402 0.387
0.401 0.386
0.403 0.387
0.404 0.388
0.4021 0.3890
0.0019 0.0019
012 -3.38
0.47 0.49
-0.0005 -0.0136

QES“?

NAME OF TECHNICIAN PERFORMING TESTS

DATE

"), —Jowes /O/z,(:o’
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DL DR3IAGY

Xk R or ook %ox KK R KKK KX KRR KK KR KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
TEST NO.: 00102
DATE: 09/25/2013

Ak R R K Rk Kk KKK AKRAKRKKKKK XXX

SUPERVISOR TEST

IEEEEEEEEEEEREE RS

g/210L TIME

DIAGNOSTIC OK 15:53
AIR BLANK  0.000 15:53
EXT STD IR 0.399 15:54
EXT STD EC 0.390 15:54
AIR BLANK 0.000 15:55
EXT STD IR 0.399 15:56
EXT STD EC 0.389 15:58
AIR BLANK '0.000 15:58
EXT STD IR 0.402 15:58
EXT STD EC 0.391 15:58
AIR BLANK  0.000 16:00
EXT STD IR 0.403 16:01
EXT STD EC 0.391 16:01
AIR BLANK  0.000 16:03
EXT STD IR 0.404 16:03
EXT STD EC 0.391 16:03
AIR BLANK  0.000 16:05
EXT STD IR 0.404 16:05
EXT STD EC 0.390 16:05
AIR BLANK 0.000 16:07
EXT STD IR 0.402 16:08
EXT STD EC 0.387 16:08
AIR BLANK  0.000 16:10
EXT STD IR 0.401 16:10
EXT STD EC 0.386 16:10
AIR BLANK  0.000 16:12
EXT STD IR 0.403 16:12
EXT STD EC 0.387 16:12
AIR BLANK  0.000 16:14
EXT STD IR 0.404 16:15
EXT STD EC 0.388 16:15
AIR BLANK 0.000 16:16
DIAGNOSTIC OK 16:17

KR ok kX Ak KWK KK KK G K AR KKK KKK

OPERATOR, S| GNATURE :
‘<£ [




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

Simulator #:

Sim Therm#:
Batchi#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 9/26/2013

IR E/C
DR3903 DR3903
DR3903 DR3903
D00009 D00009
0.4026 0.4026

0.397 0.385
0.399 0.387
0.400 0.387
0.400 0.386
0.400 0.384
0.401 0.383
0.402 0.385
0.403 0.384
0.402 0.384
0.403 0.383
0.4007 0.3848
0.0019 0.0015

-0.47 -4.42

0.47 0.39
-0.0019 -0.0178

\Z Do ton

q(zd&?

NAME OF TECHNICIAN PERFORMING TESTS

D -Qsl;e%

DATE

/0/?,1/:3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

%

DR 3905

Xk kK x KK kKk KA KA RKX KK K*HKAKXE

WASHINGTON
ALCOTEST 9510
SERIAL NO.: ARAH-0094
TEST NO.: 00114
DATE: 0972672013
Kk kA Rk KKK AIRRKKKAXERKE IR
SUPERVISOR TEST
KA A KA KRR K RKX A KKK AK A KT & AKX

g/210L  TIME
DIAGNOSTIC OK 13:56
AlR BLANK 0.000 13:57
EXT STD IR 0.397 13:57
EXT STD EC 0.385 13:57
AlR BLANK 0.000 13:59
EXT STD IR 0.399 13:59
EXT STD EC 0.387 13:59
AIR BLANK 0.000 14:01
EXT STD IR 0.400 14:02
EXT STD EC 0.387 14:02
AlIR BLANK 0.000 14:04
EXT STD IR 0.400 14:04
EXT STD EC 0.386 14:04
AIR BLANK 0.000 14:06
EXT STD IR 0.400 14:07
EXT STD EC 0.384 14:07
AIR BLANK 0.000 14:09
EXT STD IR 0.401 14:09
EXT STD EC 0.383 14:09
AIR BLANK 0.000 14:11
EXT STD IR 0.402 14:11
EXT $TD EC 0.385 14:11
AlR BLANK 0.000 14:13
EXT STD IR 0.403 14:14
EXT STD EC 0.384 14:14
AIR BLANK 0.000 14:16
EXT STD IR 0.402 14:16
EXT S™0 EC 0.384 14:16
AlR BLANK 0.000 14:18
EXT STD IR 0.403 14:18
EXT STD EC 0.383 14:18
AIR BLANK 0.000 14:19
DIAGNOSTIC OK 14:20

OPEBAT

KRk kk ok kA KRR XK AR KK KK KKK KK
WMTURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: D00009 D00009
Reference Value: 0.4026 0.4026

0.397 0.381

0.400 0.384

0.402 0.384

0.403 0.385

0.402 0.382

0.402 0.381

0.403 0.382

0.404 0.382

0.405 0.383

0.404 0.381
Mean:  0.4022 0.3825

SD: 0.0023 0.0014

Bias %: -0.10 -4.99

CV %: 0.57 0.37

Mean-Ref. Value Difference: -0.0004

-0.0201

| & P

9_(27(’\3 -

NAME OF TECHNICIAN PERFORMING TESTS

Dobes

'DATE

lo/z‘f/ij

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

>4 DRIT6T

* K K Ak kR AR A KKK KR RK KRK KA KR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0094
TEST NO.: 00127
DATE: 09/277/2013

X kK k Rk k k k R R R ARk x kR kR kK kXA K KA A K

SUPERVISOR TEST

kR ok ko k kK kR R Rk KA A R kK KKK A KKK

g/ 210L TIME

DIAGNOSTIC OK 12:22
AIR BLANK 0.000 12:22
EXT STD IR 0.397 12:22
EXT STD EC 0.381 12:22
AIR BLANK 0.000 12:24
EXT STD IR 0.400 12:25
EXT STD EC 0.384 12:25
AIR BLANK 0.000 12:27
EXT STD IR 0.402 12:27
EXT STD EC 0.384 12:27
AIR BLANK 0.000 12:29
EXT STD IR 0.403 12:29
EXT STD EC 0.385 12:29
AIR BLANK 0.000 12:31
EXT STD IR 0.402 12:32
EXT STD EC 0.382 12:32
AIR BLANK 0.000 12:34
EXT STD IR 0.402 12:34
EXT STD EC 0.381 12:34
AIR BLANK 0.000 12:36
EXT sTD IR 0.403 12:37
EXT STD EC 0.382 12:37
AIR BLANK 0.000 12:39
EXT STD IR 0.404 12:39
EXT STD EC 0.382 12:39
AIR BLANK 0.000 12:41
EXT STD IR 0.405 12:41
EXT STD EC 0.383 12:41
AlR BLANK 0.000 12:43
EXT STD IR 0.404 12:44
EXT STD EC 0.381 12:44
AIR BLANK - 0.000 12:44
DIAGNOSTIC OK 12:46

Ek kK A A A AXE KK KXTXAKAXAFFT RK KX

TR




" METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0094

DATE OF TESTS: 9/29/2013

I/R E/C

Simulator #: DR3903 DR3903
Sim Therm#: DR3903 DR3903
Batch#: ' " D00009 D00009
Reference Value: 0.4026 0.4026

0.403 0.385

0.403 0.384

0.404 0.383

0.404 0.382

0.404 0.381

0.405 0.382

0.404 0.380

0.406 0.383

0.405 0.380

0.404 0.380

Mean: 0.4042 ' 0.3820

SD: 0.0009 0.0018

Bias %: 0.40 -5.12

, CV %: 0.22 0.47
Mean-Ref. Value Difference: 0.0016 l -0.0206

1 TP alizaliz

NAME OF TECHNICIAN PERFORMING TESTS DATE
D \vév"-é’ & ) /L‘-I i3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

55/ DR 34903

KRk KR K kxR XAKREKERKR AR XK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0094
TEST NO. : 00141
DATE: 09/29/2013

ARk KX KK KKK KK A x kA h KRRk kK kK

SUPERVISOR TEST

R Ak K KKKk K kKKK R KK A kKRR KK R AR

gf210L TIME

DIAGNOSTIC OK 14:17
AlR BLANK 0.000 14:17
EXT STD IR 0.403 14:18
EXT STD EC 0.385 14:18
AIR BLANK 0.000 14:20
EXT STD IR 0.403 14:20
EXT STD EC 0.384 14:20
AIR BLANK 0.000 14:22
EXT STD IR 0.404 14:23
EXT STD EC 0.383 14:23
AIR BLANK 0.000 14:25
EXT STD IR 0.404 14:25
EXT STD EC 0.382 14:25
AIR BLANK 0.000 14:27
EXT STD IR 0.404 14:27
EXT sTD EC 0.381 14:27
AIR BLANK 0.000 14:29
EXT STD IR 0.405 14:30
EXT STD EC 0.382 14:30
AIR BLANK 0.000 14:32
EXT STD IR 0.404 14:32
EXT STD EC 0.380 14:32
AIR BLANK 0.000 14:34
EXT STD IR 0.406 14:35
EXT STD EC 0.383 14:35
AIR BLANK 0.000 14:37
EXT STD IR 0.405 14:37
EXT STD EC 0.380 14:37
AlIR BLANK 0.000 14:39
EXT STD IR 0.404 14:39
EXT STD EC 0.380 14:39
AlR BLANK 0.000 14:40
DIAGNOSTIC OK - 14:41

AKX K AKX KK AR KKK KKK TR XKL & Ak




