TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0076

BATCH D00001




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

.DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermi: DR4968 DR4968
Batch#: D00001 D00001
Reference Value: 0.0090  0.0090
0.012 0.013
0.011 0.011
0.011 0.010
0.010 0.010
0.010 0.010
0.010 0.010
. 0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
Mean: 0.0104 0.0104
SD: 0.0007 0.0010
Bias %: 15.56 15.56
CV %: 6.73 9.62
Mean-Ref. Value Difference: 0.0014 0.0014
Conr ZW-«—-—— 9-25-/3
NAME OFTECHNICIAN PERFORMING TESTS DATE
VY
Fow B o253
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

KAk AKX A EKRKRK X kA KK R AKX KKK K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO. : 00173
DATE: 09/25/2013

KA AR KRR KRK X KAL & & A A* o x &%k KX

SUPERVISOR TEST

k ok ok K ok ok k kKK K Kk Rk ok ok kAKX KX KKK

g/210L T IME

DIAGNOSTIC OK 13:15
AIR BLANK 0.000 13:15
EXT STD IR 0.012 13:15
EXT STD EC 0.013 13:15
AlR BLANK 0.000 13:17
EXT STD IR 0.011 13:17
EXT STD EC 0.011 13:17
AlR BLANK 0.000 13:18
EXT STD IR 0.011 13:19
EXT STD EC 0.010 13:19
AIR BLANK 0.000 13:20
EXT STD IR 0.010 13:20
EXT STD EC 0.010 13:20
AIR BLANK 0.000 13:22
EXT STD IR 0.010 13:22
EXT STD EC 0.010 13:22
AlR BLANK 0.000 13:23
EXT STD IR 0.010 13:24
EXT STD EC 0.010 13:24
AIR BLANK 0.000 13:25
EXT STD IR 0.010 13:25
EXT STD EC 0.010 13:25
AIR BLANK 0.000 13:26
EXT STD IR 0.010 13:27
EXT STD EC 0.010 13:27
AIR BLANK 0.000 13:28
EXT STD IR 0.010 13:29
EXT STD EC 0.010 13:29
AlIR BLANK 0.000 13:30
EXT sTD IR 0.010 13:30
EXT STD EC 0.010 13:30
AIR BLANK 0.000 13:31
DIAGNOSTIC OK 13:31

k k kA k ok k k k k kK k A& kK Kk Kk KKKk KKk K

OPEHATozggi?NATURE:
%//};__—\__




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/30/2013

I/R E/C

Simulator #: DR4990 DR4990
Sim Thermit: DR4990 DR4990
Batchi#: D00001 D00001
Reference Value: 0.0020 0.0090

0.011 0.009

0.010 0.009

0.010 0.009

0.010 0.009

0.010 0.009

0.010 0.009

0.010 0.009

0.010 0.009

0.010 0.009

0.009 0.009
Mean: 0.0100 0.0090
SD: 0.0005 0.0000

Bias %: 11.11 0.00

CV %: 5.00 0.00

Mean-Ref. Value Difference: 0.0010 0

L L 9izeoy3

NAME OF TECHNICIAN PERFORMING TESTS

Soon Do

DATE

#2515

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

ﬁ*t*ﬁﬁ*Lonla*a«tti**kia**

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO. : 00187
DATE : 09/30/2013

LA S EEEEEEREEEEEEREEE RN

SUPERVISOR TEST

hok ok ok ok ok k kKKK R A KK KKK R KKK R K

g/210L TIME

DIAGNOSTIC OK 12:22
AIR BLANK 0.000 12:22
EXT sTD IR 0.011 12:23
EXT STD EC 0.009 12:23
AlIR BLANK 0.000 12:24
EXT STD IR 0.010 12:25
EXT STD EC 0.009 12:25
AlIR BLANK 0.000 12:26
EXT STD IR 0.010 12:26
EXT STD EC 0.009 12:26
AIR BLANK 0.000 12:27
EXT STD IR 0.010 12:28
EXT STD EC 0.009 12:28
AlR BLANK 0.000 12:29
EXT STD IR 0.010 12:29
EXT STD EC 0.009 12:29
AlR BLANK 0.000 12:31
EXT STD IR 0.010 12:31
EXT STD EC 0.009 12:31
AIR BLANK 0.000 12:32
EXT STD IR 0.010 12:33
EXT STD EC 0.009 12:33
AIR BLANK 0.000 12:34
EXT STD IR 0.010 12:34
EXT STD EC 0.009 12:34
AlIR BLANK 0.000 12:35
EXT STD IR 0.010 12:36
EXT STD EC 0.009 12:36
AlIR BLANK 0.000 12:37
EXT STD IR 0.009 12:37
EXT STD EC 0.009 12:37
AIR BLANK 0.000 12:38
DIAGNOSTIC OK 12:38

AR K kK ok k kK Rk Kk Ak Kk kok K KA KK &




METHOD VALIDATION DRAEGER ALCOTEST 9510

'DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR49%0 DR4990
Sim Thermi: DR4990 DR4930
Batch#: D00001 D00001
Reference Value: 0.0090 0.0090
0.011 0.010
0.011 0.010
0.011 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.011 0.010
0.010 0.010
0.010 0.010
Mean: 0.0104 . 0.0100
SsD: 0.0005 0.0000
Bias %: 15.56 11.11
CV %: 4.81 0.00
Mean-Ref. Value Difference: 0.0014 0.001

/e~/-173

NAME OF TECHNICIAN PERFORMING TESTS

%m DAE et

DATE

i 2513

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DRY9 9o

XA K Kk kXX KAKAAXXRRKERA AKX X %

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO. : 00197
DATE : 10/01/2013

*i***t*i{t***it*ti*****tt

SUPERVISOR TEST

AR R ok Kk R kKRR A kAR AR KRR K kR &

g/210L TIME

DIAGNOSTIC OK 10:19
AIR BLANK 0.000 10:19
EXT STD IR 0.011 10:20
EXT STD EC 0.010 10:20
AIR BLANK 0.000 10:21
EXT STD IR 0.011 10:21
EXT STD EC 0.010 10:21
AIR BLANK 0.000 10:23
EXT STD IR 0.011 10:23
EXT STD EC 0.010 10:23
AIR BLANK 0.000 10:24
EXT STD IR 0.010 10:25
EXT STD EC 0.010 10:25
AIR BLANK 0.000 10:26
EXT STD IR 0.010 10:26
EXT STD EC 0.010 10:26
AlIR BLANK 0.000 10:28
EXT STD IR 0.010 10:28
EXT 8TD EC 0.010 10:28
AlIR BLANK 0.000 10:29
EXT STD IR 0.010 10:30
EXT STD EC 0.010 10:30
AIR BLANK 0.000 10:31
EXT STD IR 0.011 10:31
EXT sSTD EC 0.010 10:31
AIR BLANK 0.000 10:33
EXT STD IR 0.010 10:33
EXT STD EC 0.010 10:33
AIR BLANK 0.000 10:34
EXT STD IR 0.010 10:35
EXT STD EC 0.010 10:35
AIR BLANK 0.000 10:35
DIAGNOSTIC OK 10:36

ok kK AA K RN K AR XK A AAXKNERR K&

OPERA SIGNATURE :
=




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Thermi: DR4990 DR4990
Batch#: Do0001 D00001
Reference Value: 0.0090 0.0090
0.010 0.009
0.010 0.009 -
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
. 0.010 0.009
0.010 0.009
Mean: 0.0100 0.0090
SD: 0.0000 0.0000
Bias %: 11.11 0.00
CV %: 0.00 0.00
Mean-Ref. Value Difference: 0.0010 0
o o
, [e-7-1%
NAME OF TECHNICIAN PERFORMING TESTS DATE
“@f%/m 0 Brer Je=2s13
NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DR U T

Ak EE R KR KA K KKK KK X AARKE KA FK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0076
TEST NO. : 00206
DATE : 10/07/2013

Kk hkkxk kA KKk KEKKKXKKAXEKXX Xk XX

SUPERVISOR TEST

Kk kR R KK RHKKER KX KA ARKKEKKKEK

gl 210L TIME

DIAGNOSTIC OK 08:02
AIR BLANK 0.000 08:02
EXT STD IR 0.010 08:03
EXT STD EC 0.009 08:03
AIR BLANK 0.000 08:04
EXT STD IR 0.010 08:05
EXT STD EC 0.009 08:05
AIR BLANK 0.000 08:06
EXT STD IR 0.010 08:06
EXT STD EC 0.009 08:06
AIR BLANK 0.000 08:07
EXT STD IR 0.010 08:08
EXT STD EC 0.009 08:08
AIR BLANK 0.000 08:09
EXT STD IR 0.010 08:09
EXT STD EC 0.009 08:09
AlR BLANK 0.000 08:11
EXT STD IR 0.010 08:11
EXT $TD EC 0.009 08:11
AIR BLANK 0.000 08:12
EXT STD IR 0.010 08:13
EXT STD EC 0.009 08:13
AIR BLANK 0.000 08:14
EXT STD IR 0.010 08:14
EXT STD EC 0.009 08:14
AIR BLANK 0.000 08:15
EXT STD IR 0.010 08:16
EXT STD EC 0.0098 08:16
AIR BLANK 0.000 08:17
EXT STD IR 0.010 08:18
EXT STD EC 0.009 08:18
AIR BLANK 0.000 08:18
DIAGNOSTIC OK 08:19

KAk kK kA K XA KKK KK I AXEKF KK KA

O%SI TURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Therm#: DR4990 DR4990
Batchi#: D0000T D00001
Reference Value: 0.0090 0.0090
0.011 0.010

'0.011 0.010

0.010 0.010

0.011 0.010

0.011 0.010

0.011 ‘i 0.010

0.011 0.010

0.011 0.010

0.011 0.010

0.011 0.010
Mean: = 0.0109 0.0100
SD: 0.0003 - 0.0000

Bias %: 21.11 11.11

CV %: 2.75 0.00

Mean-Ref, Value Difference: 0.0019 0.001

%'/g—" /=113

NAME OF TECHNICIAN PERFORMING TESTS DATE

M//m 0. /072573

NAME OF TECHNICIAN REVIEWING RESULTS DATE

iﬁ#‘i{ﬂtki!ﬂkt\*jij***ixi*ti

WASHINGTON
ALCOTEST 9510

SERIAL NO.:. * ARAH-0076
TEST NO. : 00216
DATE : 10/14/2013

Ak kK kK k Kk ok kKK A KKK A KKK koA kK

SUPERVISOR TEST

Bk kK kAK RKk KKK Kk Ak KK KK KK KK

g/210L TIME

DIAGNOSTIC OK 10:59
AlIR BLANK 0.000 10:59
EXT STD IR 0.011 10:59
EXT STD EC 0.010 10:59
AlIR BLANK 0.000 11:01
EXT STD IR 0.011 11:01
EXT STD EC 0.010 11:01
AlIR BLANK 0.000 11:02
EXT sSTD IR 0.010 11:038
EXT STD EC 0.010 11:03
AlIR BLANK 0.000 11:04
EXT sTD IR 0.011 11:04
EXT STD EC 0.010 11:04
AIR BLANK 0.000 11:05
EXT STD IR 0.011 11:06
EXT STD EC 0.010 11:06
AIR BLANK 0.000 11:07
EXT STD IR 0.011 11:08
EXT STD EC 0.010 11:08
AlR BLANK 0.000 11:09
EXT STD IR 0.011 11:09
EXT STD EC 0.010 11:09
AlR BLANK 0.000 11:10
EXT STD IR 0.011 11:11
EXT STD EC 0.010 11:11
AIR BLANK 0.000 11:12
EXT sTD IR 0.011 11:12
EXT STD EC 0.010 11:12
AIR BLANK 0.000 11:14
EXT STD IR 0.011 11:14
EXT STD EC 0.010 11:14
AIR BLANK 0.000 11:15
DIAGNOSTIC OK 11:15
*

Kk Kk kok Aok kok R Xk kK KKK K

DPERATSEZ S1G =




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0076

BATCH D00002




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4990 'DR4990
Sim Thermit: DR4990 DR4990
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147
0.015 0.015
0.015 0.015
0.015 0.015
0.015 0.015
0.015 0.015
0.015 0.015
0.015 0.015
0.015 0.015
i 0.015 0.015 -
0.015 0.015
Mean: 0.0150 0.0150
SD: 0.0000 0.0000
* Bias %: 2.04 2.04
CV %: 0.00 0.00
Mean-Ref. Value Difference: 0.0003 0.0003
NAME OF/FECHNICIAN. PERFORMING TESTS .DATE
%ﬂ O/g/&m-z 25713
NAME OF TECHNICIAN REVIEWING RESULTS DATE

Xk KKKk KKk KR KRKKX KK KKK KRK A kK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO.: 00175
DATE:: 09/25/2013

Kok ok ok Rk Rk ok ok kk Kk Kk KKkKKKNKKK KK

SUPERVISOR TEST

Aok kAR RKk KKK KAKRKKAXKE XX R XX

g/210L TIME

DIAGNOSTIC OK 13:53
AlR BLANK 0.000 13:53
EXT STD IR 0.015 13:53
EXT STD EC 0.015 13:53
AlR BLANK 0.000 13:54
EXT STD IR 0.015 13:55
EXT STD EC 0.015 13:55
AlR BLANK 0.000 13:56
EXT STD IR 0.015 13:56
EXT STD EC 0.015 13:56
AlIR BLANK 0.000 13:58
EXT STD IR 0.015 13:58
EXT STD EC 0.015 13:58
AlR BLANK 0.000 13:59
EXT STD IR 0.015 14:00
EXT STD EC 0.015 14:00
AIR BLANK 0.000 14:01
EXT STD IR 0.015 14:02
EXT STD EC 0.015 14:02
AlIR BLANK 0.000 14:03
EXT STD IR 0.015 14:03
EXT STD EC 0.015 14:03
AIR BLANK 0.000 14:05
EXT STD IR 0.015 14:05
EXT STD EC 0.015 14:05
AlR BLANK 0.000 14:06
EXT STD IR 0.015 14:07
EXT STD EC 0.015 14:07
AlR BLANK 0.000 14:08
EXT STD IR 0.015 14:08
EXT STD EC 0.015 14:08
AlR BLANK 0.000 14:09
DIAGNOSTIC OK 14:10

KK KK KRk dk ok ok ok ok ok XKk ok kA KKKk ok ok kK

OZE/&TOR SIGNATURE :
s ™




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/30/2013

. I/R E/C
Simulator #: DR4990 DR4990
Sim Therm#: DR4990 " DR4990
Batchi#: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
Mean: 0.0140 ) 0.0140
SD: 0.0000 0.0000
Bias %: -4.76 -4.76
CV %: 0.00 ' 0.00
Mean-Ref. Value Difference: -0.0007 -0.0007

%/%/\—/ 7-32-/3

NAME OF TECHNTCIAN PERFORMING TESTS DATE
Y amm Oﬁ/u,m /67257/3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRY99>

Ak kAR kAR KKK KK KK AKKIE X KR

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0076
TEST NO. : 00188
DATE: 09/30/2013

kk*k*tk*ﬁﬂﬁ#k***tt*iiiii

SUPERVISOR TEST

AAK KRR AK KKK KF K K KA XNR AKX

g/210L TIME

DIAGNOSTIC OK 12:58
AIR BLANK 0.000 12:58
EXT STD IR 0.014 12:59
EXT STD EC 0.014 12:59
AIR BLANK 0.000 13:00
EXT STD IR 0.014 13:01
EXT STD EC 0.014 13:01
AIR BLANK 0.000 13:02
EXT STD IR 0.014 13:02
EXT STD EC 0.014 13:02
AIR BLANK 0.000 13:04
EXT STD IR 0.014 13:04
EXT STD EC 0.014 13:04
AIR BLANK 0.000 13:05
EXT STD IR 0.014 13:06
EXT STD EC 0.014 13:06
AIR BLANK 0.000 13:07
EXT STD IR 0.014 13:07
EXT STD EC 0.014 13:07
AIR BLANK 0.000 13:09
EXT STD IR 0.014 13:09
EXT STD EC 0.014 13:09
AIR BLANK 0.000 13:10
EXT STD IR 0.014 13:11
EXT STD EC 0.014 13:11
AlR BLANK 0.000 13:12
EXT STD IR 0.014 13:12
EXT STD EC 0.014 13:12
AIR BLANK 0.000 13:14
EXT STD IR 0.014 13:14
EXT STD EC 0.014 13:14
AIR BLANK 0.000 13:15
DIAGNOSTIC OK 13:15

*tt******kik#tkﬁitlt**ﬁn

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Therm#: DR4990 . DR4990
Batcht#: D00002 ' D00002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.015 - 0.014
0.015 0.014
0.015 0.014
0.015 0.014
. \ 0.015 0.014
0.015 0.014
Mean: 0.0146 0.0140
SD: 0.0005 ’ 0.0000
-Bias %: -0.68 -4.76
CV %: 3.42 0.00
Mean-Ref. Value Difference: -0.0001 -0.0007

éfﬁ%;;j,/ziéz;f;¥—_-— fe> =113

NAME OF TECHNICIAN PERFORMING TESTS DATE
izéiiq (QJEg/Zoax/ : /4-25-13
NAME OF TECHNICIAN REVIEWING RESULTS DATE '

DRHT1e

Kk h AR kAR A KRK K AT KA KKK AKX AR KK

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO. : 00198
DATE: 10/01/2013

Gk kR Rk ok ok kA KK R Kk KK KKKXK KK KK

SUPERVISOR TEST

XKk A KK AKX XK K EKAKX KKK KX AKXR

g/210L TIME

DIAGNOSTIC OK 10:53
AIR BLANK 0.000 10:53
EXT STD IR 0.014 10:53
EXT STD EC 0.014 10:53
AIR BLANK 0.000 10:55
EXT STD IR 0.014 10:55
EXT STD EC 0.014 10:55
AIR BLANK 0.000 10:56
EXT STD IR 0.014 10:57
EXT STD EC 0.014 10:57
AIR BLANK 0.000 10:58
EXT STD IR 0.014 10:58
EXT STD EC 0.014 10:58
AIR BLANK 0.000 11:00
EXT STD IR 0.015 11:00
EXT STD EC 0.014 11:00
AR BLANK 0.000 11:01
EXT STD IR 0.015 11:02
EXT STD EC 0.014 11:02
AIR BLANK 0.000 11:03
EXT STD IR 0.015 11:04
EXT STD EC 0.014 11:04
AIR BLANK 0.000 11:05
EXT STD IR 0.015 11:05
EXT STD EC 0.014 11:05
AIR BLANK 0.000 11:07
EXT STD IR 0.015 11:07
EXT STD EC 0.014 11:07
ATR BLANK 0.000 11:08
EXT STD IR 0.015 11:09
EXT STD EC 0.014 11:09
AIR BLANK 0.000 11:09
DIAGNOSTIC OK 11:10
itit**t*t*t*ktt***t*w***

0% SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: ' DR4990 DR4990
Sim Thermi: DR4990 DR4990
Batchit: - - D00002 D00002
Reference Value: 0.0147 0.0147

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.015 0.014

0.014 0.014

0.015 0.014

0.015 . 0.014

Mean: 0.0143- 0.0140

SD: 0.0005 0.0000

Bias %: -2.72 -4.76

CV %: 3.50 0.00
Mean-Ref. Value Difference: -0.0004 -0.0007

_%/ /7@@ (2713

NAME OF TECHNICIAN PERFORMING TESTS DATE
p / R
%fn P Ben_ /0725 3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

D Rl o)

KA A RAKAXR AR KK X XK AKX *X I K XK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO. : 00207
DATE : 10/07/2013

Ak ok k kR Ak k AA KK AKKEXKK* K o*I*K

SUPERVISOR TEST

Ak ok Ak Ak k R KRK KKK X XK KKK AKX

al/2i0L TI1ME

DIAGNOSTIC OK 08:49
AIR BLANK  0.000 08:49
EXT STD IR 0.014 08:50
EXT STD EC 0.014 08:50
AIR BLANK  0.000 08:51
EXT STD IR 0.014 08:51
EXT STD EC 0.014 08:51
AIR BLANK 0.000 08:53
EXT STD IR 0.014 08:53
EXT STD EC 0.014 08:53
AIR BLANK 0.000 08:54
EXT STD IR 0.014 08:55
EXT STD EC 0.014 08:55
AIR BLANK  0.000 08:56
EXT STD IR 0.014 08:56
EXT STD EC 0.014 08:56
AIR BLANK 0.000 08:58
EXT STD IR 0.014 08:58
EXT STD EC 0.014 08:58
AIR BLANK  0.000 08:59
EXT STD IR 0.015 09:00
EXT STD EC 0.014 09:00
AIR BLANK  0.000 09:01
EXT STD IR 0.014 09:01
EXT STD EC 0.014 09:01
AIR BLANK  0.000 09:03
EXT STD IR 0.015 09:03
EXT STD EC 0.014 09:03
AIR BLANK 0.000 09:04
EXT STD IR 0.015 09:05
EXT STD EC 0.014 09:05
AIR BLANK 0.000 09:05
DIAGNOSTIC OK 09:06

IEEEEE R ERERESEE TS

OP!E%A w;




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/14/2013

| IR | E/C
Simulator #: DR4990 DR4990
Sim Thermi#: DR4990 DR4990
Batchi: ’ D00002 Do0002
Reference Value: 0.0147 0.0147
0.015 0.014
.0.015 0.015
0.015 0.015
0.015 0.015
0.015 0.015
0.015 0.015
0.015 0.015
0.015 0.015
.; 0.015 0.015
0.015 0.015
Mean: 0.0150 0.0149
SD: 0.0000 0.0003
Bias %: 2.04 1.36
CV %: 0.00 2.01
Mean-Ref. Value Difference: 0.0003 0.0002

r oz jo-19-12

NAME OF TECHNICIAN PERFORMING TESTS DATE

%m 0briin, l0-2573

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR Y93

AEKE KKK kKK AKX XK AT XK AR K KR

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076

‘TEST NO. : 00217

DATE : 10/14/2013

F AR Kk ok ok ok k ok kA Kk A AKAKK KK R R %

SUPERVISOR TEST

kA kA kAR KKK KA KKK IR KX K K KKK

g/210L T IME
DIAGNOSTIC OK :

11:
AlIR BLANK 0.000 11:28
EXT STD IR 0.015 11:28
EXT STD EC 0.014 11:28
AIR BLANK 0.000 11:30
EXT sSTD IR 0.015 11:30
EXT STD EC 0.015 11:30
AIR BLANK 0.000 11:31
EXT STD IR 0.015 11:32
EXT STD EC 0.015 11:32
AIR BLANK 0.000 11:33
EXT STD IR 0.015 11:34
EXT STD EC 0.015 11:34
AIR BLANK 0.000 11:35
EXT sTD IR 0.015 11:35
EXT STD EC 0.015 11:35
AlIR BLANK 0.000 11:37
EXT STD IR 0.015 11:37
EXT STD EC 0.015 11:37
AlR BLANK 0.000 11:38
EXT STD IR 0.015 11:39
EXT STD EC 0.015 11:39
AlIR BLANK 0.000 11:40
EXT STD IR 0.015 11:40
EXT STD EC . 0.015 11:40
AlR BLANK 0.000 11:42
EXT STD IR 0.015 11:42
EXT STD EC 0.015 11:42
AlR BLANK 0.000 11:43
EXT STD IR 0.015 11:44
EXT STD EC 0.015 11:44
AIR BLANK 0.000 11:44
DIAGNOSTIC OK 11:45
* %

Rk Ak k Ak ok ok ok R Ak R KKK K * &k &

OPERATOR~ S| GNATURE :
S -




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
‘ ARAH-0076

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076
DATE OF TESTS: 9/25/2013

I/R E/C o

Simulator #: _ DR4968 DR4968 DRL\cie
Sim Therm##: ~ DR4968 DR4968 8
BatCh#: D00003 []00003 k*i*xt*&;g;;aé;éh}kﬁ*ilz*
Reference Value: 0.0204 0.0204 ALCOTEST 9510
' 0.019 0.019 SERIAL NO.: - ARAH-0076
TEST NO. : 00176
0.019 0.019 DATE 09/25/2013
0-019 kii*i**tkk*t*tk*lii’**it*
0.019 b6 SUPERVISOR TEST
0-019 % - ttik***ﬁ*tt!***ktk*lki**
g/210L T IME
0.019 0.019 DIAGNOSTIC OK 14:14
0.019 0.019 AIR BLANK  0.000 14:15
' EXT STD IR 0.019 14:15
0.019 0.019 EXT STD EC 0.019 14:15
0.019 AIR BLANK  0.000 14:1¢
0.019 : . EXT STD IR 0.019 14:17
0019 ; 0.019 EXT STD EC 0.019 14:17
: . AIR BLANK  0.000 14:18
0.019 0.019 . EXT STD IR 0.019 14:18
EXT STD EC 0.019 14:18
Mean: 0.0120 0.0190 AIR BLANK 0.000 14:20
EXT STD IR 0.019 14:20
SD: 0.0000 0.0000 EXT STD EC  0.019 14:20
. Riga 0/ F -6.86 AIR BLANK  0.000 14:21
Bias %: 6.88 EXT STD IR 0.019 14:22
CV %: 0.00 0.00 EXT STD EC 0.019 14:22
AIR BLANK 0.000 14:23
Mean-Ref. Value Difference: -0.0014 -0.0014 EXT STD IR 0.019 14.24
EXT STD EC 0.019 14:24
AIR BLANK  0.000 14:25
EXT STD IR 0.019 14:25
EXT STD EC 0.019 14:25
} AIR BLANK 0.000 14:27
. EXT STD IR 0.019 14:27
/ _ EXT STD EC 0.019 14:27
B ' T = AIR BLANK 0.000 14:28
é%/ /Zé/ 7-2=-1% EXT STD IR 0.019 14:29
- DATE EXT STD EC 0.019 14:29
NAME OF TECANICIAN PERFORMING TESTS 7 't g 5 hoe A an
/ r EXT STD IR 0.019 14:31
" EXT STD EC 0.019 14:31
, : il AIR BLANK  0.000 14:31
/W 0/6’154— /072 L DIAGNOSTIC OK 14:32
NAME OF TECHNICIAN REVIEWING RESULTS DATE . OPE R SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/30/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Thermit: DR4990 DR4930
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204
0.020 0.019
0.020 0.019
0.021 0.020
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
- 0.020 0.020
' 0.020 0.020
0.020 0.020
Mean: 0.0201 0.0198
SD: 0.0003 0.0004
Bias %: -1.47 -2.94
CV %: 1.49 - 2.02
Mean-Ref. Value Difference: -0.0003 -0.0006

=

7253

NAME OF TECHNICIAN PERFORMING TESTS

DATE

/0 ’fo’/’j

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

O Y990
K * Kk A K ¥ A R kX KK A K XK A KoKk R
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO. : 00189
DATE : 09/30/2013

AR A E RN EEEREE R EREES SR

SUPERVISOR TEST

B KK R Kk kK kK Ak AKX R AKKXKEKAN K K K

g/210L TIME

DIAGNOSTIC OK 13:36
AlIR BLANK 0.000 13:36
EXT STD IR 0.020 13:36
EXT STD EC 0.019 13:36
AIR BLANK 0.000 13:37
EXT sTD IR 0.020 13:38
EXT STD EC 0.019 13:38
AlR BLANK 0.000 13:39
EXT STD IR 0.021 13:39
EXT sTD EC 0.020 13:39
AIR BLANK 0.000 13:41
EXT STD IR 0.020 13:41
EXT STD EC 0.020 13:41
AIR BLANK 0.000 13:43
EXT STD IR 0.020 13:43
EXT STD EC 0.020 13:43
AIR BLANK 0.000 13:44
EXT STD IR 0.020 13:45
EXT STD EC 0.020 13:45
AIR BLANK 0.000 13:46
EXT STD IR 0.020 13:46
EXT STD EC 0.020 13:46
AIR BLANK 0.000 13:48
EXT STD IR 0.020 13:48
EXT STD EC 0.020  13:48
AIR BLANK 0.000 13:49
EXT STD IR 0.020 13:50
EXT STD EC 0.020 13:50
AlIR BLANK 0.000 13:51
EXT STD IR 0.020 13:52
EXT STD EC 0.020 13:52
AIR BLANK 0.000 13:52
DIAGNOSTIC OK 13:53

ok okok Kk kR kK kK K R K A A ok R ok K R R AR K A K

OWSIGNATURE:
T
=P




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Thermi#: DR4990 DR4990
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204
0.020 0.019
0.020 0.019
0.021 0.019
0.021 0.020
0.021 0.020
0.021 0.020
0.020 0.020
0.021 0.020
0.021 0.020
0.021 0.020
Mean: 0.0207 0.0197
SD: 0.0005 0.0005
Bias %: 1.47 -3.43
CV %: 2.42 2.54
Mean-Ref. Value Difference: 0.0003 -0.0007
=
ifor *——— __o/3
NAME OF TECHNICIAN PERFORMING TESTS DATE
%x)« /) %&MM /9" 25713
NAME OF TECHNICIAN REVIEWING RESULTS DATE

PrRYAq O

kA Ak kK k ok kAKX KX A K A KKRXK KK KR

WASH INGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO. : 00199
DATE: 10/01/2013

kT k kK k kK kk KK Kk ok ok ok ok ok k ok ok ok ok kA

SUPERVISOR TEST

Kk ok ok Ak K kA A Kk K K& kA KK KKK KK KK

g/210L TIME
DIAGNOSTIC OK 11:24
AIR BLANK 0.000 11:24
EXT STD IR 0.020 11:25-
EXT STD EC 0.019 11:25
AIR BLANK 0.000 11:26
EXT STD IR 0.020 11:26
EXT STD EC 0.019 11:26
AlIR BLANK 0.000 11:28
EXT STD IR 0.021 11:28
EXT STD EC 0.019 11:28
AIR BLANK 0.000 11:29
EXT STD IR 0.021 11:30
EXT STD EC 0.020 11:30
AIR BLANK 0.000 11:31
EXT STD IR 0.021 11:32
EXT $TD EC 0.020 11:32
AIR BLANK 0.000 11:33
EXT sTD IR 0.021 11:33
EXT STD EC 0.020 11:33
AlIR BLANK 0.000 11:35
EXT STD IR 0.020 11:35
EXT STD EC 0.020 11:35
AlIR BLANK 0.000 11:36
EXT sTD IR 0.021 11:37
EXT STD EC 0.020 11:37
AIR BLANK 0.000 11:38
EXT STD IR 0.021 11:39
EXT sTD EC 0.020 11:39
AIR BLANK 0.000 11:40
EXT STD IR 0.021 11:40
EXT STD EC 0.020 11:40
AlR BLANK 0.000 11:41
DIAGNOSTIC OK 11:42

Ak R Ak Rk ok KKk K AR KKk AKX KK KKK K

OPERAT | GNATURE :
<
" 2




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4990 7 DR4990
Sim Thermi#: ' DR4990 DR4990
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204
0.020 0.019
0.020 0.019
0.020 - 0.020
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
Mean: 0.0200 0.0198
SD: 0.0000 ) 0.0004
Bias %: -1.96 -2.94
CV%:  0.00 2.02
Mean-Ref. Value Difference:  -0.0004 . -0.0006

/Zfﬁ;ﬁ feo-7-(3

NAME OF TECHNICIAN PERFORMING TESTS DATE

A B 1925713

Pl el

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRUYe

kK kX A K K AKX K KKK KX KK kok KK KX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO.: 00208
DATE : 10/07/2013

Ak kK kA Kk Kk kKkkkk KRk khk AKX KKK

SUPERVISOR TEST

XX kX KAk kXK KKK KKK KKK X Rk kKK

g/210L TIME

DIAGNOSTIC OK 10:02
AlR BLANK 0.000 10:02
EXT STD IR 0.020 10:02
EXT STD EC 0.019 10:02
AlIR BLANK 0.000 10:04
EXT STD IR 0.020 10:04
EXT STD EC 0.019 10:04
AIR BLANK 0.000 10:05
EXT sTD IR 0.020 10:06
EXT STD EC '0.020 10:06
AIR BLANK 0.000 10:07
EXT STD IR 0.020 10:07
EXT STD EC 0.020 10:07
AIR BLANK 0.000 10:09
EXT STD IR 0.020 10:09
EXT STD EC 0.020 10:09
AIR BLANK 0.000 10:10
EXT STD IR 0.020 10:11
EXT STD EC 0.020 10:11
AIR BLANK 0.000 10:12
EXT 8TD IR 0.020 10:13
EXT STD EC 0.020 10:13
AIR BLANK 0.000 10:14
EXT STD IR 0.020 10:14
EXT STD EC 0.020 10:14
AIR BLANK 0.000 10:16
EXT STD IR 0.020 10:16
EXT STD EC 0.020 10:16
AlR BLANK 0.000 10:17
EXT STD IR 0.020 10:18
EXT STD EC 0.020 10:18
AlIR BLANK 0.000 10:18
DIAGNOSTIC OK 10:19

kA k kR Kk KKk KK KK AR KA KKKKK &K KK

OPERA SIGNATUHEﬁ




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076
DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Therm#: DR4990 DR4990
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204
‘ 0.021 0.019
' 0.020 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
Mean: 0.0209 0.0199
SD: 0.0003 0.0003
Bias %: 2.45 -2.45
CV %: 1.44 1.51
Mean-Ref. Value Difference: 0.0005 -0.0005
Fo v .. pemeltey3
NAME OF TECHNICIAN PERFORMING TESTS DATE
{4,,,, . Ao rrema f8 2513
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

ﬁ}kDﬂ;kH*i*jttit*kiti**t

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO. : 00218
DATE : 10/1472013

tttix****ktt**i***itiﬁ**

SUPERVISOR TEST

tk*t*kttk*tt*t*a***i*wt*

g/210L TIME

DIAGNOSTIC OK 11:56
AlIR BLANK 0.000 11:56
EXT STD IR 0.021 11:57
EXT STD EC 0.019 11:57
AlIR BLANK 0.000 11:58
EXT STD IR 0.020 11:59
EXT STD EC 0.020 11:59
AlR BLANK 0.000 12:00
EXT STD IR 0.021. 12:00
EXT STD EC 0.020 12:00
AlIR BLANK 0.000 12:02
EXT STD IR 0.021 12:02
EXT STD EC 0.020 12:02
AIR BLANK 0.000 12:03
EXT STD IR 0.021 12:04
EXT STD EC 0.020 12:04
AIR BLANK 0.000 12:05
EXT STD IR 0.021 12:.¢05
EXT STD EC 0.020 12:05
AIR BLANK 0.000 12:07
EXT STD IR 0.021 12:07
EXT STD EC 0.020 12:07
AIR BLANK 0.000 12:08
EXT STD IR 0.021 12:09
EXT STD EC 0.020 12:09
AIR BLANK 0.000 12:490
EXT STD IR 0.021 12:11
EXT STD EC 0.020 12:11
AIR BLANK 0.000 12:12
EXT STD IR 0.021 12:12
EXT STD EC 0.020 12:12
AIR BLANK 0.000 12:13
DIAGNOSTIC 0K 12:14

iﬁ**i*kttt**tgt*ﬁttttﬁa*

OPER R SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0076

BATCH D00004




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/25/2013

I/R  E/C - -
Simulator #: : DR4990 DR4990
Sim Thermé#: DR4990 DR4990 . Df\\\o\ﬁo e
Batchi: D00004 D00004 WASHINGTON
ALCOTEST 9510
Reference Value: 0.0408 0.0408
SERIAL NO. : ARAH-0076
0.039 0.039 TEST NO. : 00178
0.039 0.039 SUPERVISOR TEST
0.039 0.039 g/210L  TIME
_ DIAGNOSTIC OK 14:47
0.040 g:038 AlIR BLANK 0.000 14:48
0.040 0.039 EXT STD IR 0.039 14:48
5 EXT STD EC 0.039 14:48
0.040 ; 0.0 - AIR BLANK  0.000 14:49
0.040 0.040 EXT STD IR 0.039 14:50
: EXT STD EC 0.039 14:50
0.040 0.040 AIR BLANK 0.000 14:51
3 EXT STD IR 0.039 14:52
0.040 0.03 EXT STD EC 0.039 14:52
AIR BLANK 0.000 14:53
Mean: 0.0396 0.0392 EXT STD IR 0.039 14:53
sSD: 0.0005 0.0004 EXT STD EC 0.039 14:53
, Rk AIR BLANK 0.000 14:55
Bias %: -2.94 -3.92 EXT STD IR 0.040 14:55
EXT STD EC  0.039 14:55
CV %: 1.26 1.02 AIR BLANK 0.000 14:57
Mean-Ref. Value Difference: -0.0012- -0.0016 . Ei_}: g;g ég g ggg :gg;
AIR BLANK 0.000 14:59
EXT STD IR 0.040 14:59
EXT STD EC 0.039 14:59
AIR BLANK 0,000 15:00
EXT STD IR 0.040 15:01
EXT STD EC 0.040 15:01
- o . " AIR BLANK 0.000 15:02
/ ; . ~f EXT STD IR 0.040 15:03
Q&;{// /Z ? Z> 3 EXT STD EC 0.040 15:03
NAME OF TECHNICIAN PERFORMING TESTS DATE . AIR BLANK  0.000 15:04
EXT STD IR 0.040 15:04
. EXT STD EC 0.039 15:04
ik e s AIR BLANK 0.000 15:05
/ﬁ/f/” 0/ e 18" 2% /)’ DIAGNOSTIC OK 15: 06
: OPERATOR SIGNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE @/




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076
DATE OF TESTS: 9/30/2013

IR ElC

Simulator #: DR4990 DR4990

Sim Thermi#: DR4990 DR4990
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408
| 0.040 0.039
0.040 0.040
0.040 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 : 0.040
0.041 0.040
0.040 0.040
0.041 0.040

Mean: - 0.0406 0.0399

SD: 0.0005 0.0003
Bias %: -0.49 -2.21
CV %: 1.23 0.75

Mean-Ref. Value Difference: -0.0002 -0.0009

— 2
e 7-30-/3
NAME OF TECHNICIAN PERFORMING TESTS DATE

%/m /) %/Lm\_/ /B 2571

NAME OF TECHNICIAN REVIEWING RESULTS - DATE

DRYFI9>

KAk K ok Ak kA Kk K AKRKARR Nk KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076

TEST NO. : 00190
DATE : 09/30/2013

Kk KK Ak kR R KN R K R ok k kX kKK ok Ak ok

SUPERVISOR TEST

Kok ok ok kR ok Ak kK ok ok k kK K kK ok ok ok ok ok

g/210L TIME

DIAGNOSTIC OK 14:24
AlIR BLANK 0.000 14:24
EXT STD IR 0.040 14:25
EXT STD EC 0.039 14:25
AlIR BLANK 0.000 14:26
EXT STD IR 0.040 14:26
EXT STD EC 0.040 14:26
AlR BLANK 0.000 14:28
EXT STD IR 0.040 14:28
EXT STD EC 0.040 14:28
AIR BLANK 0.000 14:30
EXT STD IR 0.041 14:30
EXT STD EC 0.040 14:30
AlR BLANK 0.000 14:32
EXT STD IR 0.041 14:32
EXT STD EC 0.040 14:32
AIR BLANK 0.000 14:33
EXT STD IR 0.041 14:34
EXT STD EC 0.040 14:34
AIR BLANK 0.000 14:35
EXT STD IR 0.041 14:386
EXT STD EC 0.040 14:36
AIR BLANK 0.000 14:37
EXT STD IR 0.041 14:37
EXT STD EC 0.040 14:37
AIR BLANK 0.000 14:39
EXT STD IR 0.040 14:39
EXT STD EC 0.040 14:39
AIR BLANK 0.000 14:41
EXT STD IR 0.041 14:41
EXT STD EC 0.040 14:41
AIR BLANK 0.000 14:42
DIAGNOSTIC OK 14:42

KA K KR A KA K KRR KRk KRR K kKRR kK

OPERATOR S|GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

Simulator #:

Sim Thermi:
Batch#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 10/1/2013

I/R E/C
DR4990 DR4990
DR4990 DR4990
D00004 D00004
0.0408 0.0408

0.039 0.038
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039

0.041 0.039

0.041 0.039

0.041 0.040

0.041 0.040

0.041 0.040

0.0404 0.0392
0.0007 0.0006

-0.98 -3.92

1.73 1.53
-0.0004 -0.0016

AN

fer =l

NAME OF TECHNICIAN PERFORMING TESTS

v O %/5"“”‘“’

DATE

25713

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DRY 990

kAKX Kk kkok kK AEA KKK KKK EKKKAK KA

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO. : 00200
DATE : 10/01/2013

IEEEEEREEEEREEEEEERESEEESE]

SUPERVISOR TEST

Aok ok ok ok kA k kKKK R K KR KK AKK K KF K

a/210L TIME

DIAGNOSTIC OK 11:58
AIR BLANK 0.000 11:58
EXT STD IR 0.039 11:58
EXT STD EC 0.038 11:58
AIR BLANK 0.000 12:00
EXT STD IR 0.040 12:00 -
EXT STD EC 0.039 12:00
AIR BLANK 0.000 12:02
EXT STD IR 0.040 12:02
EXT STD EC 0.039 12:02
AlR BLANK 0.000 12:03
EXT STD IR 0.040 12:04
EXT STD EC 0.039 12:04
AlR BLANK 0.000 12:05
EXT STD IR 0.040 12:06
EXT STD EC 0.039 12:06
AIR BLANK 0.000 12:07
EXT STD IR 0.041 12:07
EXT STD EC 0.039 12:07
AlR BLANK 0.000 12:09
EXT STD IR 0.041 12:09
EXT STD EC 0.039 12:09
AlR BLANK 0.000 12:11
EXT STD IR 0.041 12:11
EXT STD EC 0.040 12:11
AIR BLANK 0.000 12:12
EXT STD IR 0.041 12:13
EXT STD EC 0.040 12:13
AIR BLANK 0.000 12:14
EXT STD IR 0.041 12:15
EXT STD EC 0.040 12:15
AIR BLANK 0.000 12:15
DIAGNOSTIC OK 12:16

IR E RS EEEEEEERE EEEEE TN

OPERA S1GNATURE :
/Z/":\_/l




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Thermit: DR4990 DR4990
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408
0.039 0.038
0.040 0.039
0.040 0.039
0.040 0.039
0.041 0.040
0.040 0.039
0.041 0.040
0.041 0.040
0.041 0.040
0.040 0.040
Mean: 0.0403 0.0394
. SD: 0.0007 0.0007
Bias %: -1.23 -3.43
CV %: 1.74 1.78
Mean-Ref. Value Difference: -0.0005 -0.0014
%&%\, /e -7-15
"NAME OF TECHNICIAN PERFORMING TESTS DATE
ﬁgﬂ 0 ﬁ lerr /o 25713
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

LRUY9e

A KK K kKA XA XK AR R AR A AR A kKR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO. : 00209
DATE : 10/07/2013

t**u*t*ik*ii#k**t***ttik

SUPERVISOR TEST

HE KKK kAR K KKK AR XN AKRK KK A AR K

g/210L TIME

DIAGNOSTIC OK 10:53
AlIR BLANK 0.000 10:53
EXT STD IR 0.039 10:54
EXT STD EC 0.038 10:54
AlR BLANK 0.000 10:55
EXT STD IR 0.040 10:56
EXT STD EC 0.039 10:56
AlR BLANK 0.000 10:57
EXT STD IR 0.040 10:58
EXT STD EC 0.039 10:58
AlR BLANK 0.000 10:59
EXT STD IR 0.040 10:59
EXT STD EC 0.039 10:59
AIR BLANK 0.000 11:01
EXT STD IR 0.041 11:01
EXT STD EC 0.040 11:01
AlIR BLANK 0.000 11:03
EXT STD IR 0.040 11:03
EXT STD EC 0.039 11:03
AIR BLANK 0.000 11:04
EXT STD IR 0.041 11:05
EXT STD EC 0.040 11:05
AIR BLANK 0.000 11:086
EXT STD IR 0.041 11:07
EXT STD EC 0.040 11:07
AIR BLANK 0.000 11:08
EXT STD IR 0.041 11:08
EXT STD EC 0.040 11:08
AIR BLANK 0.000 11:10
EXT STD IR 0.040 11:10
EXT STD EC 0.040 11:10
AlIR BLANK 0.000 11:11
DIAGNOSTIC OK 11:12

BRAR K &k ok KX A KK kA X K * KK

SIGNATURE :

- iy




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: " DR4990 DR4990
Sim Therm#: DR4990 DR4990
Batchi: - D00004 D00004
Reference Value: 0.0408 . 0.0408
0.042 - 0.040

0.042 ; 0.040

0.042 0.041

0.042 0.041

0.042 0.041

0.042 0.041

0.042 0.041

0.042 0.041

0.042 0.041

0.042 0.041
Mean: 0.0420 0.0408
SD; 0.0000 0.0004

Bias %: 2.94 ‘ 0.00

CV %: 0.00 0.98

Mean-Ref. Value Difference: 0.0012 0

o —— J= Y/ %

NAME OF TECHNICIAN PERFORMING TESTS DATE

_/g,,,{ D %/Lr/yu LA 283

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRU9Y

Bk kA kK X kR R XK KKK kKRR R RK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO. : 00219
DATE : 10/14/2013

KKK KKKk kkk KKK R X kk XKk HhKxX KK

SUPERVISOR TEST

Kk hhk &k kxkhXKEKKAKAxxKKAKKKK &

g/210L TIME

DIAGNOSTIC OK 12:29
AIR BLANK 0.000 12:30
EXT STD IR 0.042 12:30
EXT STD EC 0.040 12:30
AlIR BLANK 0.000 12:31
EXT STD IR 0.042 12:32
EXT sTD EC 0.040 12:32
AIR BLANK 0.000 12:33
EXT STD IR 0.042 12:34
EXT STD EC 0.041 12:34
AIR BLANK 0.000 12:35
EXT STD IR 0.042 12:35
EXT STD EC 0.041 12:35
AIR BLANK 0.000 12:37
EXT STD IR 0.042 12:37
EXT STD EC 0.041 12:37
AIR BLANK 0.000 12:39
EXT STD IR 0.042 12:39
EXT STD EC 0.041 12:39
AIR BLANK 0.000 12:41
EXT STD IR 0.042 12:41
EXT STD EC 0.041 12:41
AIR BLANK 0.000 12:42
EXT STD IR 0.042 12:43
EXT STD EC 0.041 12:43
AlIR BLANK 0.000 12:44
EXT STD IR 0.042 12:45
EXT STD EC 0.041 12:45
AIR BLANK 0.000 12:46
EXT STD IR 0.042 12:47
EXT STD EC 0.041 12:47
AIR BLANK 0.000 12:47
DIAGNOSTIC OK 12:48

LR R R R E R

D% SIGNATURE:
;Z// - -

b




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0076

BATCH D0O000S




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/25/2013

“1/R E/C
Simulator #: DR4968 DR4968
Sim Therm#t: DR4968 DR4968
Batch#: D00005 D00005
Reference Value: 0.0804 0.0804
0.078 0.078
0.077 0.077
0.078 0.077
0.077 0.077
0.078 0.077
0.078 0.077
0.078 0.078
0.078 0.078 .
0.079 0.078
0.078 0.078
Mean: 0.0779 0.0775
 sD: 0.0006 0.0005
Bias %: 3.1 -3.61
CV %: 0.77 0.65
Mean-Ref, Value Difference: -0.0025 -0.0029
e Pt
% _
{E;4é%i%25“iﬁffzé;;,ﬂf*”;_“\___,d—’ i?'.iis%— /j?
NAME OF TECHNICIAN PERFORMING TESTS DATE
T a/j:m fo-25713
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRLIER

KRR KKK K KKK KK KRR AR KKK Kok kK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO.: 00180
DATE: 09/25/2013

Aok k k KAk XKKKKK A kKR XKKKAX KX * %

SUPERVISOR TEST

A ok k kK Rk kR kK kR ok Ak koA ok kKK KKK KA KK

g/210L TIME

DIAGNOSTIC OK 15:26
AIR BLANK 0.000 15:26
EXT STD IR 0.078 15:27
EXT STD EC 0.078 15:27
AIR BLANK 0.000 15:28
EXT STD IR 0.077 15:29
EXT STD EC 0.077 15:29
AIR BLANK 0.000 15:30
EXT STD IR 0.078 15:30
EXT STD EC 0.077 15:30
AIR BLANK 0.000 15:32
EXT STD IR 0.077 15:32
EXT STD EC 0.077 15:32
AIR BLANK 0.000 15:34
EXT STD IR 0.078 15:34
EXT STD EC 0.077 15:34
AlR BLANK 0.000 15:36
EXT STD IR 0.078 15:36
EXT STD EC 0.077 15:36
AIR BLANK 0.000 15:38
EXT STD IR 0.078 15:38
EXT STD EC 0.078 15:38
AIR BLANK 0.000 15:40
EXT STD IR 0.078 15:40
EXT STD EC 0.078 15:40
AlIR BLANK 0.000 15:41
EXT STD IR 0.079 15:42
EXT STD EC 0.078 15:42
AIR BLANK 0.000 15:43
EXT STD IR 0.078 15:44
EXT STD EC 0.078 15:44
AIR BLANK 0.000 15:44
DIAGNOSTIC OK 15:45

Kk ok A kA KKK KKK AKXAKRKRKKE AR KK

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

V : -0076
DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH
DATE OF TESTS: 9/30/2013

I/R E/C
0
Simulator #: DR4990 DR:ggo
Sim Then;m#: DR4990 DR >
Batchit: D00005 DC.':;)SOD4
. 0.
Reference Value: 0.0804 -
0.077 ¥
0.079 0.078
0.080 0.079
0.080 0.079
0.081 0.080
0.081 0.080
0.081 0.080
0.081 0.080
0.081 0.081
0.080 0.080
" Mean: 0.0801 0.0794
SD: 0.0013 0.00‘;2
.2
Bias %: -0.37 11 =
CV %: 1.62 . —
-0.0
Mean-Ref. Value Difference: -0.0003

N\

7-3213

NAME OF TECHNICIAN PERFORMING TESTS

B 11000

DATE

lo 28713

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

PRY990

ﬁtti**#i*i**txt**t*tt*kt

WASH INGTON
ALCOTEST 95190

SERIAL NO.: . ARAH-0078
TEST NoO. : 00191
DATE: 09/30/2013

itt***ti********ik*ktkﬁ*

SUPERVISOR TEST ;
*i****tk**i*i**tt*k***t*
g/210L TIME

DIAGNOSTIC OK 15:19
AIR BLANK 0.000 15:19g
EXT STD IR 0.077 15:2¢
EXT STD EC 0.077 15:2¢
AIR BLANK 0.000 15:21
EXT STD IR 0.079 15:292
EXT STD EC 0.078 15:22
AIR BLANK 0.000 15:23
EXT STb IR 0.080 15:23
EXT STD EcC 0.079 15:23
AlIR BLANK 0.000 15:25
EXT 8TD IR 0.080 1{5:25

EXT STD Ec 0.079 15:25
AlIR BLANK 0.000 15:27
EXT STD IR 0.081 15:27
EXT STD Ec 0.080 15:27
AIR BLANK 0.000 15:29
EXT STD IR 0.081 15:29
EXT sTD Ec 0.080 15:29
AIR BLANK 0.000 15:.37
EXT STD IR 0.081 15:34
EXT STD Ec 0.080 15:34
AIR BLANK 0.000 15:33
EXT STD IR 0.081 15:33
EXT STD Ec 0.080 15:33
AIR BLANK 0.000 15:34
EXT STD IR 0.081 15:35
EXT sTp Ec 0.081 15:35
AlR BLANK 0.000 15:3¢
EXT STD IR 0.080 15:37
EXT STD EC 0.080 15:a37
AIR BLANK 0.000 15:37
DIAGNOSTIC oK 15:38

u*ttktk***tikﬁk*tﬁ***tt*

OPERA




METHOD VALIDATION DRAEGER ALCO'.I'EST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/1/2013

IR E/C
Simulator #: DR4990 DR4990 _ —
Sim Therm#t DR4990 DR4990 DRYTIS
reference vatie
eference Value: 0.0804 0.0804 ALCOTEST 9510
0.082 0.080 ' SERIAL NO.: ARAH- 0076
TEST NO.: 00201
0.082 0.080 DATE: 1070172013
0082 i*i*tt***k***ktaiitttkiﬂ
0.080 SUPERVISOR TEST
0.082 0.080 tit.ﬁk*tt*k**i*titiﬁ*i*t*
‘ : gl/210L TIME
0.082 0.080 DIAGNOSTIC OK 12:34
0.082 . 0079 AIR BLANK 0.000 12:34
: EXT sTD IR 0.082 12:34
0.082 0.080 EXT STD EC 0.080 12:34
0.082 AIR BLANK ©0.000 12:36
~ 0.080 EXT STD IR 0.082 12:36
0.082 0.081 EXT STD EC 0.080 12:36
: AIR BLANK 0.000 12:38
0.082 0.080 EXT STD IR 0.082 12:38
. EXT STD EC 0.080 12:38
Mean: 0.0820 0.0800 AIR BLANK 0.000 12:39
SD: EXT STD IR 0.082 12:40
_ gge00 0.0005 EXT STD EC 0.080 12:40
Bias %: 1.00 0.50 AIR BLANK 0.000 12:41
CV %: : EXT STD IR 0.082 12:42
o 0.00 0.63 EXT STD EC 0.080 12:42
Mean-Ref. Value Difference: 0.0016 -0.0004 2)&? E#SN‘II(R gggg !Igii
EXT STD EC 0.079 12:44
AIR BLANK 0.000 12:45
EXT STD IR 0.082 12:486
EXT STD EC 0.080 12:46
AIR BLANK 0.000 12:47
/ EXT STD IR 0.082 12:48
% 7z . EXT STD EC 0.080 12:48
%, g/v_.-———-— i F o ) TE AlR BLANK 0,000 12:49
NA //r — i / /JD EXT STD IR 0.082 12:49
ME OFTECHNICIAN PERFORMING TESTS DATE EXT STD EC 0.081 12:49
AIR BLANK  0.000 12:51
: . EXT STD IR 0.082 12:51
) EXT STD EC 0.080 12:51
/)/& AIR BLANK 0.000 12:52
4 /02573 BAGNEET (6 0K i
NAME OF TECHNICIAN REVIEWING RESULTS DATE OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/7/2013

. I/R E/C
Simulator #: DR4990 DR4920
Sim Therm#: DR4990 DR4990
Batch#: D00005 D00005
Reference Value: 0.0804 0.0804
0.079 0.077
0.080 0.078
0.081 0.079
0.081 0079
0.082 0.080
0.081 0.080
0.082 0.080
0.082 0.080
0.081 0.080
0.081 0.080
Mean: 0.0810 0.0793
SD: 0.0009 0.0011
Bias %: 0.75 -1.37
CV %: 1.11 1.39
Mean-Ref. Value Difference: 0.0006 -0.0011
o7
NAME &F TECHNICIAN PERFORMING TESTS DATE
%w PN eq /072513
-‘NAME OF TECHNICIAN REVIEWING RESULTS DATE

OF 4990

A OA Kk K Ak ok Kk k kKKK A AKX KK KKK K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO. : 00210
DATE: 10/07/2013

Ak Kk Ak R AKk KKK KK KK R KK KKK K x K

SUPERVISOR TEST

K kK Ak k kk KKk Kk kX khk k& Xk kK

g/210L - TIME

DIAGNOSTIC OK 11:43
AlIR BLANK 0.000 11:43
EXT STD IR 0.079 11:44
EXT STD EC 0.077 11:44
AlR BLANK 0.000 11:45
EXT STD IR 0.080 11:46
EXT STD EC 0.078 11:46
AIR BLANK 0.000 11:47
EXT STD IR 0.081 11:48
EXT STD EC 0.079 11:48
AIR BLANK 0.000 11:49
EXT sTD IR 0.081 11:50
EXT STD EC 0.079 11:50
AIR BLANK 0.000 11:51
EXT STD IR 0.082 11:52
EXT STD EC 0.080 11:52
AIR BLANK 0.000 11:53
EXT STD IR 0.081 11:53
EXT STD EC 0.080 11:53
AIR BLANK 0.000 11:55
EXT STD IR 0.082 11:55
EXT STD EC 0.080 11:55
AlIR BLANK 0.000 11:57
EXT STD IR 0.082 11:57
EXT STD EC 0.080 11:57
AIR BLANK 0.000 11:59
EXT STD IR 0.081 11:59
EXT STD EC 0.080 11:59
AlR BLANK 0.000 12:01
EXT STD IR 0.081 12:01
EXT STD EC 0.080 12:01
AlIR BLANK 0.000 12:02
DIAGNOSTIC OK 12:03
Xk k Kk k Kk kK kA KK AR KKKXELNKKX

OPERATOR-S | GNATURE :

¢




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076
DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: , DR4990 DR4990
Sim Therm#: DR4990 DR4990
Batchi: D00005 D00005
Reference Value: 0.0804 0.0804
0.081 0.079
0.083 0.080
0.083 0.080
0.083 0.080
0.083 0.081
0.084 0.081
0.083 0.081
0.083 0.081
0.083 0.081
0.083 0.081
Mean: 0.0829 0.0805
SD; 0.0007 0.0007
Bias %: 3.1 0.12
CV %: 0.84 0.87
Mean-Ref. Value Difference: 0.0025 0.0001

/;;/” jis =17~ 1L

NAME OF TECHNICIAN PERFORMING TESTS

/{fm 0%/‘/"’-

DATE

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

ntaﬁttb ***\*!xxa#**xnx*

WASHINGTON
ALCOTEST -9510

SERIAL NO. : ARAH-0076
TEST NO. : 00220
DATE : 1071472013

**iiixt*iﬁ*it***i****k*#

SUPERVISOR TEST

**tl‘t*i*ti*t*k***ttk*t*k

g/210L TIME

DIAGNOSTIC 0K 13:37
AIR BLANK 0.000 13:38
EXT STD IR '0.081 13:3g
EXT STD EC 0.079 13:38
AlIR BLANK 0.000 13:40
EXT STD IR 0.083 13:40
EXT STD EC 0.080 13:40
AIR BLANK 0.000 13:41
EXT STD IR 0.083 13:42
EXT STD EC 0.080 13:42
AIR BLANK 0.000 13:43
EXT STD IR 0.083 13:44
EXT STD EC 0.080 13-44
AIR BLANK 0.000 13:45
EXT STD IR 0.083 13:46
EXT STD EC 0.081 13:46
AIR BLANK 0.000 13:47
EXT STD IR 0.084 13:48
EXT STD EC 0.081 13:48
AlIR BLANK 0.000 13:49
EXT STD IR 0.083 13:50
EXT STD EC 0.081 13:50
AIR BLANK 0.000 13:51
EXT STD IR 0.083 13:52
EXT STD EC 0.081 13:52
AlIR BLANK 0.000 13:53
EXT STD IR 0.083 13:53
EXT STD EC 0.081 13:53
AIR BLANK 0.000 13:55
EXT STD IR 0.083 13:55
EXT STD EC 0.081 13:55
AIR BLANK 0.000 13:56
DIAGNOSTIC 0K 13:57

KA X R d ok ARk h ok kX AR R Ak k%A

OPER/? SIGNATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0076

BATCH D00006




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/25/2013

| IR E/C
Simulator #: DR4990 DR4990 - DK ‘ C‘
Sim Therm#: 7 DR49‘90 DR4%90 T Kok ok KTk K K }:\ﬂt * xQ- kKKK KKK
. [ D00006 WASH INGTON
Batch# D00006 ALCOTEST 6510
Reference Value: 0.1522 0.1522
. SERIAL NO. : ARAH-0076
0.152 0.152 TEST NO. : 00182
0.152 0.152 i L T, ]
0.153 ' 0.153 : SUPERVISOR TEST
0.153 0.153 ‘ g/210L TIME
) DIAGNOSTIC OK 16:06
0.154 0.153 AIR BLANK  0.000 16:07
0.154 0.154 EXT STD IR 0.152 16:07
) EXT STD EC 0.152 16:07
0.154 0.154 i AIR BLANK 0.000 16:09
EXT STD IR 0.152 16:09
0.153 0.153 EXT STD EC 0.152 16:09
0.153 0.152 AIR BLANK  0.000 16:11
EXT STD IR 0.153 16:11
0.153 . 0.153 EXT STD EC 0.153 16:11
: AIR BLANK 0.000 16:13
Mean: 0.1531 0.1529 EXT STD IR 0.153 16:13
; EXT STD EC 0.153 16:13
SDh: 0.0007 0.0007 AIR BLANK  0.000 16:15
Bias %: 0.59 0.46 EXT STD IR 0.154 16:15
' - EXT STD EC 0.153 16:15
CV %: 0.46 0.46 AIR BLANK 0.000 16:17
Mean-Ref. Value Difference: 0.0009 - 0.0007 E;g gig ég 8:22 :g:;
- AIR BLANK 0.000 16:19
EXT STD IR 0.154 16:19
EXT STD EC 0.154 16:19
AIR BLANK 0.000 16:21
EXT STD IR 0.153 16:21
EXT STD EC 0.153 16:21
7 7 . AIR BLANK  0.000 16:23
s ! “ . P EXT STD IR 0.153 16:23
’/45%;»." //f;?’_,._-—-—;,._-——-"’"" C? 55 /3 EXT STD EC 0.152 16:23
NAME OF,TECHNTCIAN PERFORMING TESTS DATE AIR BLANK 0.000 16:25
EXT STD IR 0.153 16:25
. EXT STD EC 0.153 16:25
AIR BLANK 0.000 16:26
/ o
i OBnen /572513 diAaosTlc ok " 1aier
OPERATO IGNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE é?




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/30/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Thermi: DR4990 DR4990
Batch#: D00006 D00006
Reference Value: 0.1522 0.1522
0.148 0.147
0.151 0.150
0.152 0.151
0.153 0.152
0.154 0.153
0.154 0.154
0.154 0.154
0.154 0.154
[ ' 0.155 0.155
0.154 0.155
Mean: 0.1529 0.1525
SD: 0.0021 0.0025
Bias %: 0.46 0.20
CV %: 1.37 1.64
Mean-Ref. Value Difference: 0.0007 0.0003

-

7-5=/3

NAME OFTECHNICIAN PERFORMING TESTS DATE
Jam 0 frunw [6-25713
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRUAYe

KAk k ok kK h kkAKRKK KKK KAKERFANAK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO. : 00192
DATE: 09/30/2013

IEE RN EEEEEEEREE RN NN

SUPERVISOR TEST

Kok koA ok ok ok K KR K K ok ok kAR KKk oa ok Kk &

al/210L T IME

DIAGNOSTIC OK 15:56
AlR BLANK 0.000 15:56
EXT STD IR 0.148 15:56
EXT STD EC 0.147 15:56
AIR BLANK 0.000 15:58
EXT STD IR 0.151 15:58
EXT STD EC 0.150 15:58
AIR BLANK 0.000 16:00
EXT STD IR 0.152 16:00
EXT STD EC 0.151 16:00
AIR BLANK 0.000 16:02
EXT sTD IR 0.153 16:02
EXT STD EC 0.152 16:02
AlIR BLANK 0.000 16:04
EXT STD IR 0.154 16:04
EXT sSTD EC 0.153 16:04
AIR BLANK 0.000 16:06
EXT STD IR 0.154 16:06
EXT STD EC 0.154 16:06
AlR BLANK 0.000 16:08
EXT STD IR 0.154 16:08
EXT STD EC 0.154 16:08
AlIR BLANK 0.000 16:10
EXT STD IR 0.154 16:10
EXT STD EC 0.154 16:10
AIR BLANK 0.000 16:12
EXT STD IR 0.155 16:12
EXT -STD EC 0.155 16:12
AIR BLANK 0.000 16:14
EXT STD IR 0.154 16:14
EXT sTD EC 0.155 16:14
AlIR BLANK 0.000 16:15
DIAGNOSTIC OK 16:16
ok ok ok ok ok ok A A A K kA Xk ok XA A K KKK A K Kk K
OPER

SIGNATURE :
I




METHOD VALIDATION DRAEGER ALCOTEST 951b

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: - DR4990 DR4990
Sim Thermit: DR4990 DR4990
Batch#: D00006 D00006
Reference Value: 0.1522 .0.1522
0.154 0.151
0.154 0.151
0.155 0.152
0.156 ‘ 0.153
0.156 ©0.153
0.156 0.153
0.157 : 0.154
0.157 : 0.155
0.156 0.154
0.157 0.155
Mean: 0.1558 0.1531
SD: 0.0011 0.0014
Bias %: 2.37 0.59
CV %: 0.71 0.91
Mean-Ref. Value Difference: 0.0036 0.0009

é/;/g " o /=) 3

=

NAME OF TECHNICIAN PERFORMING TESTS DATE

/4444 &%/@aﬂ\, ra 2513

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRrYfqo

A Ak kA ok Kk KK KR A KKKEE XXX XEX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO.: 00202
DATE : 10/01/7/2013

kA Kk hk hk kAKKKK K&K KEKKEKK XKX

SUPERVISOR TEST

kAR AR A RKAKARK K H kKK HNKE KKK XK

a/210L T IME

DIAGNOSTIC OK 13:23
AIR BLANK 0.000 13:23
EXT STD IR ~0.154 13:24
EXT STD EC 0.151 13:24
AIR BLANK 0.000 13:25
EXT STD IR 0.154 13:26
EXT STD EC 0.151 13:26
AIR BLANK 0.000 13:27
EXT STD IR 0.155 13:28
EXT STD EC 0.152 13:28
AIR BLANK 0.000 13:29
EXT STD IR 0.156 13:30
EXT STD EC 0.153 13:30
AIR BLANK 0.000 13:31
EXT STD IR 0.156 13:32
EXT STD EC 0.153 13:32
AIR BLANK 0.000 13:33
EXT STD IR 0.156 13:34
EXT STD EC 0.153 13:34
AIR BLANK 0.000 13:35
EXT STD IR 0.157 13:36
EXT STD EC 0.154 13:36
AIR BLANK 0.000 13:37
EXT STD IR 0.157 13:38
EXT STD EC 0.155 13:38
AIR BLANK 0.000 13:39
EXT STD IR 0.156 13:40
EXT STD EC 0.154 13:40
AIR BLANK 0.000 13:42
EXT STD IR 0.157 13:42
EXT STD EC 0.155 13:42
AIR BLANK 0.000 13:43
DIAGNOSTIC OK 13:43

Ak Aok ok A A KKk Rk kKK KKK KKK IKK XK

TURE :

«

OPERAT;R SIG




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

Simulator #:

Sim Therm#:
Batch#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref, Value Difference:

A

DATE OF TESTS: 10/7/2013

I/R E/C
DR4990 DR4990
DR4990 DR4990
D00006 D00006
0.1522 0.1522

0.154 0.151
0.156 0.152
0.156 0.152
0.156 0.152
0.156 0.152
0.156 0.152
0.155 0.152
0.155 0.152
0.154 0.151
0.154 0.151
0.1562 0.1517-
0.0009 0.0005
1.97 -0.33
0.58 0.33
0.0030 -0.0005

[2-7-)%8

NAME OF TECHNICIAN PERFORMING TESTS DATE
7 L y T ;
Méﬂ /) /5;4/6/)&_/ JE 253
NAME OF TECHNICIAN REVIEWING RESULTS DATE

L DTe

KAk K kK KKK KK KAKX

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO. : 00212
DATE: 10/07/2013

Kk kAR kK kAKX KR AKX * KX KK&K XX

SUPERVISOR TEST

Kk Kk KAk KKKk XKKKKKKXKXR K K& XA

g/2io0L TIME

DIAGNOSTIC OK 13:06
AIR BLANK 0.000 13:06
EXT STD IR 0.154 13:07
EXT STD EC 0.151 13:07
AIR BLANK 0.000 13:08
EXT STD IR 0.156 13:09
EXT STD EC 0.152 13:09
AIR BLANK 0.000 13:10
EXT STD IR 0.156 13:11
EXT STD EC '0.152 13:11
AIR BLANK 0.000 13:12
EXT STD IR 0.156 13:13
EXT STD EC 0.152 13:13
AIR BLANK 0.000 13:14
EXT STD IR 0.156 13:15
EXT STD EC 0.152 13:15
AIR BLANK 0.000 13:17
EXT STD IR 0.156 13:17
EXT STD EC 0.152 13:17
AIR BLANK 0.000 13:19
EXT STD IR 0.155 13:19
EXT STD EC 0.152 13:19
AIR BLANK 0.000 13:21
EXT STD IR 0.155 13:21
EXT STD EC o0.152 13:21
AIR BLANK 0.000 13:23
EXT STD IR 0.154 13:23
EXT STD EC 0.151 13:23
AIR BLANK 0.000 13:25
EXT STD IR 0.154 13:25
EXT STP EC 0.151 13:25
AIR BLANK 0.000 13:26:
DIAGNOSTIC OK 13:27

KA AR KK KK EAAKAK K X KK KX KK XX

OPERfI%EDSIGNATUHE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Thermit: DR4990 DR4990
Batch#: D00006 D00006
Reference Value: 0.1522 0.1522
0.156 0.150

0.157 0.151

0.157 0.151

0.157 0.152

0.157 0.152

0.157 0.152

0.157 0.152

0.158 0.152

0.158 0.153

0.158 0.153

Mean: 0.1572 0.1518

SD: 0.0006 0.0009

Bias %: 3.29 -0.26

CV %: 0.38 0.59
Mean-Ref. Value Difference: 0.0050 -0.0004

% Z Y /2-1¥=)3
NAME OF fECHNlCIAN PERFORMING TESTS DATE '
; /
%/m ) Briere /0 "257/3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

t***D!t’*i.ai&jkittktki*it

"WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0076

TEST NO. : 00222
DATE: 10/14/2013

*k ok kK R K Kk KRk KAk KAk Kk AKkK K KKK

SUPERVISOR TEST

IEEREEE SRS EEREEREEE S EEE NN

g/210L TIME

DIAGNOSTIC OK 14:47
AlIR BLANK 0.000 14:47
EXT STD IR 0.156 14:48
EXT STD EC 0.150 14:48
AIR BLANK 0.000 14:49
EXT STD IR 0.157 14:50
EXT STD EC 0.151 14:50
AlIR BLANK 0.000 14:52
EXT STD IR 0.157 14:52
EXT STD EC 0.151 14:52
AIR BLANK 0.000 14:54
EXT STD IR 0.157 14:54
EXT STD EC 0.152 14:54
AlR BLANK 0.000 14:56
EXT STD IR 0.157 14:56
EXT STD EC 0.152 14:56
AlR BLANK 0.000 14:58
EXT STD IR 0.157 14:58
EXT STD EC 0.152 14:58
AlR BLANK 0.000 15:00
EXT STD IR 0.157 15:00
EXT STD EC 0.152 15:00
AlR BLANK 0.000 15:02
EXT STD IR 0.158 15:02
EXT STD EC 0.152 15:02
AlIR BLANK 0.000 15:04
EXT STD IR 0.158 15:04
EXT STD EC 0.153 15:04
AlR BLANK 0.000 15:06
EXT STD IR 0.158 15:06
EXT STD EC 0.153 15:06
AIR BLANK 0.000 15:07
DIAGNOSTIC OK 15:08

* ok kA ok Ak Rk kK Xk kK A A KK RK KK KK

OPERA :g S| GNATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-00/6

BATCH D0O000/




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/25/2013

/R E/C
Simulator #: « DR4968 DR4968 o
Sim Thermi: DR4968 ; DR4968 - DRL\C\(Ea ok xx ke
Batchi: D00007 D00007 WASH INGTON
; ALCOTEST 9510
Reference Value: 0.2024 0.2024
SERIAL NO. : ARAH- 0076
0.199 0.199 TEST NO. : 00183
0201 0200 ?‘?Iéﬁt****k***?%{géigelg
0.201 0.200 SUPERVISOR TEST
DIAGNOSTIC OK 16:30
0.202 0.200 AIR BLANK  0.000 16:30
0.202 0.201 EXT STD IR 0.199 16:31
EXT STD EC 0.199 16:31
0.203 0.201 AIR BLANK 0.000 16:33
EXT STD IR 0.201 16:33
0.204 0.202 EXT STD EC 0.200 16:33
0.204 0.202 AIR BLANK 0.000 16:35
EXT STD IR 0.201 16:35
0.203 0.201 EXT STD EC 0.200 16:35
) AIR BLANK 0.000 16:37
Mean: 0.2021 0.2006 EXT STD IR 0.202 16:37
SD: 0.0015 ©0.0010 EXT STD EC 0.200 16:37
‘ AIR BLANK 0.000 16:39
Bias %: -0.15 -0.89 EXT STD IR 0.202 16:39
. ~ EXT STD EC 0.200 16:39
CV %: 0.74 0.50 AIR BLANK 0.000 16:41
s ) , _ _ EXT STD IR 0.202 16:41
Mean-Ref. Value Difference: 0.0003 0.0018 E¥r ati:Be B a6l 19 dd
AIR BLANK 0.000 16:43
EXT STD IR 0.203 16:43
EXT STD EC 0.201 16:43
AIR BLANK 0.000 16:45
. EXT STD IR 0.204 16:46
e : EXT STD EC 0.202 16:46
~ ' - s P AIR BLANK 0.000 16:47
(;;15;%525:;,,,~*~_—f~ 5? §>");§ EXT STD IR 0.204 16:48
EXT STD EC 0.202 16:48
NAME OF TECHNICIAN PERFORMING TESTS | DATE AlIR BLANK 0.000 16:49
- EXT STD IR 0.203 16:50
N EXT STD EC 0.201 16:50
Y 1ea AIR BLANK 0.000 16:50
74m O L 107253 ~ DIAGNOSTIC ok fe:st
OPERATOR SI1GNATURE:
NAME OF TECHNICIAN REVIEWING RESULTS DATE | Q,l—\,




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/30/2013

I/R E/C
Simulator #: DR49920 DR4990
Sim Thermi: DR4990 DR4990
Batch#: i Doooo7 Doo007
Reference Value: 0.2024 ) 0.2024
0.205 0.205
0.206 0.206
0.207 0.208
0.207 0.209
0.207 0.209
0.207 0.209
0.208 ' 0.210
0.208 0.209
0.208 0.209
0.207 0.208
Mean: 0.2070 ' 0.2082
SD: 0.0009 0.0015
Bias %: 2.27 2.87
CV %: 0.43 0.72
Mean-Ref. Value Difference: 0.0046 0.0058
gﬁéé%%’ﬁ¢%§i¥fﬁ—~a 7-3=-/3
NAME OF TECHNICIAN PERFORMING TESTS DATE
7 ;
N 0/”/% - (02813
NAME OF TECHNICIAN REVIEWING RESULTS DATE

Dr A9

XXXk Ak ok k Kk Kkok kA KKk okhk XK KKK KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO. : 00193
DATE : 09/30/2013

kA k k ok &k k k kKK KKk Kk ok ok kKk kK Kk Kk AKX

SUPERVISOR TEST

kk k kR Rk Kk kK N Kk A ok ok k ok AKX KX K KKK

g/210L TIME

DIAGNOSTIC OK 16:32
AIR BLANK 0.000 16:32
EXT STD IR 0.205 16:33
EXT STD EC 0.205 16:33
AlR BLANK 0.000 16:34
EXT STD IR 0.206 16:35
EXT STD EC 0.206 16:35
AlR BLANK 0.000 16:36
EXT STD IR 0.207 16:37
EXT STD EC 0.208 16:37
AIR BLANK 0.000 16:38
EXT sTD IR 0.207 16:39
EXT STD EC 0.209 16:39
AlIR BLANK 0.000 16:40
EXT STD IR 0.207 16:41
EXT STD EC 0.209 16:41
AIR BLANK 0.000 16:43
EXT STD IR 0.207 16:43
EXT STD EC 0.209 16:43
AIR BLANK 0.000 16:45
EXT STD IR 0.208 16:45
EXT STD EC 0.210 16:45
AIR BLANK 0.000 16:47
EXT STD IR 0.208 16:47
EXT STD EC 0.209 16:47
AIR BLANK 0.000 16:49
EXT STD IR 0.208 16:49
EXT STD EC 0.209 16:49
AIR BLANK 0.000 16:51
EXT STD IR 0.207 16:51
EXT STD EC 0.208 16:51
AIR BLANK 0.000 16:52
DIAGNOSTIC OK 16:53

* ok ok k ok x ok ok Xk ok ok k ok k kK ok kK K kKKK

OPERATO

§JGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/1/2013

I/R : E/C

Simulator #: DR4990 DR4990
Sim Thermik: DR4990 DR4990
Batchi: D00007 Doooo7
Reference Value: 0.2024 ) 0.2024

0.211 0.208

0.211 0.208

0.209 - 0.207

0.209 0.207

0.209 0.207

0.208 0.207

0.209 0.208

0.209 0.208

0.209 0.207

0.208 0.207
Mean: 0.2092 0.2074
SD: 0.0010 0.0005

Bias %: 3.36 247

CV %: 0.48 0.24
Mean-Ref. Value Difference:- 0.0068 0.005

y Z il (-1 /3

izl =

NAME OF TECHNTCIAN PERFORMING TESTS DATE

/%fw O Dt tr r0 2543

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR Y 990

AKX K KA K KANAARKKRE KK & A Xk

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO. : 00203
DATE : 10/01/2013

Rk X kK ok ko h Kk ok k ok Ak khkhk kX Kk kK

SUPERVISOR TEST

Kok ok Kk kR kA K KKk Kk okok ok ok Rk KK KKK A

g/210L TIME

DIAGNOSTIC OK 14:07
AIR BLANK 0.000 14:07
EXT STD IR 0.211 14:08
EXT STD EC 0.208 14:08
AlIR BLANK 0.000 14:09
EXT sTD IR 0.211 14:10
EXT STD EC 0.208 14:10
AIR BLANK 0.000 14:11
EXT STD IR 0.209 14:12
EXT STD EC 0.207 14:12
AIR BLANK 0.000 14:14
EXT STD IR 0.209 14:14
EXT' STD EC 0.207 14:14
AIR BLANK 0.000 14:18
EXT STD IR 0.209 14:16
EXT STD EC 0.207 14:16
AIR BLANK 0.000 14:18
EXT STD IR 0.208 14:18
EXT STD EC 0.207 14:18
AlR BLANK 0.000 14:20
EXT STD IR 0.209 1{4:20
EXT STD EC 0.208 14:20
AlIR BLANK 0.000 14:22
EXT STD IR 0.209 14:22
EXT STD EC 0.208 14:22
AIR BLANK 0.000 14:24
EXT STD IR 0.209 14:25
EXT STD EC 0.207 14:25
AlR BLANK 0.000 14:26
EXT STD IR 0.208 14:27
EXT STD EC 0.207 14:27
AlIR BLANK 0.000 14:27
DIAGNOSTIC OK 14:28

Kok k& k ok ok Kk k ok ok ok okokokok R KK KK KKK

OP% S|1GNATURE :
/Zg_;




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Thermi: DR4990 DR49%0
Batchi: D00007 D00007
Reference Value: 0.2024 0.2024
0.203 0.199
0.205 0.200
0.206 0.202
0.206 0.202
0.207 0.202
0.207 0.202
0.207 0.202
0.208 0.202
0.207 0.201
0.207 0.201
Mean: 0.2063 0.2013
SD: 0.0014 0.0011
Bias %: 1.93 -0.54
CV %: - 0.68 0.55
Mean-Ref. Value Difference: ‘0.0039 -0.0011
Gl — o7y
NAME OF TECHNICIAN PERFORMING TESTS DATE
A :
Jaan O %/LC/)\, IBr2 513
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

iiit**tilﬁlkitk*kla’!itﬂﬂ

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO. : 00213
DATE : 10/07/72013

AXk KK AKKKRK KA KKKk %k kK k& k&K

SUPERVISOR TEST

* Rk ok ok kK K R kK kK Kk k x k k A Kk Kk k& k Kk

g/210L TIME

DIAGNOSTIC OK 13:46
AlR BLANK 0.000 13:46
EXT STD IR 0.203 13:47
EXT STD EC 0.199 13:47
AlIR BLANK 0.000 13:49
EXT STD IR 0.205 13:49
EXT STD EC 0.200 13:49
AIR BLANK 0.000 13:51
EXT STD IR 0.206 13:51
EXT STD EC 0.202 13:51
AIR BLANK 0.000 13:53
EXT STD IR 0.206 13:53
EXT STD EC 0.202 13:53
AIR BLANK 0.000 13:55
EXT STD IR 0.207 13:55
EXT STD EC 0.202 13:55
AIR BLANK 0.000 13:57
EXT STD IR 0.207 13:57
EXT STD EC 0.202 13:57
AIR BLANK 0.000 13:59
EXT STD IR 0.207 14:00
EXT STD EC 0.202 14:00
AlR BLANK 0.000 14:01
EXT STD IR 0.208 14:02
EXT STD EC 0.202 14:02
AlR BLANK 0.000 14:03
EXT STD IR 0.207 14:04
EXT STD EC 0.201 14:04
AlR BLANK 0.000 14:05
EXT STD' IR 0.207 14:06
EXT STD EC 0.201 14:06
AIR BLANK 0.000 14:07
DIAGNOSTIC OK 14:08

Kk ok Ak kK Kok A KKK KoKk KK KK KKK KKK

URE :

Oiz;g;;;z:ile




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/14/2013 .

IR Elc
Simulator #: DR4990 : DR4990
Sim Thermi: DR4990 DR4990
Batchit:. D00007 D00007
Reference Value: 0.2024 0.2024
0.204 0.198
0.208 0.202
0.209 0.204
0.210 0.204
0.211 0.204
0.210 0.204
0.210 0.204
0.211 0.203
0.211 0.204
0.210 0.202
Mean: 0.2094 0.2029
SD: 0.0021 0.0019
Bias%:  3.46 0.25
CV %: 1.00 0.94
Mean-Ref. Value Difference: 0.0070 0.0005

% %—»’ﬂ (>-17-/3
NAME OF TECHNICIAN PERFORMING TESTS DATE
F s
Jprt O idritr~ /o

NAME OF TECHNICIAN REVIEWING RESULTS DATE

- DRY T
*i*ﬁ**tttﬁ*l**kt**tt*i*x
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO. : 00223
DATE : 10/14/2013

KAk K ok ok ok Kk AR KA KRR kKKK KRk ok kA

SUPERVISOR TEST

AR ARk hk kAR XK K I ARKRK KKKk kK

g/210L TIME

DIAGNOSTIC OK 15:17
AIR BLANK 0.000 15:17
EXT STD IR 0.204 15:18
EXT STD EC 0.198 15:18
AIR BLANK 0.000 15:20
EXT STD IR 0.208 15:20
. EXT STD EC 0.202 15:20
AIR BLANK 0.000 15:22
EXT STD IR 0.209 15:22
EXT STD EC 0.204 15:22
AIR BLANK 0.000 15:24
EXT STD IR 0.210 15:24
EXT STD EC 0.204 15:24
AIR BLANK 0.000 15:26
EXT STD IR 0.211 15:26
EXT STD EC 0.204 15:26
AIR BLANK 0.000 15:28
EXT STD IR 0.210 15:28
EXT STD EC 0.204 15:28
AIR BLANK 0.000 15:30
EXT STD IR 0.210 15:31
EXT STD EC 0.204 15:31
AIR BLANK 0.000 15:32
EXT STD IR 0.211 15:33
EXT STD EC 0.203 15:323
AlIR BLANK 0.000 15:34
EXT STD IR 0.211 15:35
EXT STD EC 0.204 15:35
AIR BLANK 0.000 15:37
EXT STD IR 0.210 15:37
EXT STD EC 0.202 15:37
AIR BLANK 0.000 15:38
DIAGNOSTIC OK 15:39

*kt**'a**tﬁutﬁtttak*tt**x




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0076

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Therm#: DR4990 DR4990
Batch#: D00008 D00008
Reference Value: 0.3044 0.3044
0.300 0.299
0.303 0.301
0.305 0.302
0.305 0.302
0.306 0.303
0.306 0.301
0.307 0.302
0.307 0.303
: ' , 0.308 0.303
0.309 0.304
Mean: 0.3056 0.3020
SD; 0.0026 0.0014
Bias %: 0.39 -0.79
"CV %: 0.85 0.46
Mean-Ref. Value Difference: 0.0012 -0.0024

?— zZs - 13

NAME OFTECHNICIAN PERFORMING TESTS DATE
% 0/;;@% 12543
NAME OF TECHNICIAN REVIEWING RESULTS DATE

ORYISO...o

XKk Rk K KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO. : 00184
DATE: 09/25/2013

Ak kR kKKK KKK KK XK A KAKXKKEK XK

SUPERVISOR TEST

Kk kkkkkkkkkkhkx&khxrxEN&E KKK

g/210L TIME

DIAGNOSTIC OK 16:56
AlR BLANK 0.000 16:56
EXT STD IR 0.300 16:56
EXT STD EC 0.299 16:56
AIR BLANK 0.000 16:58
EXT STD IR 0.303 16:59
EXT STD EC 0.301 16:59
AIR BLANK 0.000 17:00
EXT STD IR 0.305 17:01
EXT STD EC 0.302 17:01
AIR BLANK 0.000 17:03
EXT sSTD IR 0.305 17:03
EXT STD EC 0.302 17:03
AIR BLANK 0.000 17:05
EXT STD IR 0.306 17:05
EXT STD EC 0.303 17:05
AIR BLANK 0.000 17:07
EXT STD IR 0.306 17:07
EXT STD EC 0.301 17:07
AIR BLANK 0.000 17:09
EXT STD IR 0.307 17:10
EXT STD EC 0.302 17:10
AIR BLANK 0.000 17:11
EXT STD IR 0.307 17:12
EXT STD EC 0.303 17:12
AIR BLANK 0.000 17:14
EXT STD IR 0.308 17:14
EXT STD EC 0.303 17:14
AlIR BLANK 0.000 17:16
EXT STD IR 0.309 17:16
EXT STD EC 0.304 17:16
AlR BLANK 0.000 17:17
DIAGNOSTIC OK 17:18

Ak ok ok ok ok kR KK XK AR KKK KK KK KKK




- METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

Simulator #:

Sim Thermik:
Batchi:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 9/30/2013

/R E/C
DR4990 DR4990
DR4990 DR4990
D00008 D00008
0.3044 0.3044
0.302 0.302
0.307 0.308
0.308 0.309
0.311 0.311
0.311 0.312
0.312 0.311
0.312 0.311
0.311 0.309
0.312 0.310 .
0.312 0.310
0.3098 0.3093
0.0033 0.0028
1.77 1.61
1.07 0.91

0.0054 0.0049

DIRHIIS.......

Kk kAR K Kok K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO.: 00194
DATE: | 09/30/2013

*ttkk*t*iﬁi*i***i*ﬁ*tiii

SUPERVISOR TEST

*k*ﬂx*iiti****k*tl*i*!kl

g/210L T IME

—NAME OF TECHNICIAN PERFORMING TESTS DATE
fom 0B
Far ) /Iea /0251
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DI1AGNOSTIC OK 17:15
AIR BLANK 0.000 17:18
EXT STD IR 0.302 17:16
EXT STD EC 0.302 17:16
AIR BLANK  0.000 17:18
EXT STD IR 0.307 17:18
EXT STD EC 0.308 17:18
AIR BLANK  0.000 17:20
EXT STD IR 0.308 17:20
EXT STD EC 0.309 17:20
AIR BLANK  0.000 .17:22
EXT STD IR 0.311 17:23
EXT STD EC 0.311 17:23
AIR BLANK 0.000 17:24
EXT STD IR 0.311 17:25
EXT STD EC 0.312 17:25
AIR BLANK  0.000 17:27
EXT STD IR 0.312 17:27
EXT STD EC 0.311 17:27
AIR BLANK 0.000 17:29
EXT STD IR 0.312 17:29
EXT STD EC 0.311 17:29
AIR BLANK 0.000 17:31
EXT STD IR 0.311 17:31
EXT STD EC 0.309 17:31
AIR BLANK  0.000 17:33
EXT STD IR 0.312 17:34
EXT STD EC 0.310 17:34
AIR BLANK  0.000 17:35
EXT STD IR 0.312 17:36
EXT STD EC 0.310 17:38
AIR BLANK  0.000 17:36
DIAGNOSTIC OK 17:37

A KKk kA R K kKX K K KKK KKK K KKK

OPERATOR SIGNATURE:

Canmt /<

-




METHOD VALIDATION DRAEGER ALCOTEST 9510

 DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Therm#: DR4990 DR4990
Batchi: D00008 D00008
Reference Value: 0.3044 0.3044
0.300 0.297
0.304 0.299
0.305 0.301
0.307 0.303
0.309 0.304
0.310 0.305
0.311 0.305
0.311 0.306
0.312 0.305
0.312 0.306
Mean: 0.3081 0.3031
SD: 0.0040 0.0031
Bias %: 1.22 -0.43
CV %: 1.30 1.02
Mean-Ref. Value Difference: 0.0037 -0ﬁ013
£
42%%425241_##- (=>/-/%
NAME OF TECHNICIAN PERFORMING TESTS DATE '
Iy j i
7om O /54“‘\ (62513
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRYT90

A AR A A KKK REAAR R A KA KR KKK A K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0076
TEST NO. : 00204
DATE: 10/01/2013

A kK KKk KKk AKK XX * X *hxHIEXAKKRE

SUPERVISOR TEST

hok ok kok ok kK KR KA KK AKAKKRANRI KKK

g/210L TIME

DIAGNOSTIC OK 14:57
AlR BLANK 0.000 14:57
EXT STD IR 0.300 14:57
EXT STD EC 0.297 14:57
AIR BLANK 0.000 14:59
EXT STD IR 0.304 15:00
EXT STD EC 0.299 15:00
AIR BLANK 0.000 15:02
EXT STD IR 0.305 15:02
EXT STD EC 0.301 15:02
AlIR BLANK 0.000 15:04
EXT STD IR 0.307 15:04
EXT STD EC 0.303 15:04
AIR BLANK 0.000 15:06
EXT STD IR 0.309 15:06
EXT STD EC 0.304 15:06
AlIR BLANK 0.000 15:08
EXT STD IR 0.310 15:09
EXT STD EC 0.305 15:09
AIR BLANK 0.000 15:10
EXT STD IR 0.311 15:11
EXT STD EC 0.305 15:11
AIR BLANK 0.000 15:13
EXT STD IR 0.311 15:13
EXT STD EC 0.306 15:13
AIR BLANK 0.000 15:15
EXT STD IR 0.312 15:15
EXT STD EC 0.305 15:15
AIR BLANK 0.000 15:17
EXT STD IR 0.312 15:18
EXT STD EC 0.306 15:18
AIR BLANK 0.000 15:18
DIAGNOSTIC OK 15:19
Ak ok kR Ak kK KK K R ok ok Ak R KX KKK KK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/7/2013

I/R E/C

Simulator #: DR4990 DR4990
Sim Thermi#: DR4990 DR4990
Batchi: D00008 D00008
Reference Value: 0.3044 0.3044
'0.308 0.300

0.317 0.308

" 0.319 0.311

0.319 0.309

0.318 0.308

0.316 0.305

0.317 0.304

0.316 0.304

0.316 0.303

0.316 0.302
Mean: 0.3162 0.3054
SD: 0.0031 0.0035

Bias %: 3.88 0.33

CV %: 0.98 1.15

Mean-Ref. Value Difference: 0.0118 0.001

Ze

-7 /5

ME OF TECHNICIAN PERFORMING TESTS

% DB’

DATE

18285 43

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DRY792

AAkk ok ok kxR K KKk X Kk kK KKK K kKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0076
TEST NO.: 00214
DATE: 10/07/2013

LIE S S SR EEEEEEEREEER RS EE SRS

SUPERVISOR TEST

Kok kR kR Rk KKK KR KA KK AAKK R A KK

g/210L TIME

DIAGNOSTIC OK 14:40
AIR BLANK 0.000 14:40
EXT STD IR 0.308 14:40
EXT STD EC 0.300 14:40
AIR BLANK 0.000 14:42
EXT STD IR 0.317 14:43
EXT STD EC 0.308 14:43
AlIR BLANK 0.000 14:44
EXT sTD IR 0.319 14:45
EXT STD EC 0.311 14:45
AIR BLANK 0.000 14:47
EXT STD IR 0.319 14:47
EXT STD EC 0.309 14:47
AlR BLANK 0.000 14:49
EXT 8TD IR 0.318 14:49
EXT STD EC 0.308 14:49
AlR BLANK 0.000 14:51
EXT sTD IR 0.316 14:52
EXT STD EC 0.305 14:52
AIR BLANK 0.000 14:54
EXT STD IR 0.317 14:54
EXT STD EC 0.304 14:54
AIR BLANK 0.000 14:586
EXT STD IR 0.316 14:56
EXT STD EC 0.304 14:56
AIR BLANK 0.000 14:58
EXT STD IR 0.316 14:58
EXT STD EC 0.303 14:58
AlR BLANK 0.000 15:00
EXT STD IR 0.316 15:01
EXT STD EC 0.302 15:01
AIR BLANK 0.000 15:01

DIAGNOSTIC OK 15:02




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076
DATE OF TESTS: 10/14/2013

Vi E/C

| Simulator #: DR4990 DR4990
Sim Therm#: DR4990. DR4990
Batchi: D00008 D00008
Reference Value: 0.3044 0.3044
' 0.309 0.298

0.314 : 0.302

0.315 0.302

0.316 0.303

0.316 0.303

0.317 0.303

0.315 0.300

0.315 0.300

0.315 0.299

0.316 0.300
Mean: 0.3148 0.3010
SD: 0.0022 0.0018

Bias %: 3.42 -1.12

CV %: 0.70 0.60

Mean-Ref. Value Difference:. 0.0104 ‘ -0.0034

@ /@ ' 1o )Y~ 12
NAME OF TECHNICIAN PERFORMING TESTS DATE
Y. .

p o
”

NAME OF TECHNICIAN REVIEWING RESULTS DATE

t*ﬁtk*i*ltl*lig}**iia*tﬁ

WASHINGTON
ALCOTEST 9510

SERIAL NO.:  ARAH-0076
TEST NO. : 00224
DATE : 1071472013

ﬁ**tk*kit*tﬁi*t**tih*tk*

SUPERVISOR TEST

KR Kk Ak ok ok R Ak Kk Ak kR KKK AR R K

g/ 210L TIME
DIAGNOSTIC 0K 15:52
AIR BLANK 0.000 15:52
EXT STD IR 0.309 15:52
EXT STD EC 0.298 15:52
AIR BLANK 0.000 15:54
EXT STD IR 0.314 15:55
EXT 8TD EC 0.302 15:55
AIR BLANK 0.000 15:56
EXT STD IR 0.315 15:57
EXT STD EC 0.302 15:57
AIR BLANK 0.000 15:59
EXT STD IR 0.316 15:59
EXT STD EC 0.303 15:59
AlIR BLANK 0.000 16:01
EXT STD IR 0.316 16:01
EXT STD EC 0.303 16:01
AIR BLANK 0.000 16:03
EXT STD IR 0.317 16:04
EXT STD EC 0.303 16:04
AIR BLANK 0.000 16:06
EXT STD IR 0.315 16:06
EXT STD EC 0.300 16:06
AIR BLANK 0.000 16:08
EXT STD IR " 0.315 16:08
EXT STD EC 0.300 16:08
AIR BLANK 0.000 16:10
EXT STD IR 0.315 16:11
EXT STD EC 0.299 16:11
AIR BLANK 0.000 16:12
EXT STD IR 0.316 16:13
EXT STD EC 0.300 16:13
AIR BLANK 0.000 16:13

DIAGNOSTIC 0K 16:15

AKX ko ok k kK kA k k kX A XA KNKHKK

OPEW;; SIGNATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0076

BATCH D00009




IMIETHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/25/2013

IR E/C | L

Simulator #: DR4968 DR4968 \Cié
Sim Therm#: DR4968 DR4968 ® %k t Kk k k k ok Kk K X Tk kK k XK kK kK X
WASHINGTON
Batch#: D00008 Do0009 ALCOTEST 9510
E 0.4026 0.4026

Reference Value SERIAL NO. : ARAH- 0076
0.400 0.397 ‘ TEST NO. : 00185
0.402 0.396 ?‘?IE;«***ki‘*wi(B?iE?{gel?

0.401 0.396 SUPERVISOR TEST
0.403 0.396 g/210L  TIME
DIAGNOSTIC OK 17:22
0.404 0.398 AIR BLANK 0.000 17:22
EXT STD IR 0.400 17:22
0.408 b9 . EXT STD EC 0.397 17:22
0.406 0.399 ' AIR BLANK 0.000 17:24
EXT STD IR 0.402 17:24
0.405 0.399 EXT STD EC 0.396 17:24
AIR BLANK 0.000 17:26
0.403 0598 EXT STD IR 0.401 17:27
0.403 0.396 EXT STD EC 0.396 17:27
AIR BLANK 0.000 17:29
Mean: 0.4032 0.3972 EXT STD IR 0.403 17:29
EXT STD EC 0.396 17:29
SD: 0.0019 0.0014 AIR BLANK  0.000 17:31
I -1.34 EXT STD IR 0.404 17:31
Bias %! 0.15 EXT STD EC 0.398 17:31
CV %: 0.47 0.35 . AIR BLANK 0.000 17:33
EXT STD IR 0.405 17:34
Mean-Ref. Value Difference: 0.0006 : -0.0054 : EXT STD EC 0. 390 17.34
AIR BLANK  0.000 17:36
EXT STD IR 0.406 17:36
EXT STD EC 0.399 17:36
AIR BLANK  0.000 17:38
EXT STD IR 0.405 17:38
EXT STD EC 0.399 17:38
: AIR BLANK  0.000 17:40
EXT STD IR 0.403 17:41
(:/é—————*“-—-—— 9 25 }E EXT STD EC 0.396 17:41
DATE AIR BLANK  0.000 17:-:43
NAME OFTWC!AN PERFORMING TESTS A EXT STD IR 0" 408 1> an
; EXT STD EC 0.396 17:43
, AIR BLANK  0.000 17:44
_ DIAGNOSTIC OK 17:45
; ’g 2 /O'Zs—/()) KK KKK XA RKKAR %k ko d h k k% &k & & %

S ANl (125 ' OPERATOR SIGNATURE :

NAME OF TECHNICIAN REVIEWING RESULTS DATE -




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 9/30/2013

IR E/C _ 5
Simulator #: DR4990 DR4990 DR 1990
Sim Thermit: DR4990 - DR4990 WASH I NGTON
Batch#: D00009 D00009 ALCOTEST 9510
Reference Value: 0.4026 0.4026 SERIAL NO. : ARAH-0076
TEST NO. : 00195
0410 0.409 DATE : 09/30/2013
0412 Q12 SUPERVISOR TEST
0413 0412 A kk ok Rk K kKN Rk k ok kA kKK KKK Kk KK
g/210L  TIME
0.414 0.412 DIAGNOSTIC OK 17:51
AIR BLANK  0.000 17:51
0413 0.410 EXT STD IR 0.410 17:52
0.413 0.409 EXT STD EC 0.409 17:52
AIR BLANK 0.000 17:53
0.413 0.409 EXT STD IR 0.412 17:54
EXT STD EC 0.412 17:54
0.412 0.408 . AIR BLANK 0.000 17:56
0.413 0.408 EXT STD IR 0.413 17:56
. EXT STD EC 0.412 17:56
0.413 0.408 AIR BLANK  0.000 17:58
= ' EXT STD IR 0.414 17:58
Mean: 0.4126 0.4097 EXT STD EC 0.412 17:58
) 0.0017 AIR BLANK 0.000 18:00
SD: 0.0011 EXT STD IR 0.413  18:01
Bias %: 248 1.76 EXT STD EC  0.410 18:01
AIR BLANK 0.000 18:03
CV %: 0.27 0.41 EXT STD IR 0.413 18:03
Mean-Ref. Value Difference: 0.0100 0.0071 i)l(; gIENEC gggg ]ggg
: EXT STD IR 0.413 18:06
EXT STD EC 0.409 18:06
AIR BLANK  0.000 18:07
EXT STD IR 0.412 1i8:08
— EXT STD EC 0.408 18:08
/ AIR BLANK  0.000 18:10
- y) ; EXT STD IR 0.413 18:10
W = C/’/:f/?c,“)ﬂ/j EXT STD EC 0.408 18:10
AIR BLANK 0.000 18:12
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD IR 0. 418 16:13
EXT STD EC 0.408 18:13
2 AIR BLANK 0.000 18:13
/ : DIAGNOSTIC OK 16:14
r = f— kK KRk ok Kk A Kk XK ok ok ok kK kok Ak ok ok ok ok
rZ5 ~f )
TAmA 0 ,5% | /0 3 OPERA S IGNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE : =




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAFGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Thermit: DR4990 DR4990
Batchi: D0000%9 D00009
Reference Value: 0.4026 0.4026
0.416 0.411
0.419 0.412
0.418 0.413
0417 0.411
0.417 0.409
0.416 0.407
0.416 0.406
0.417 0.406
0.416 0.405
0.415 0.404
Mean: 0.4167 0.4084
SD: 0.0012 0.0032
Bias %: 3.50 1.44
CV %: 0.29 0.78
Mean-Ref. Value Difference: 0.0141 0.0058
Sy (o113
NAME OF TECHNICIAN PERFORMING TESTS DATE
Lo DB t25713
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRYF9>
*xﬁtxﬁ*t*ﬁ**i&iﬁ*ttﬁtx*tﬁ
WASHINGTON

ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO.: 00205
DATE: 10/01/2013

Kk hhhkk Ak RXKRERA AKX T LR KE XK

SUPERVISOR TEST

k*t*ii*ﬁﬁ*i!ﬁtk*tﬂ***tﬁt

g/210L  TIME

DIAGNOSTIC OK 15:58
A1R BLANK 0.000 15:58
EXT STD IR 0.416 15:58
EXT STD EC ©0.411 15:58
AIR BLANK 0.000 16:00
EXT STD IR 0.419 16:01
EXT STD EC 0.412 16:01
AIR BLANK 0.000 16:03
EXT STD.IR 0.418 16:03
EXT STD EC 0.413 16:03
AlR BLANK 0.000 16:05
EXT STD IR 0.417 16:05
EXT sTD EC 0.411 16:05
AIR BLANK 0.000 16:07
EXT STD IR 0.417 16:08
EXT STD EC 0.409 16:08
AIR BLANK 0.000 16:10
EXT STD IR 0.4186 16:10
EXT STD EC 0.407 16:10
AIR BLANK 0.000 16:12
EXT STD IR 0.416 16:13
EXT STD EC 0.406 16:13
AIR BLANK 0.000 16:14
EXT STD IR 0.417 16:15
EXT STD EC 0.406 16:15
AIR BLANK 0.000 16:17
EXT STD IR 0.4186 16:17
EXT STD EC 0.405 16:17
AIR BLANK 0.000 16:19
EXT STD IR 0.415 16:20
EXT STD EC 0.404 16:20
AIR BLANK 0.000 16:20
DIAGNOSTIC OK 16:22

**tt*iktkﬁtﬂ*tkitxi**iak

(i




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076

DATE OF TESTS: 10/7/2013

IR E/C

Simulator #: DR4990 DR4990
Sim Thermi:- DR4990 DR4990
Batchi: D00009 ' D00009
Reference Value: 0.4026 0.4026

0.396 0.380

0.403 0.386

0.406 0.388

0.407 0.388

0.407 0.389

0.408 - : 0.388

0.409 0.388

0.410 0.388

0.410 0.389

0.411 . 0.388

Mean: .0.4087 0.3872

SD: 0.0044 : 0.0027

Bias %: 1.02 ' -3.83

CV %: 1.08 0.70
Mean-Ref. Value Difference: 0.0041 -0.0154

% /Zm/w’—“ /6+7-73
NAME OF 'I:/ECFI'NICIAN PERFORMING TESTS DATE "

;%7 ﬂﬁﬂﬂ;—é Jo-2513

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRMHIY S

k k k k k k k k kK kA K k ok ko k kK R X R KA K A K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0076
TEST NO.: 00215
DATE : 10/07/2013

A EE R EEEEEEREEEEEEEEEREEE]

SUPERVISOR TEST

hk k kK * Ak kXK ® KA Kk Kk RKKXXLX XK

g/210L TIME

DIAGNOSTIC OK 15:39
AlR BLANK 0.000 15:39
EXT STD IR 0.396 15:40
EXT STD EC 0.380 15:40
AIR BLANK 0.000 15:41
EXT STD IR 0.403 15:42
EXT STD EC 0.386 15:42
AIR BLANK™™ 0.000 15:44
EXT STD IR 0.406 15:44
EXT STD EC 0.388 15:44
AIR BLANK 0.000 15:486
EXT STD IR 0.407 15:47
EXT STD EC 0.388 15:47
AIR BLANK 0.000 15:48
EXT STD IR 0.407 15:49
EXT STD EC 0.389 15:49
AlIR BLANK 0.000 15:51
EXT STD IR 0.408 15:51
EXT STD EC 0.388 15:51
AIR BLANK 0.000 15:53
EXT STD IR 0.409 15:54
EXT STD EC 0.388 15:54
AIR BLANK 0,000 15:55
EXT STD IR 0.410 15:56
EXT STD EC 0.388 15:56
AlR BLANK 0.000 15:58
EXT STD IR 0.410 15:58
EXT STD EC 0.389 15:58
AlIR BLANK 0.000 16:00
EXT sTD IR 0.411 16:01
EXT STD EC 0.388 16:01
AIR BLANK 0.000 " 16:01
DIAGNOSTIC OK 16:02

* k kk Kk kk ok ok ok ok kkkk ok kR k kXX KX

OPERA SIG%TUHE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0076
DATE OF TESTS: 10/14/2013

IR E/C
Simulator #: DR4990 DR4999
Sim Thermit: ' DR4990 DR4990
Batchi: DO00009 D00009
Reference Value: 0.4026 0.4026
0.399 0.379
0.411 0.392
0.413 0.392
0.413 0.391
0.415 0.392
0.414 0.391
0.415 0.390
0.415 0.391
0416 0.390
0.416 0.390
Mean: 0.4127 0.3898
SD: 0.0051 0.0039
Bias %: 2.51 -3.18
CV %: 1.24 1.00
Mean-Ref. Value Difference: 0.0101 -0.0128

7 O E——ER

NAME OF TECHNICIAN PERFORMING TESTS

/ 0 ’ﬁ/&c«;—/ =253

Jam _
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRU9qa

t*xk***t**n**tk**tﬁs**tx

WASHINGTON
ALCOTEST 9519

SERIAL NoO. : ARAH-0076
TEST NoO. : 00225
DATE : 10/14/2013

hititka**i***tikiti**a*k

SUPERVISOR TEST

tit***i**i*tikﬁ*k#*akt*ﬁ

g/210L TiME

DIAGNOSTIC oK 16:35
AIR BLANK 0.000 16:35
EXT STD IR 0.399 1g:3¢

EXT sTD Ec 0.379 16:23¢
AIR BLANK 0.000 16:38
EXT STD IR 0.411 16:38
EXT sTp Ec 0.392 16:38
AIR BLANK 0.000 1g:49
EXT STD IR 0.413 16:49
EXT sTD EC 0.392 16:40
AIR BLANK 0.000 16:42
EXT STD IR 0.413 1643
EXT sTD EcC 0.391 16:43
AlIR BLANK 0.000 16:45
EXT STp IR 0.415 16:45
EXT sTD Ec 0.392 16:.45

AIR BLANK 0.000 16:47
EXT STD IR o 414 16:48
EXT sTD EC ¢ 391 16:48
AlIR BLANK 0.000 16:59
EXT sTD IR o 415 16:50
EXT sSTD ECc ¢ 390 16:590
AlIR BLANK 0.000 1g6:52
EXT STD IR 0.415 1g:52
EXT STD EC ¢ 391 16:52
AIR BLANK 0.000 16:54
EXT sTD IR ¢ 416 16:55
EXT sTD Ec ¢ 390 16:55
AIR BLANK 0.000 1{6:57
EXT s8TD IR o 416 16:57
EXT STD EC 0.390 16:57
AIR BLANK 0.000 16:58

DIAGNOSTIC oK 16:59

*tiﬁthik****tr****tkt*x

O% S| GNATUBE t




