TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0081

BATCH D00001




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/3/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: DO0CO1 D00001
Reference Value: 0.0090 0.0090
0.010 0.010
0.010 0.009
0.010 0.009
0.010 - 0.009
0.010 0.009
0.010 0.009
0.010 0.009
‘_ 0.010 0.009
'- 0.009 0.009
0.010 0.009
Mean: 0.0099 . 0.0091
SD: 0.0003 0.0003
Bias %: 10.00 1.11
CV %: 3.03 3.30
Mean-Ref. value Difference: 0.000S 0.0001

J 4 /)’ﬁr@ l0-371

NAME OF TECHNICIAN PERFORMING TESTS DATE

S e /0-22-13

s
NAME OF TECHNTC

N REVIEWING RESULTS DATE

GRD

£y 3703 deood)

k ok KA R A K R KKK kK KX AKX KXEARK

WASHINGTON
ALCOTEST 8510

SERIAL NO.: ARAH-0081
TEST NO.: 00103
DATE: 10/03/2013

ik Ak %k Kk X F E X Kk kxoh kKK kKA Kk koK

SUPERVISOR TEST

Xk A Kk kR Rk kR KW Rk kK kKKK KKK K

a/210L T IME

DIAGNOSTIC OK 10:27
AlR BLANK 0.000 10:28
EXT STD IR 0.010 10:28
EXT STD EC 0.010 10:28
AIR BLANK 0.000 10:29
EXT STD IR ©0.010 10:30
EXT STD EC 0.009 10:30
AIR BLANK 0.000 10:31
EXT STD IR 0.010 10:31
EXT STD EC ©0.009% 10:31
A'R BLANK 0.000 10:32
EXT STD IR 0.010 10:33
EXT STD EC 0.009 10:33
AIR BLANK 0.000 10:34
EXT STD IR ©0.010 10:34
EXT STD EC 0.00% 10:34
AlR BLANK 0.000 10:36
EXT STD IR 0.010 10:36
EXT STD EC 0.00¢ 10:36
AlR BLANK 0.000 10:37
EXT TP IR 0.040 10:38
EXT STD EC ©0.009 10:38
AlR BLANK 0.000 10:39
EXT STD IR 0.010 10:39
EXT STD EC 0.009 10:39
AR BLANK 0.0006 10:40
EXT STD 'R ¢.009 10:41
EXT STD Ec 0.009 10:41%
AR BLANK 0.000 1f0:42
. EXT STD IR 0.010 10:42
EXT STD EC 0.009 10:42
AIR BLANK 0.000 10:43
DI AGNOSTIC 0K 10:43

**d**ttt*tki**t**tkk**#t

QPERATOR SIGNATURE:

@@éﬁ:’:ﬁ _____ R




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermit: DR3903 DR3903
Batch#: D00001 D00001
Reference Value: 0.0090 0.0090

-~ 0.009 0.008

0.009 0.008

0.009 0.009

0.009 0.009

0.009 0.009

0.009 0.009

0.009 0.009

0.009 0.009

0.009 0.009

0.009 0.009

Mean: 0.0090 0.0088

SD: 0.0000 0.0004

Bias %: 0.00 -2.22

CV %: 0.00 4.55
Mean-Ref. Value Diﬂ;erence: "0.0000 -0.0002
=
’Q D2 / C) -7 i %
NAME OF TECHNICIARPERFORMING TESTS DATE
/fif»« 2 Uﬁg/ﬂbz—u_; Vo R 9 wig
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR 3703

Kk AR A Kk KK KK KK AFE KK AN X Kk K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0081
TEST NO. : 00113
DATE: 10/07/72013

kK hk h Ak kx Rk Xk kxkk kA XKEIRXX

SUPERVISOR TEST

Aok ok R AR XKk KX Kk k ko k kKX XXX KKK

g/210L TIME

DIAGNOSTIC OK 07:25
AIR BLANK 0.000 07:25
EXT STD IR 0.009 07:25
EXT STD EC 0.008 07:25
AIR BLANK 0.000 07:27
EXT STD IR 0.009 07:27
EXT STD EC 0.008 07:27
AIR BLANK 0.000 07:28
EXT STD IR 0.009 07:29
EXT STD EC 0.009 07:29
AIR BLANK 0.000 07:30
EXT STD IR 0.009 07:30
EXT STD EC 0.009 07:30
AIR BLANK 0.000 07:31
EXT STD IR 0.009 07:32
EXT STD EC 0.009 07:32
AIR BLANK 0.000 07:33
EXT STD IR 0.009 07:33
EXT STD EC 0.009 07:33
AlIR BLANK 0.000 07:35
EXT STD IR 0.009 07:35
EXT STD EC 0.009 07:35
AIR BLANK 0.000 07:36
EXT STD IR 0.009 07:37
EXT STD EC 0.009 07:37
AIR BLANK 0.000 07:38
EXT STD IR 0.009 07:38
EXT $TD EC 0.009 07:38
AIR BLANK 0.000 07:39
EXT STD IR 0.009 07:40
EXT STD EC 0.009 07:40
AIR BLANK 0.000 07:40
DIAGNOSTIC OK 07:41

R EEEEEE RS




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/9/2013

I/R E/C .
Simulator #: DR3903 - DR3903
Sim Therm#: DR3903 DR3903 ) . BR%?QP)
" Batch#: D00001 D00001 WASH INGTON
Reference Value: 0.0090 0.0020 ' ALCOTEST 9510
0.012 0.011 SERIAL NO. ARAH- 0081
TEST NO. : . 00122
0.011 0.010 DATE : 10/09/2013
0.010 0.010 SUPERVISOR TEST
0‘010 0.010 t**tf*x*itt***g*t***ﬁt**
g/210L  TIME
0.010 0.010 DIAGNOSTIC OK 07:01
AIR BLANK  0.000 07:01
0.010 0410 EXT STD IR 0.012 07:01
0010 . 0.010 EXT STD EC  0.011. 07:01
AIR BLANK  0.000 07:02
0.010 0.010 EXT STD IR 0.011 07:03
EXT STD EC 0.010 07:03
0.010 0.010 AIR BLANK  0.000 07.04
0.010 0.010 EXT STD IR 0.010 07:04
EXT STD EC 0.010 07:04
Mean: 0.0103 0.0101 AIR BLANK 0.000 07:06
- EXT STD IR 0.010 07:06
SD: 0.0007 0.0003 EXT STD EC 0.010 07:06
: ) 222 AIR BLANK  0.000 07:07
Bias %: 14.44 1 - EXT STD IR 0.010 07:08
CV %: 6.80 ‘ 2.97 EXT STD EC 0.010 07:08
, AIR BLANK 0.000 07:09
Mean-Ref. Value Difference: 0.0013 ) 0.0011 EXT STD IR 0.010 07:00
EXT STD EC 0.010 07:09
AIR BLANK  0.000 07:11
EXT STD IR 0.010 07:11
EXT STD EC 0.010 07:11
AIR BLANK  0.000 07:12
EXT STD IR 0.010 07:13
R EXT STD EC 0.010 07:13
_,*a > ) car[:s AIR BLANK  0.000 07:14
2 pe /Zf?“ Z EXT STD IR 0.010 07:14
E EXT STD EC 0.010 07:14
NAME OF TECH@M PERFORMING TESTS DAT i e DL 074
EXT STD IR 0.010 07:16
EXT STD EC 0.010 07:16
o AIR BLANK 0.000 07:16
j; Y égz“Lf o 913 DIAGNOSTIC OK 07:17
C{M _1‘\3,. ****kiakt*i**t**ﬁ***i***
NAME OF TECHNICIAN REVIEWING RESULTS DATE OPERATOR_S | GNATURE :




'METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/14/2013

IR E/C
" Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batch#; Doooo1 - D00001 -
Reference Value: 0.0090 - 0.0090
0.010 0.009
0.009 : 0.009
0.010 i 0.009
0.009 0.009
0.008 0.009
0.010 0.009
0.010 0.009
0010 0.009
[ 0.010 0.009
0.010 - 0.009
Mean; 0.0097 0.0090
SD: 0.0005 ' 0.0000
Bias %: 7.78 0.00
CV %: 5.15 0.00
Mean-Ref. Value Difference: 0.0007 0
ey ALY
NAME OF TECHNICIAK PERFORMING TESTS DATE
%m 016/‘{,&4&.— (2213
NAME OF TECHNICIAN REVIEWING RESULTS DATE

UUUUURRIONRY > <Ay 2
WASHINGTON
ALCOTEST 9510
SERIAL NO.: ARAH-0081
TEST NO. : 00132

DATE:

SUPERVISOR TEST

10/14/2013

IEEEEEEENNENEEREREEIEIIEE I

IEEENEEEEENEEREREIEEIIE IS I

af210L

DIAGNOSTIC OK
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT sTD I8
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD iR
EXFT STD EC
AR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT sTD EC
AlIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT sSTD IR
EXT STD EC
AlR BLANK
DIAGNOSTIC OK

[=J === === - - -l - Y-~ He o Yo lwN e Ne N NoE =N NN ]

.000
. 010
.009
.000
.009
.009
. 000
.010
.009
. 000
. 009
.009
.000
.009
.009
. 000
.010
. 009
.000
.010
. 009
. 000
. 010
. 009
. 000
.010
. 009
. 000
010
.009
.000

T

07:
07:
07:
07:
07:

{ME
01
0t
02
62
03

IEEE RN NEREEEEEEERENREERERER]

OPERATOR SIG

TURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/15/2013

IR E/C
Simulator #: DR4492 DR4492
Sim Thermi#: DR4492 DR4492
Batchit: D000 - D00001
Reference Value: - 0.0090 0.0090¢
0.009 0.008
0.009 0.009
0.009 0.009
0.009 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
Mean: 0.0096 0.0089
SD: 0.0005 0.0003
Bias %: 6.67 -1.11
CV %: 5.21 3.37
Mean-Ref, Vatue Difference: 0.0006 -0.0001
o O'lgr"tm (o7 (513
NAME OF TECHNICIAN PERFORMING TESTS DATE
0 (62213
NAME OF TECANtEIAN REVIEWING RESULTS DATE

e

PAL4q 7. Daoeo

k ok ok koK kR RTA KK R A A KRR K AR ok k ok ok
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO. : 00141
DATE : 1071572013

kX Ok A Ak KKk R K kA Kk kA AN KRR KR

SUPERVISOR TEST
LRI REIE T BE I I A I R I B I I
g/210L TIME
DIAGNOSTIC OK

11
AlIR BLANK 0.000 11:26
EXT STD IR 0.008% 11:27
EXT STD EC 0:008 11:27
AIR BLANK 0.000 1i1:28
EXT 8TD IR ©.009 f1:28
EXT STD EC 0.009 11:28
AIR BLANK 0.000 11:29
EXT STD IR 0.009 11:30
EXT 8$TD EC 0.0090 11:30
AR BLANK 0.000 11:31
EXT 8T IR 0.009 11:31
EXT STD EC 0.009 11 :314
AIR BLANK 0.000 11:33
EXT STD IR 0.010¢ 11:33
EXT STD EC 0.008 11:33
AlR BLANK 0.000 11:34
EXT SsTD IR 0.01t0 11:35
EXT sTD EC 0.009% 11:35
AIR BLANK ¢.000 11:36
EXT STD IR 0.010 11:36
EXT STD EC 0.009 11:36
AlR BLANK 0.000 11:38
EXT STD IR 0.010 11:38
EXT STD EC 0.009 11:38
AlR BLANK 0.000 11:39
EXT STD IR 0.010 1f:40
EXT STD EC 0.009 11:40
AIR BLANK 6.000 11:41
EXT STD IR 0.010 11:41
EXT STD EC 0.009% 11:41
AIR BLANK 0.000 11:42
DIAGNOSTIC OK 11:42
* R

Xk ok kXK K KK kK ok kA Kk Kk KK * ok &

OPERATOR SJGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0081

BATCH D00002




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/3/2013

, I/R E/C
Simulator #: DR3903 DR3903
Sim Thermit: DR3903 DR3903 Bean 'I..caf*—ﬂ
Reference Value: 0.0147 ‘ 0.0147 WASHINGTON
LCOTEST 9510
0.014 0.014 A
SERTAL NO.: ARAH- 0081
0015 0.014 : TEST NO.: 00104
0.015 0.014 DATE : 10/03/2013
0.014 0.014 SUPERVI1SOR TEST '
0.014 _ 0.014 gi210L  TIME
0.015 0.014 DIAGNOSTIC OK 10:51
AIR BLANK 0.000 10:51
0.015 0.015 EXT STD IR ©0.014 10:52
EXT STD EC 0.014 10:52
, 0.015 0.014 AIR BLANK 0.000 10:53
' 0.015 0.014 EXT STD IR o0.015 10:53
EXT STD EG 0.014 10:53
0.015 0.014 AIR BLANK  0.000 10:55
} EXT STD IR 0.015 10:55
Mean: 0.0147 0.0141 EXT STD EC 0.014 10:55
. SD: 0 AIR BLANK 0.000 10:56
, 0.0005 0.0003 . EXT STD IR 0.014 10:57
Bias %: 0.60 -4.08 EXT STD EC 0.014 10:57
" AR BLANK 0.000 10:58
CV %: 3.40 2.13 EXT STD IR ©0.014 10:58 |
Mean-Ref. : : } ' EXT STD EC 0.014 10:58
ean-Ref. Value Difference 0.0000 0.0006 ALR BLANK  ©6.000 11:00
EXT STD IR 0.015 11:00
EXT STD EC 0.014 11:00 '
AIR BLANK 0.000 11:01
EXT STD IR ©0.015 11:02
EXT STD EC 0.015 11:02
: AR BLANK 0.000 11:03
P . o EXT STD IR 0.015 11:03
G O Rriiy, (03713 L STk bbo 1108
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT s7D IR 0.015 11 105
EXT STD EC ©0.014 11:05
: AIR BLANK 0.000 11:08
EXT $TD IR 0.015 11:07
i EXT STD EC  0.014 11:07
/,@,‘IL{r[hED AIR BLANK  0.000 11:07
DIAGNOSTIC OK : 0
NAME OF TEC REVIEWING RESULTS DATE DIAGNOSTIC OK - 11598
OPERATOR SIGNATURE:

— —




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081
DATE OF TESTS: 10/7/2013

I/R E/C I
Simulator #: DR4492 DR4492 DRL{L{? 9.
SimTherm#: DR4492 DR4492 LR R I e T
Batchi: D00002 il ALCOTEST 8510
Reference Value: 0.0147 ' 0.0147
SERIAL NO. : ARAH-0081
0.013 0.013 TEST NO. : 00114
0013 0.013 DATE : 10/07/2013
0.013 0.013 SUPERVISOR TEST
0.014 0.014 ‘ g/210L  TIME
: ‘ DIAGNOSTIC OK 07:49
0.014 0.013 AIR BLANK  0.000 07:49
0.014 0.014 EXT STD IR 0.013 07:49
EXT STD EC 0.013 07:49
0.014 0.014 AIR BLANK 0.000 07:51
EXT STD IR 0.013 07:51
0.014 o0 EXT STD EC 0.013 07:51
0.014 0.014 AIR BLANK 0.000 07:52
EXT STD IR 0.013 07:53
0.014 0.014 EXT STD EC 0.013 07:53
AIR BLANK 0.000 07:54
Mean: 0.0137 0.0136 EXT STD IR 0.014 07:54
) 0.0005' EXT STD EC 0.014 07:54
SDh: 0.0005 AIR BLANK 0.000 07:56
Bias %: -6.80 -7.48 EXT STD IR 0.014 07:56
368 EXT STD EC 0.013 07:56
CV %: 3.65 7 : AIR BLANK 0.000 07:57
K EXT STD IR 0.014 07:58
Mean-Ref. Value Difference: -0.0010 H.0011 EXT STD EC 0.014 07:58
AIR BLANK 0.000 07:59
EXT STD IR 0.014 07:59
EXT STD EC 0.014 07:59
AIR BLANK  0.000 08:01
EXT STD IR 0.014 08:01
EXT STD EC 0.014 08:01
AIR BLANK 0.000 08:02
/6, 7,[3 EXT STD IR 0.014 08:03
=4 e 7 s EXT STD EC 0.014 08:03
' TCYAN PERFORMING TESTS D . AIR BLANK  0.000 08:04
NAMEOFTEGHN@AN EXT STD IR 0.014 0804
EXT STD EC 0.014 o08:i4
. AIR BLANK 0.000 08105
: . , DIAGNOSTIC OK 08:06
PVM ag!\w {O"?'Jj *****ttt*k{riti**t***t*tt
: OPERATOR _SIGNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE /
: : | = e ———




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/9/2013

I/R E/C
Simulator #: ‘ DR4492 DR4492
Sim Thermit: DR4492 DR4492
Batchit: D00002 ) D00002
Reference Value: 0.0147 0.0147
0.017 0.017
0.017 0.016
0.016 0.015
0.015 0.015
0.015 0.015
0.015 0.015
0.014 0014
0.015 0.014
0.015 0.014
0.015 0.014
Mean: 0.0154 ) 0.0149
SD: 0.0010 0.0010
Bias %: 476 1.36
CV %: 6.49 6.71
Mean-Ref. Value Difference: 0.0007 ' 0.0002

==l

/&“?43_

NAME OF TECHNIEHNZERFORMING TESTS DATE
QLM g @% lo— i3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

ceereereena e DRUHTZ

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO. : 00123
DATE: 10/09/2013

A XA KR RK KK ANKER KKK KK KKK KKK

SUPERVISOR TEST

* kk h kK A Kk KKk KK kK k ok kKK KKK XAK

g/210L T IME

DIAGNOSTIC OK 07:19
AlIR BLANK 0.000 07:20
EXT STD IR 0.017 07:20
EXT STD EC 0.017 07:20
AIR BLANK 0.000 07:21
EXT STD IR 0.017 07:22
EXT STD EC 0.016 07:22
AIR BLANK 0.000 07:23
EXT STD IR 0.016 07:23
EXT STD EC 0.0158 07:23
AIR BLANK 0.000 07:25
EXT STD IR 0.015 07:25
EXT STD EC 0.015 07:25
AlIR BLANK 0.000 07:26
EXT STD IR 0.015 07:27
EXT STD EC 0.015 07:27
AIR BLANK 0.000 07:28
EXT STD IR 0.015 07:28
EXT STD EC 0.015 07:28
AIR BLANK 0.000 07:30
EXT STD IR 0.014 07:30
EXT STD EC 0.014 07:30
AIR BLANK 0.000 07:31
EXT STD IR 0.015 07:32
EXT STD EC 0.014- 07:32
AIR BLANK 0.000 07:33
EXT STD IR 0.015 07:34
EXT STD EC 0.014 07:34
AlIR BLANK 0.000 07:35
EXT STD IR 0.015 07:35
EXT STD EC 0.014 07:35
AIR BLANK 0,000 07:36
DIAGNOSTIC OK : 07:36

Kok ok Kk kohk k ok kK k ok ok ok ok k KKk K kK KKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0031

DATE OF TESTS: 10/14/2013

ceerrirane DRI,

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO.: 00133
DATE: 10/14/72013

**t**k***tk******i****ﬂt

SUPERYI1SOR TEST

tk*t***it****i**i*k**i‘i*

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermit: DR3903 DR3903
Batchif: D00002 Do0002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 0.014
0.014 0.014
0.015 0.014
0.015 0.014
0.014 0.014
0.014 0.014
0.014 0.014
: 0.015 0.014
0.015 0.014
Mean: 0.0144 0.0140
Sh: 0.0005 0.0000
Bias %: -2.04 -4.76
CV %: 3.47 0.00
Mean-Ref. Value Difference: -0.0003 -0.0007
/2714913
NAME OF TECHN!%—iﬁN/ASERFORM]NG TESTS DATE
/,
%m o' 6&'@; fen 22271 %
NAME OF TECHNICIAN REVIEWING RESULTS DATE

af210L

DIAGNOSTIC OK

AlIR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AiR
EXT
EXT
AR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AlIR
EXT
EXT
AlR
EXT
EXT
AlR
CEXT
EXT
AlR

BLANK
sSTD IR
STD EC
BLANK
STD iR
STD EC
BL ANK
sTD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STDh EC
BLANK
STD (R
STD EC
BLANK
sSTD IR
STD EC
BLANK
sTD IR
STD EC
BLANK
STD IR
STD EC
BLANK
sTD IR
STD EC
BLANK

. 000
.014
.014
.000
.014
.014
.000
.014
.014
.000
.015
.014
.000
.015
.014
.000
.014
.014
L.000
. 014
.014
.000
.014
.014
. 000
L0165
.014
.000
.015
.014
. 000

OOOOOOOOOODOOOOOOOOOOOOOOOOOOOO

DI AGNOSTIC OK

ﬁk******t*k**i*tk*ktﬁt*k

OPERATOR SIG ATURE:

" TIME
07:
118
: 19
19
120
21
121
122
122
122
;23
124
124
;25
126
126
127
127
- 27
;29
129
129
:30
131
: 31
132
132
132
134
134
134
;35
07:

18

35




IVIET.HOD VALIDATION DRAEGER ALCOTEST 9510

.DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081 -

DATE OF TESTS: 10/15/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batch#: D00002 De0002
Reference Value: 0.0147 0.0147
0.014 0.013
0.014 0.014
0.015 0.014
0.015 0.014
0.015 0.014
0.015 0.014
0.015 0.014
0.015 0.014
0.015 0.014
0.015 0.014
Mean: 0.0148 0.0139 -
SD: 0.0004 0.0003
Bias %: 0.68 -5.44
CV %: 2.70 2.16
Mean-Ref, Value Difference: 0.0001 -0.0008
2 b .
NAME OF TECHNICIAN PERFORMING TESTS DATE
T e 022713
NAME OF TECEMICTAN REVIEWING RESULTS DATE’

. 017
Se 449 2
K k ok kxR ok k K ¥k ok k& kK k ok ok xRk Kk & k X &
WASHINGTON
ALCOTEST 8510

SERIAL NO.: ARAH-0081
TEST NO.: 00142
DATE : 10/15/2013

% ok k k k ok A kK AR KX KA KR KNKRKK KKK

SUPERV|SOR TEST

Rk ok ok AWk KK R K KK kK KK ERKE A EKRX

alzi0L TIME

DIAGNOSTIC OK 11:46
AIR BLANK 0.000 11:46
EXT STD IR 0.014 11:47
EXT STD EC 0.0%3 11:47
AIR BLANK 0.000 11:48
EXT STD IR 0.0t4 11:48
EXT STD EC 0.014 11:48
AIR BLANK 0.060 11:50
EXT STD IR 0.815 11:80
EXT STD EGC 0.014 11:50
AIR BLANK 6.000 11:51
EXT $TD IR 0.015 11{:52
EXT $TD EC 0.014 11:52
AIR BLANK 0.060 11:53
EXT STD IR 0.015 11:54
EXT STD EC 0.014 11:54
AlR BLANK 0.000 11:55
EXT STD IR .0.015 11:55
EXT STD EC 0.014 11:55
AIR BLANK 0.000 11:56
EXT STD IR 0.015 11:57
EXT STD EC 0.014 11:57
AIR BLANK 0.000 11:58
EXT STD IR 0.015 11:59
EXT STD EC 0.014 11:59
AIR BLANK 0.000 12:00
EXT STD IR 0.015 12:00
EXT $TD EC 0.014 12:00
AIR BLANK 0.000 12:02
EXT STD IR 0.015 12:02
EXT sSTD EC 0.014 12:02
AIR BLANK 0.000 12:03
DIAGNQSTIC OK 12:03

IR EREEEEEEEE R EEEEIENEEER]

OPERATOR SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0081

BATCH D00003




IVIETHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/9/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Therm: DR3903 DR3903 ' T RR%0 '
Batch#: DDDODS D00003 Kk k kR KA KKK KKK *';utaaxa
ASHINGTO
Reference Value: . 0.0204 0.0204 AL\goigsT 9510
0.020 0.019 SERIAL NO. : ARAH-0081
0.020 0019 TEST MNO.: : 00124
: DATE: 10/09/2013
0020 0.019 T S
0020 o0ts o SUPERVISOR TEST
0 . g/210L  TIME
D.pE0 0.020 DIAGNOSTIC OK 07:39
0.021 0.020 AIR BLANK 0.000 07:40
EXT STD IR 0.020 07:40
0.020 0.020 EXT STD EC 0.019 07:40
0.020 0.020 AIR BLANK  0.000 07:41
: , EXT STD IR 0.020 07:42
0.020 0.020 EXT STD EC 0.019 07:42
AIR BLANK 0.000 07:43
0.020 0.020 EXT STD IR 0.020 07:43
5 : EXT STD EC 0.019 07:43
Mean: . 00201 0.0196 AIR BLANK 0.000 07:45
SD: 0.0003 0.0005 EXT STD IR 0.020 07:45
— EXT STD EC 0.019 07:45
ias %: -1.47 -3.92 AIR BLANK 0.000 07:46
o - EXT STD IR 0.020 07:47
S 149 2.55 EXT STD EC 0.020 07:47
Mean-Ref. Value Difference: -0.0003 -0.0008 »é)'{? BLQN*I(R g 30‘1) g;gg
ST .02 .
EXT STD EC 0.020 07:49
AIR BLANK 0.000 07:50
EXT STD IR 0.020 07:50
EXT STD EC 0.020 07:50
AIR BLANK 0.000 07:52
s EXT STD IR 0.020 07:52
P : %&\M/é EXT STD EC 0.020 07:52
o — =~ /N AR BLANK 0.000 07:53
NAMEOFT /Cmﬁ { J=t=l3 : EXT STD IR 0.020 07:54
OF TECHNI PERFORMING TESTS DATE EXT STD EC 0.020 07:54
AIR BLANK 0.000 07:55
EXT STD IR 0.020 07:55
g2 @tﬁ ; EXT STD EC 0.020 07:55
: £ N A AIR BLANK 0.000 07:56
/am B9y CfoTIo 13 DIAGNOSTIC OK 07:57
NAME OF TECHNICIAN REVIEWING RESULTS DATE e SImBARE:
_»:L;-—“’ﬂ.-— - ’
| ==




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

Simulator #:

Sim Thermi#:
Batch#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 10/7/2013

I/R E/C
DR3903 DR3903
DR3903 DR3903
D00003 D00003
0.0204 0.0204

0.021 0.020
0.021 0.020
0.020 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.0209 0.0200
0.0003 0.0000
2.45 -1.96
1.44 0.00
0.0005 -0.0004

-7

DATE
%’VV? 0%/&{4—— kGl 3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

Y
Dl2. 37203
*‘**i*t**ﬂ**kk*ﬁ*****ﬁ**
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0081
TEST NO. : 00115
DATE: 10/07/2013

*t*ﬁtt*i**i*tﬁ*tt*i*k**ﬁ

SUPERVISOR TEST

KE k kA KRE KRR K K E Kk k kK kKkK*Kh &K XX

gli210L  TIME

DIAGNOSTIC OK 08:18
AIR BLANK 0.000 08:18
EXT STD IR 0.021 08:19
EXT STD EC 0.020 08:19
AIR BLANK  0.000 08:20
EXT STD IR ©0.021 08:20
EXT STD EC 0.020 08:20
AIR BLANK 0.000 08:22
EXT STD IR ©0.020 08:22
EXT STD EC 0.020 08:22
AIR BLANK  0.000 08:23
EXT STD IR 0.021 08:24
EXT STD EC 0.020 08:24
AIR BLANK  0.000 08:25
EXT STD IR 0.021 08:26
EXT STD EC 0.020 08:26
AIR BLANK 0.000 08:27
EXT STD IR 0.021 08:27
EXT STD EC 0.020 08:27
AIR BLANK  0.000 08:29
EXT STD IR 0.021 08:29
EXT STD EC 0.020 08:29
AIR BLANK  0.000 08:30
EXT STD IR 0.021 08:31
EXT STD EC 0.020 08:31
AIR BLANK  0.000 08:32
EXT STD IR 0.021 08:32
EXT STD EC 0.020 08:32
. AIR BLANK 0.000 08:34
5 EXT sTD IR 0.021 08:34
. EXT STD EC 0.020 08:34
< :AIR BLANK  0.000 08:35
. DIAGNOSTIC OK 08:35

kA kKA KKK A KRR ARk R X KK EKRK &K

OPERATOR SIGNATWRE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/3/2013

I/R E/C
Simulator #: DR3903 DR3903
Stm Thermi: DR3903 DR3903
Batchi: D0o0003 D09003
Reference Value: 0.0204 0.0204

0.020 0.020

0.021 0.020

0.021 0.020

0.021 0.020

- 0.021 0.020

0.021 0.020

0.021 0.020

0.021 0.020

0.021 0.021

0.021 0.020

Mean: ¢.0209 0.0201

sD: 0.0003 0.0003

Bias %: 2.45 -1.47

CV %: 1.44 1.49
Mean-Ref. Value Difference: 0.0005 -0.0003

/{ o () /5 AT 13

NAME OF TECHNICIAN PERFORMING TESTS DATE

&

/A

NAME OF TECH@AN ’ﬁEViEWlNG RESULTS

DATE

o |
0204
239903

ika-**k*k****-tbsgcafeQ%tk*#t*

WASHINGTON

ALCOTEST 9510
SERTAL NO.: ARAH-0081
TEST NO. : 00105
DATE: 10/03/2013

% k k k ok %k k K K XX Aok kwk kF AKX KR

SUPERVISOR TEST

kAN KR K AK kR AK Kok Wk kKK KKk kN R

g/210L - TIME

DIAGNOSTIC OK 11:45
AlIR BLANK 0.600 11:45
EXT STD IR 0.9020 11:4¢
EXT S$TD EC 0.020 11:4¢
AlR BLANK 0.000 11:47
EXT S7D IR 0.021 {1:47
EXT STD EC 0.620 11:47
AlR BLANK 0.000 11:49
EXT STD IR 0.021 11:49
EXT STD EC 0.020 11:49
AIR BLANK 0.000 11:51
EXT STD IR 0.021 11:51
EXT STD EC 0.020 11:51
AlR BLANK 0.000 11:52
EXT sTD IR 0.021 11:53
EXT $TD EC 0.020 11:53
AlIR BLANK 0.000 11:54
EXT STD IR 9¢.021 11:54
EXT sSTD EC 0.020 11:54
AlR BLANK 0.000 11:586
EXT STP IR 0.021 11:56
EXT 8Tp EC 0.020 11:56
AIR BLANK 0.000 11:57
EXT STD IR 0.021 11:58
EXT STD EC 0.020 11:58
AR BLANK 0.000 11:5¢9
EXT 8TD IR 0.021 11:59
EXT STD EC 0.021 11:59
AR BLANK 0.000 12:01
EXT STD IR ©0.02% 12:01
EXT $TD EC 0.620 12:01
AlR BLANK 0.000 t2:02
DIAGNOSTIC OK 12:02

*ok Kk ok ok Kk ok ok kA &k Ak kA kKK AKX XA KK

QOPERATOR $|GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: DR4492 DR4492
.Sim Thermi: DR4492 DR4492
Batchi#: DO0003 D00003

Reference Value: : 0.0204 0.0204
0.019 0.019 -

0.020 . 0.019

0.021 0.020

0.021 0.020

0.021 0.020

0.021 0.020

0.021 0.020

0.021 0.020

0.021 0.020

0.021 0.020

Mean: 0.0207 0.0198

SD: 0.0007 0.0004

Bias %: 1.47 -2.94

CV %: 3.38 2.02
Mean-Ref. Value Difference: 0.0003 -0.0006
< - R P
7! jgziégio. SO TR
NAME OF TECHNICHAN-PERFORMING TESTS DATE
74,,” O3 reen, sy 23
NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DR 2
Kk ok ok k ok Rk AR R kK KHIKX Al ke &

WASH I NGTON

ALCOTEST 9510

SERIAL NO.:
TEST NO. :
DATE:

SUPERVISOR TEST

ARAH- 0081
00134
1071472013

Kok k kA k Kk koA A K KKKANER KK XX

P E LR R R R

gi/210L

DIAGNOSTIC OK
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT. STD EC
AR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD IR
EXT STD EC
AR BLANK
EXT $TD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD IR
EXT $TD EC
AR BLANK
EXT STD IR
EXT STD EC
A1R BLANK
DIAGNOSTIC OK

QGDOOOOOOOOQOOOOOOOOO@OOOO@OOOO

.000
.019
L0183
. 000
. 020
.019
. 000
.021
.020
. 000
.o21
. 020
.000
.021
.020
.000
.021
.020
.000
.021
. 020
.000
.021
.020
.000
L0214
.020
. 000
.021
.020
.000

T IME

07

o7
07

07

07

139
07:
07:
07:
: 41
HE
07:
07:
07 :
143
07:
07:
07:
07:
07:
07:
07:
07:

39
39
a9

41
42
43

44
44
a4
46
46
46
47
48

148
07 :
07:
07:
07:
07:
- 51
153
:53
;53
1 54
: 55
155
;55
156

49
50
50
51
51

kR KE A R K XK KR A A KK K Kok kK KKK

OPERATOR SI1GNAJURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 8510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/15/2013

iR E/C
Simulator #: DR4492 PDR4492
Sim Thermif: DR4492 DR4492
Batch#: D00003 D00003 PRUYS . 23, o004,
Reference Value: 0.0204 0.0204 . WASHINGTON
ALCOTEST 9530
06,019 0.018
SERIAL NO.: ARAH-0081
0.020 0.019 TEST NO. : 00143
0.020 0.019 DATE; 10/1572013
0.020 0.019 SUPERVISOR TEST
0.021 0.019 g/210L T LME
DIAGNOSTIC OK 12:07
0.021 0.020 AIR BLANK 0.0060 12:07
0.021 0.019 EXT STD IR 0.0198 12:07
EXT STD EC 0.018 12:07
0.021 0.019 AIR BLANK  0.000 12:08
! 0.021 0.019 EXT STB IR ©0.020 12:09
. EXT STD EC  0.019 12:09
0.021 0.019 AIR BLANK 0.000 12:10
EXT STD IR ©¢.020 12:11
Mean: 0.0205 0.0190 EXT STD EC 0.019 12:%1
. AIR BLANK  0.000 12:12
8D: 0.0007 0.0006 EXT STD tR 0.020 12:12
Bias %: 0.49 B.86 EXT STD EC 0.018 12:12
AIR BLANK 0.000 12:14
CV %: 3.41 2.63 EXT STD IR 0.02t 12:14
) , ‘ EXT STD EC 0.012 12:14
Mean-Ref. Value Difference: 0.0001 -0.0014 AIR BLANK 0.000 12-15
EXT STD iR o0.021 {12:16
EXF STD EC  0.020 12:16
AER BLANK  0.000 12:17
EXT STD 'R 0.021 12:18%
EXT STD EC 0.019 12:18
AR BLANK  0.000 12:19
’4 N EXT STD IR 0.0821 12:19
oy L rE EXT STD EGC 0.019 12:19
/4 0’ e (0" /8773 AIR BLANK 0.000 12:21
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT sTD IR 0.021 12:21
EXT STD EC 0.019 12:21
AIR BLANK  0.000 12:22
EXT STD IR 0.021 12:23
‘ | EXT STD EC 0.019 12:23
s — - AIR BLANK  0.000 12:23
2 0 22 % DIAGNOSTIC QK 12:24
NAME OF TECHMITIAN BEVIEWING RESULTS DATE

QOPERATOR SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
| ARAH-0081

BATCH D00004




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/3/2013

/R E/C
Simulator #: -DR3903 DR3903
Sim Thermé: DR3903 DR3903
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408
0.039 0.038
0.040 0.039
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.041
0.041 0.041
0.041 0.041
Mean: 0.0407 0.0400
Sh; 0.0007 0.0009
Bias %: -0.25 -1.96
CV %: 1.72 2.25
Mean-Ref, Value Difference: -0.0001 -0.0008
D 0B 10°313
NAME OF TECHNICIAN PERFORMING TESTS DATE
“ :.-/%’/,ﬁ (G220
NAME OF TECHNIEHR REVIEWING RESULTS DATE

o 3%03 . ~DHOY
k kA K kA Kk A ok A R Ak kA KR KK & kK K
WASHINGTON
ALCOTEST 8510

SERJAL NO.: ARAH- 0081
TEST. NO. : 00106
DATE : 10/03/2013

kR kK k Kk Rk A KR KA KKKNKERXKNK AKX K

SUPERVISOR TEST

IEREREEE R EIEENENIERENEEERESS]

al210L TIME

DIAGNOSTIC OK 12:10
AIR BLANK 0.000 12:10
EXT STD {R 0.039 12:10
EXT STD EC  0.038 12:10
AIR BLANK 6.000 12:12
EXT STD IR 0.040 12:12
EXT STD EC  0.039 f2:12
AIR BLANK 0.000 12:13
EXT STD IR 0, 041 12:14
EXT STD EC  0.040 12:14
AIR BLANK  0.000 12:15
EXT STD IR 0.041 12:16
EXT STD EC 0.040 12:16
AR BLANK 0.000 12:17
EXT STD IR 0.041, 12:17
EXT STD EC  0.040 12:17
AIR BLANK 0.000 12:19
EXT STD IR 0.041 12:19%
EXT STD EC 0.040 12:1¢9
AR BLANK 0.000 12:21
EXT STD iR 0.041 12:21
EXT STD EC 0.040 12:21
AR BLANK 0.000 12:22
EXT STD IR 0.041 12:23
EXT STD EC  0.041 12:73
AIR BLANK 0.000 12:24
EXT STD IR g.041 12:25
EXT STD EC 0.041 12:25
AR BLANK 0.000 12:26
EXT STD IR o©.041 12:286
EXT STD EC 0.041 12:26
ATR BLANK 0.000 12:27
DIAGNOSTIC OK i2:28

Ak k KK ERXERNLEEKKRKKRNAKZAR A

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermit: DR4492 DR4492 -
Batchit: D00004 D00004
Reference Value: 0.0408 0.0408
0.040 0.039
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
Mean:  0.0409 0.0399
SD:_ 0.0003 0.0003
Bias %: 0.25 -2.21
CV %: 0.73 0.75
Mean-Ref. Value Difference: 0.0001 -0.0009
P g
= [0-7-173
NAME OF TECHNICHAN BERFORMING TESTS DATE i
hm /) %/éczﬁ. lo~% <13
NAME OF TECHNICIAN-REVIEWING RESULTS DATE

tt*tﬁi****kkk**i’f*yit*ﬁt*

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0081
TEST NO.: 00116
DATE: 10/07/2013

Rk kK Kk A K Ak KKKk KKk KKKEKEE AKX XK

SUPERVISOR TEST
* kXK Ak KK k R Ak kA kKA KXKXKX XK KX
' a/210L TIME
DIAGNOSTIC OK 08:43
AlR BLANK 0.000 08B:43
EXT STD IR 0.040 08:44

EXT STD EC 0.039 08:44
AIR BLANK 0.000 08:45
EXT STD-IR 0.041 08:46
EXT STD EC 0.040 08:46
AlIR BLANK 0.000 08:47
EXT STD IR 0.041 08:47
EXT STD EC 0.040 08:47
AlR BLANK 0.000 08:49
EXT STD IR 0.041 08:49
EXT STD EC 0.040 08:49
AIR BLANK 0.000 08:51
EXT STD IR 0.041 08:51
EXT STD EC 0.040 08:51
AIR BLANK 0.000 08B:52
EXT STD IR 0.041 08:53
EXT STD EC 0.040 08:53
AIR BLANK 0.000 08:54
EXT STD IR 0.041 08:55
EXT STD EC 0.040 08:55
AIR BLANK 0.000 08:56
EXT STD IR 0.041 08:57
EXT STD EC 0.040 08:57
AIR BLANK 0.000 08:58
EXT STD IR 0.041 08:58
EXT STD EC 0.040 08:58
AIR BLANK 0.000 09:00
EXT STD IR 0.041 09:00
EXT STD EC 0.040 08:00
AIR BLANK 0.000 09:01
DIAGNOSTIC OK 09:01

ok k kk kAk kK A KR KKK KKKKK KK KK




. METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/9/2013

I/R E/C

Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408

0.039 0.038

0.040 0.039

0.041 0.040

0.041 '0.040

0.041 0.040

0.042 0.040

0.042 '0.040

- 0.042 0.040

0.042 0.040

0.041 0.040

Mean: 0.0411 0.0397

SD: 0.0010 0.0007

Bias %: 0.74 -2.70
CV %: 2.43 1.76 /
Mean-Ref. Value Difference: 0.0003 -0.0011

A -7-13

NAME OF TECHNICHANTPERFORMING TESTS DATE
ﬂ%m O'Briaa (o o713

NAME OF TECHNICIAN REVIEWING RESULTS DATE

*ttlit*nttﬁ*;t@jlfﬂq?lwtki

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0081
TEST NO.: 00125
DATE : 10/09/2013

ok ok ok k ok k k kA KK KKk k KK KKK KKK

SUPERVISOR TEST

IR EEEEEEEEEREEEEEESNEEENEE]

g/210L TIME

DIAGNOSTIC OK 08:01
AIR BLANK 0.000 08:01
EXT STD IR 0.039 08:01
EXT STD EC 0.038 08:01
AlR BLANK 0.000 08:03
EXT STD IR 0.040 08:03
EXT STD EC 0.039 08:03
AlR BLANK 0.000 08:04
EXT STD IR 0.041 08:05
EXT STD EC 0.040 08:05
AIR BLANK 0.000 08:06
EXT STD IR 0.041 08:07
EXT STD EC 0.040 08:07
AlIR BLANK 0.000 0B:08
EXT STD IR 0.041 08:08
EXT STD EC 0.040 08:08
AIR BLANK 0.000 08:10
EXT STD IR 0.042 08:10
EXT STD EC 0.040 08:10
AlR BLANK 0.000 08:12
EXT STD IR 0.042 08:12
EXT STD EC 0.040 08:12
AlR BLANK 0.000 08:13
EXT STD IR 0.042 08:14
EXT STD EC 0.040 08:14
AIR BLANK 0.000 08:15
EXT STD IR 0.042 08:16
EXT STD EC 0.040 08:16
AlR BLANK 0.000 08:17
EXT sTD IR 0.041 08:17
EXT STD EC 0.040 08:17
AlIR BLANK 0.000 08:18
DIAGNOSTIC OK 08:19

AR KA R A KKK R XK KK Xk kX FAAKKAXK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/14/2013

e

I/R
Simulator #: DR3903 DR3903
Sim Thermi; DR3903 DR3903
Batchi: D00004 D00004
Reference Value: 0.0408 0.0408
0.039 0.038
0.041 0.039
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
!‘ ' 0.041 0.040
0.041 0.040
Mean:  0.0408 0.0397
SD: 0.0006 0.0007
Bias %: 0.00 -2.70
CV %: 1.47 1.76
Mean-Ref, Value Difference: 0.0000 -0.0011

2R ELIAN

T A
NAME OF TECHNLCL’ATN’ﬁEﬁﬁFORMWG TESTS

%m A, fﬁ/ A U’»ﬂa&-

DATE

[ 2213

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

WASHINGTON
ALCOTEST 951¢

TEST NO.:

SUPERVISOR TEST

gf210L
DIAGNOSTIC 0K
‘AlR BLANK 0.000
EXT STD IR 0.039
EXT STb EC 0.038
AIR BLANK 0.000
EXT STD IR 0.041
EXT STD EC 0.039
AIR BLANK 0.000
EXT STD IR 0.041
EXT STD EC 0.040
AIR BLANK 0.000
EXT STD IR 0.041
EXT $TD EC 0.040
AlR BLANK 0.000
EXT STD IR 0.041
EXT STH EC 0,040
AlR BLANK 0.000
EXT STD IR 0.041
EXT STD EG 0.040
AIR BLANK 0.000
EXT STD IR 0. 041
EXT STD EC 0.040
AIR BLANK 0.000
EXT STD IR 0.041
EXT sTD EC 0.040
AIR BLANK 06.000
EXT STD IR 0©.041
EXT STD EC 0.040
AIR BLANK 0.000
EXT sSTD IR 0. 041
EXT STD EC 0.040
AlR BLANK 0.00¢0

DIAGNOSTIC OK

*tiiiﬁiita*ktDR'Sk**B

SERIAL NO.: ARAH-0081

00135

DATE: 10/14/2013

kR KK KAANKKEAE R R AR AN kK Kk KK

LR EE R RN R R R R 1

CTIME

07:
07:
08B:
08:
08:
08:
0B:
03
:03
103
05
05
: 05
06
107
07

08:

hh ok kKA A KRR kR A K kA ANk kK K K Kk

OPERATOR $ !ENATURE :

59
59
00
00
01
01
01




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/15/2013

VR E/C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408
0.040 0.038
0.041 0.039
0.041 0.039
0.042 0.040
0.042 0.040
0.041 0.040
0.041 0.039
0.041 0.040
0.042 0.040
0.042 0.040
Mean: 0.0413 0.0395
SD: 0.0007 0.0007
Bias %: 1.23 -3.19
CV %: 1.69 1.77
Mean-Ref. Value Difference: 0.0005 -0.0013
%m (j:”gfi-//?\., /[0 (513
NAME OF TECHNICIAN PERFORMING TESTS DATE
SO-27 1
DATE

NAME OF TECHNICHAT KEVIEWING RESULTS

peyya, . D4, orei§ ..
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO.: 00144
DATE: 10/15/2013

Ik h WKk ok kK kKN KKk ok ok kR ko ok ko

SUPERVISOR TEST

IR EEREREEE R I N ]

g/2f0L  TIME

DIAGNOSTIC OK 12:36
AIR BLANK 0.000 12:36
EXT sTD IR 0.040 12:37
EXT STh EC 0.038 12:37
AlR BLANK 0.000 12:38
EXT STD IR 0.041 12:38
EXT STD EC 0.039 12:38
AlR BLANK 0.000 12:40
EXT STD IR 0.041 12:40
EXT STD EC 0.039 12:40
AlR BEANK 0.000 12:42
EXT STD IR . 0.042 12:42
EXT STD EC 6.040 12:42
AIR BLANK 0.000 12:43
EXT STD IR 0.042 12:44
EXT STD EC 0.040 12:44
AIR BLANK 0.000 12:45
EXT STD IR 0.041 12:46
EXT STD EC 6.040 12:4¢
AlR BLANK 0.000 12:47
EXT STD IR 0.041 12:48
EXT STD EC 0.039 12:48
AIR BLANK 0.000 12:49
EXT STD IR 0.041 12:49
EXT STD EC 0.040 1{2:49
AlR BLANK 0.000 12:51
EXT STD IR 0.042 12:51
EXT STD EC 0.040 12:51
AIR BLANK 0.0060 12:53
EXT STD IR 0.042 12:53
EXT STD EC 0.040 12:53
AlR BLANK 0.000 12:54
DIAGNOSTIC OK 12:54

k kAR ok kK kK kAR Kk AN AN KA Ak K kK

OPERATOR S|GNATURE :
z
(DO




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0081

BATCH D00005




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0031

DATE OF TESTS: 10/3/2013

IR E/C
Simulator #: DR3903 DR3903
Sim Therm#: DR3903 DR3203
Batch#: Dooo0s5 ' D0000s
Reference Value: 0.0804 0.0804
0.080 0.079
0.081 0.080
0.082 ~ 0.081
0.082 - 0.081
0.082 0.081
0.082 0.081
0.082 0.082
- 0.083 0.082
i 0.083 0.082
0.083 0.082
Mean: 0.0820 0.0811
SD; 0.0009 0.0010
Bias %: 1.99 0.87
CV %: 1.10 1.23
Mean-Ref. Value Difference; 0.0016 0.0007
7%2&@? C)1éi/114uu 763713
NAME OF TECHNICIAN PERFORMING TESTS DATE
- e £ V7 --[4’4‘5)
NAME OF TECHNICTAN EVIEWING RESULTS DATE -

oy | |
DR AAs3 .00
WASHINGTON
ALCOTEST 9510
SERIAL NO.: ARAH-0081
TEST NO.: 00108
DATE: 10703/2013
i**t*tiﬁ**kk’**iikﬁ***ti
SURERVISOR TEST

**ik**til****i!**i*t***i

gf210L T IME
DI AGNOSTIC OK 13:52
AlR BLANK 0.000 13:52
EXT STD IR 0.080 13:52
EXT STD EC 0.079 13:52
AIR BLANK 0.000 13:54
EXT STD IR 0.081 i13:54
EXT STD EGC 0.080 13:54
AIR BLANK 06.000 13:53%
EXT STDh IR 0.082 13:56
EXT $TD EC 0.081 13:56
AIR BLANK 0.000 13:57
EXT STD IR o0.082 13:58
EXT STD EC 0.081 13:58
AIR BLANK 0.000 13:59
EXT STD IR 0.082 14:00
EXT STD EC 0.0814 14:00
AlR BLANK 0.000 14:01
EXT sTD IR 0.082 14:01
EXT STD EC 0.081 14:01
AlR BLANK 0.000 14:03
EXT STD IR 0.082 14:03
EXT STD EC 0.082 14:03
AIR BLANK 0.000 14:05
EXT STD IR 0.083 14:05
EXT STD EC 0.082 14:05
AlR BLANK 0.000 14:07
EXT sTh IR 0.083 14:07
EXT STD EC 0.082 14:07
AIR BLANK 0.000 14:08
EXT STD IR 0.083 14:09
EXT STD EC 0.082 14:09
AlR BLANK 0.000 14:09
DIAGNOSTIC OK 14: 10

Ak KAk Ak k kN kK kk kK KKAKKAKR

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchi: D00005 D00005
Reference Value: 0.0804 0.0804
| 0.080 0.078
0.081 0.080
0.081 0.080
0.081 0.080
0.082 0.080
0.082 0.080
0.082 0.081
0.082 : 0.081
0.082 0.081
0.082 0.081
Mean: 0.0815 0.0802
SD: 0.0007 0.0009
Bias %: -1.37 -0.25
CV%: 0.86 112
Mean-Ref. Value Difference: 0.0011 -0.0002

/07 A

PERFORMING TESTS DATE

NAME OF_TEE:HW
oo B (0913

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRYHTL

EEEKRE KKK KKK A K AR KKK Kk &k A

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0081
TEST NO. : 00117
DATE: 10/07/2013

KEhk Aok k kK kAR KKk Ak kkkRA ko k&

SUPERVISOR TEST
**Wi*ﬁk**k*i*i*ti*****kt
g/21i0L TIME
DIAGNOSTIC OK 09:20
AlIR BLANK 0.000 09:20
EXT STD IR .080 09:20

0
EXT STD EC 0.078 09:20
AIR BLANK 0.000 09:22
EXT STD IR 0.081 09:22
EXT STD EC 0.080 09:22
AlIR BLANK 0.000 09:24
EXT STD IR 0.081 09:24
EXT STD EC 0.080 09:24
AlIR BLANK 0.000 09:25
EXT STD IR 0.081 09:28
EXT STD EC 0.080 09:26
AIR BLANK 0.000 09:27
EXT STD IR 0.082 09:28
EXT STD EC 0.080 09:28
AIR BLANK 0.000 09:29
EXT STD IR 0.082 09:30
EXT STD EC 0.080 09:30
AIR BLANK 0.000 09:31
EXT STD IR 0.082 09:31
EXT STD EC 0..081 09:31
AIR BLANK 0.000 09:33
EXT STD IR 0.082 09:33
EXT STD EC 0.081 09:33
AIR BLANK 0.000 09:35
EXT STD IR 0.082 09:35
EXT STD EC 0.081 09:35
AIR BLANK 0.000 09:37
EXT STD IR 0.082 09:37
EXT STD EC 0.081 09:37
0

AIR BLANK .000 09:38
DIAGNOSTIC OK 09:38

A KKk hok Ak Rk ok kA ok kKA kK kA KK

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/9/2013

IR E/C
Simulator #: DR3903 DR3903
Sim Thermit: DR3903 DR3903 :.)ch 3
Batch#: DOOOOS DUODDS IEEEEEE TR EEE] AR OW x *
WASHINGTON
Reference Value: 0.0804 _ 0.0804 ALCOTEST 9510
0.081 0.079 SERIAL NO. : ARAH-0081
7 TEST NO.: 00126
L 0.080 DATE: 10/09/2013
0083 0081 kt**kx*tt**kttk*t*t*ik*t
S
0.083 : 0081 **t*??f%?‘!i*??g‘[‘f?‘[***ﬁx
g/210L TIME
g0 0.080 DIAGNOSTIC OK 08:37
0.083 0.081 AIR BLANK 0.000 08:37
EXT STD IR 0.081 08:37
0.082 0.081 EXT STD EC 0.079 08:37
AIR BLANK 0.000 08:39
0.083 0.081 EXT STD IR 0.083 08:39
0.082 0.080 EXT STD EC 0.080 08:39
AR BLANK 0.000 08:41
0.082 - 0.080 EXT STD IR 0.083 08:41
. EXT STD EC 0.081 08:41
Mean: 0.0825 0.0804 AIR BLANK 0.000 08:42
SD: 0.0007 0.0007 EXT STD IR 0.083 08:43
o ‘ EXT STD EG 0.081 08:43
Bias %: 2.61 0.00 AIR BLANK 0.000 08:44
oL EXT STD IR 0.083 08:45
CV %: 0.85 0.87 EXT STD EC 0.080 08:45
Mean-Ref. Value Difference: 0.0021 0 AIR BLANK 0.000 08:46
‘ EXT STD IR 0.083 08:47
EXT STD EC 0.081 08:47
AIR BLANK 0.000 08:48
EXT STD IR 0.082 08:48
EXT STD EC 0.081 08:48
AIR BLANK 0.000 08B:50
EXT STD IR 0.083 08:50
‘ EXT STD EC 0.081 08:50
/ﬁ,_Q,/ﬁ) - AIR BLANK  0.000 08:52
: - EXT STD IR 0.082 08:52
NAME OFTEcﬁr&rr’AN PERFORMING TESTS DATE EXT STD EC 0.080 08:52
AIR BLANK 0.000 08:54
EXT STD IR 0.082 08:54
/ 0,6 = : EXT STD EC 0.080 08:54
; o AIR BLANK 0.000 08:55
am rea /o 0713 DIAGNOST IC OK 06:55
NAME OF TECHNICIAN REVIEWING RESULTS DATE OPERATOR SIANATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 951.0 SERIAL NUMBER: ARAH-0081

Stmulator #:

Sim Thermi:
Batch#:
Reference Value:

Mean:
Sb:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 10/14/2013

I/R E/C
DR4492 DR4492
DR4492 DR4492
D00005 D00005
0.0804 0.0804

0.078 0.076
0.082 0.079
0.082 0.080
0.083 0.081
£.083 0.081
0.083 0.081
0.083 0.081
0.083 0.081
0.083 0.081
0.082 0.081
0.0822 0.0802
0.0015 0.0016

2.24 -0.25

1.82 2.00
0.0018 -0.0002

el “\A?A

e

NAME OF TEC&&W#ORMWG TESTS

: 4«0 Oilgfiwgmﬁ

DATE

(02213

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

t#**it*k*i**?ﬁ@j_ﬁ%?kz

WASHINGTON
ALCOTEST 9510

SERITAL NO.: ARAH-0081
TEST NO..: Gotae
DATE: 10/14/2013

LA AR O B IR JE S SO B BE L BE 2 b Bk B B O 2 3

SUPERVISOR TEST

kk ok koA A A A KKK K Kok ok kA ARk ok k%

gl/210L TIME

DIAGNOSTIC OK 08:19
AlR BLANK 0.000 08:19
EXT STD IR 0.078 08:19
EXT sTD EC 0.076 0B8:19
AIR BLANK 0.000 08:21
EXT STD IR o0.082 08:21
EXT STD EC 0.079 08:21
"AIR BLANK 0.000 06:22
EXT STD IR 0.082 08:23
EXT STD EC 0.080 08:23
AlR BLANK - 0.000 08:24
EXT STD IR 0.083 08:25
EXT 8TD EC 0.081 08:25
AlR BLANK 0.000 08:26
EXT STD IR 0.083 08:27
EXT sSTD EC 0.081 08:27
AlIR BLANK ¢.000 08:28:
EXT STD IR 0.083 08:29
EXT STD EC 0.081 08:29
AlR BLANK 0.000 08:30
EXT STD IR 0.083 0B:30
EXT 8$TD EC 0.081 08:30
AlR BLANK 0.000 08:32
EXT STD IR 0.083 08:32
EXT $Th EC 0.081 08&:32
AIR BLANK 0.000 08:34
EXT 8Th IR 0.083 085:34
EXT STD EC 0.081 08:34
AIR BLANK 0.000 08:36
EXT $TD IR 0¢.082 08:36
EXT STD EGC ©0.081 08:36
AlIR BLANK 0.000 08:37
DIAGNOSTIC OK 08:37

Aok w Ak ok k kAKX KA KKK KKK KK Kk K

OPERATOR_S {§NATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/15/2013

, I/R E/C

Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batchi: D00005 D0o005
Reference Value; 0.0804 0.0804

0.077. 0.073

0.080 0.077

0.081 0.078

0.082 0.079

0.082 0.079

0.082 . 0.079

0.081 0.079

0.081 0.079

0.083 0.079

0.082 0.079

Mean: 0.0811 0.0781

SD: 0.0017 0.0019

Bias %: - 087 . -2.86

CV %: 2.10 2.43

Mean-Ref. Value Difference: 0.0007 -0.0023

,4&74 4, %f’?g/,\j | /513

NAME OF TECHNICIAN PERFORMING TESTS DATE

400 ~22-13

NAME OF TECHNIGIAN-REYIEWING RESULTS DATE

*%'g’fi(!g%* * *Q'*E* * % icl?é?* ok ox

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO.: 00145
DATE : 10/15/2013

LRI T B O R N I I

SUPERVISCOR TEST

ok ok ok ok ok ox A A A Kok ok ok ok x K AKX KR Rk KX

gf210L TIME

DIAGNOSTIC OK 12:56
AIR BLANK 0.0060 12:56
EXT STD IR 0.077 12:56
EXT 8TD EC 0.073 12:56
AR BLANK 0.000 12:58
EXT STD IR 0.9080 12:58
EXT STD EC 0.077 12:58
AlIR BLANK 0.000 13:00
EXT STD IR 0.o081 13:00
EXT STD EC 0.078 13:00
AlR BLANK 0.000 13:02
EXT sTD IR 0.082 13:02
EXT STD EC 0.079 13:02
AR BLANK 6.000 13:04
EXT STD IR 0.08B2 13:04
EXT STD EG 0.07% 13:04
AIR BLANK 0.000 13:05
EXT STD IR 0.082 13:06
EXT STD EC 0.079 13:06
AlIR BLANK 0.000 13:07
EXT STD IR 0,081 13:08
EXT STD EC 0.079 13:08
AIR BLANK 0.000 13:09
EXT STD IR 0.081 13:10
EXT STD EC 0.079 13:10
AIR BLANK 0.000 13:11
EXT STD IR 0.083 t3:12
EXT STD E€ 0.079 13:12
AlR BLANK 6.000 13:13
EXT STD IR 0.082 13:14
EXT sTDh EC 0.079 13:14
AIR BLANK 0.000 13:14
D1AGNOSTIC OK 13:15

Foh X kK h ok ok ok kK k% ok ok kow R Kk Rk K

OPERATOR SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0081

BATCH D00006




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/3/2013

/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 PR3903
Batchit: DO0006 D00006
Reference Value: 0.1522 0.1522

0.150 0.147

0.156 0.154

0.157 0.155

0.158 0.156

0.159 0.157

0.159 0.157

0.169 0.158

0.159 0.157

0.160 0.158

0.158 0.157
Mean; 0.1575 0.1658
SD: 0.0029 0.0033

Bias %: . 348 2.23

-CV %: 1.84 2.12
Mean-Ref. Value Difference: 0.0053 . 0.0034

%LM A Briean (&3 -13

NAME OF TECHNICIAN PERFORMING TESTS DATE
] Jo-tq -1
REVIEWING RESULTS DATE

ﬁ}xﬂ I EL
DR 3807 52

LEE R EREEEEIEENEREEER IR
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0.081
TEST NO. : 00109
DATE : 10/03/2013

EE X Rk ok &£k kX KR X ki XXXk Kk Ekx XXX

SUPERVISOR TEST

Kk ok k ok kK ok ok koK kokkkkKkk kA kKK

gf210L T IME

DIAGNOSTIC OK 14:24
AlR BLANK 0.000 14:24
EXT STD IR 0.150° 14:25
EXT STD EC 0.147 14:25
AIR BLANK 0.000 14:26
EXT STD IR 0.156 14:27
EXT STD EC o0.154 14:27
AR BLANK 0.000 14:28
EXT STD IR 0.157 14:28
EXT STB EC 0,156 14:28
AIR BLANK 0.000 14:30
EXT STD IR 0.158 14:30
EXT STD EC 0.156 14:30
AIR BLANK 0.000 14:32
EXT 8TD IR 0.159 14:32
EXT STD EC 0.157 14:32
AlR BLANK 0.000 14:34
EXT STD IR 0.159 14:34
EXT STD EC 0.157 14:34
AIR BLANK 0.000 14:3¢6
EXT 8TD IR 0.15¢ 14:36
EXT STD EC 0.158 14:36
AIR BLANK 0.000 14:38
EXT STD IR 0.159 14:38
EXT STD EC 0.157 14:38
AR BLANK 0.000 14:40
EXT 8TD IR 0.160 14:40
EXT STD EC 0.158 14:40
AIR BLANK 0.000 14:42
EXT S$TD IR 0.158 14:42
EXT STD EC 0.157 14:42
AlR BLANK 0.000 14:43
DIAGNOSTIC OK 14:44

Kk kk kAR KKK KKK R KX KRR K kX R H &

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/7/2013

I/R E/C
simulator #: * DR3903 DR3903
Sim Therm#: DR3903 DR3903

Batchi#: D00006 D00006
Reference Value: 0.1522 0.1522
0.156 1 0.153
0.157 0.154
0.157 0.154
0.157 0.154
0.157 0.155
0.158 0.155
'0.158 0.156
0.158 0.156
0.158 0.156
0.158 0.156
Mean: 0.1574 0.1649
SD: 0.0007 0.0011
Bias %: 3.42 177
CV %: 0.44 0.71
Mean-Ref. Value Difference: 0.0052 0.0027
-7
DATE
Ao 0B
NAME OF TECHNICIAN REVIEWING RESULTS DATE

S ! )
Dl 37¢
t**t****tkkf’/!t‘i*t xRk %

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO. : 00118
DATE: 10/07/2013

kk kK k k Kk kK Kk Kk hkokokokKk KKK KK KK

SUPERVISOR TEST

XKk kA KR KKk RAKEK XK X R KKK FA X K&K

g/210L  TIME

DIAGNOSTIC OK 09:50
AIR BLANK 0.000 09:50
EXT STD IR 0.156 09:50
EXT STD EC 0.153 09:50
AIR BLANK 0.000 09:52
EXT STD IR 0.157 09:52
EXT STD EC 0.154 09:52
AlR BLANK 0.000 09:54
EXT STD IR 0.157 09:54
EXT STD EC 0.154 09:54
AlIR BLANK 0.000 09:56
EXT STD IR 0.157 09:56
EXT STD EC 0.154 09:56
AlR BLANK 0.000 09:58
EXT STD IR 0.157 09:58
EXT STD EC 0.155 09:58
AlIR BLANK 0.000 10:00
EXT STD IR 0.158 10:00
EXT STD EC 0.155 10:00
AlR BLANK 0.000 10:02
EXT STD IR 0.158 10:02
EXT STD EC 0.156 10:02
AIR BLANK 0.000 10:04
EXT STD IR 0.158 10:04
EXT STD EC 0.156 10:04
AlR BLANK 0.000 10:06
EXT STD IR 0.158 10:06
EXT STD EC 0.156 10:06
AIR BLANK 0.000 10:08
EXT STD IR 0.158 10:08
EXT STD EC 0.156 10:08
AIR BLANK 0.000 10:09
DIAGNOSTIC OK 10:09

Kok k hk ok k ok k K kA KR KK KK KKK K KKK

OR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/9/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batch#: D00006 D00006
Reference Value: 0.1522 0.1522
0.156 0.151
0.157 0.153
0.158 0.154
0.158 0.154
0.158 0.154
0.158 0.154
0.158 0.154
0.158 0.154
- 0.158 0.155
0.158 0.155
Mean: 0.1577 ; 0.1538
SD: 0.0007 0.0011
Bias %: 3.61 1.05
CV %: 0.44 ' 0.72
Mean-Ref. Value Difference: 0.0055 0.0016
YT /0 =713
NAME OF TECHMIEIAN PERFORMING TESTS DATE

/%m /)*-,6/% | (o lo-/3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

xw*n*t*kntttii*bﬁf;}fj‘t'?ﬁz/

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO.: 00127
DATE : 10/09/2013

!*t******i****t****i#itk

SUPERVISOR TEST

ARk Kk hhk kokkRAKKAKAKEFKT K A KKK

g/210L TIME

DIAGNOSTIC OK 09:01
AIR BLANK 0.000 09:01
EXT STD IR 0.156 09:01
EXT STD EC 0.151 09:01
AIR BLANK 0.000 09:03
EXT STD IR 0.157 09:03
EXT STD EC 0.153 09:03
AIR BLANK 0.000 09:05
EXT STD IR 0.158 09:05
EXT STD EC 0.154 09:05
AIR BLANK 0.000 09:07
EXT STD IR 0.158 09:07
EXT STD EC 0.154 09:07
AlR BLANK 0.000 09:09
EXT SsTD IR 0.158 09:09
EXT STD EC 0.154 09:089
AIR BLANK 0.000 09:11
EXT STD IR 0.158 09:11
EXT STD EC 0.154 09:11
AIR BLANK 0.000 09:13
EXT STD IR 0.158 09:13
EXT STD EC 0.154 09:13
AIR BLANK 0.000 00:15
EXT STD IR 0.158 09:15
EXT STD EC 0.154 09:15
AIR BLANK 0.000 09:17
EXT STD IR 0.158 09:17
EXT STD EC 0.155 09:17
AIR BLANK 0.000 09:19
EXT STD IR 0.158 090:19
EXT STD EC 0.155 09:19
AlR BLANK 0.000 09:20
DIAGNOSTIC OK 09:21

Ak Kk kkkXAKRRA XX KK X KX XK XX *




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/14/2013

I/R E/C
Simulator#: DR3903 DR3903
Sim Thermi#: : PR3903 _ .DR3903
Batchif: D00006 DO0006
Reference Value: 0.1522 0.1522
0.148 0.143
0.154 0.1580
0.157 0.152
0.157 0.152
0.157 _ 0152
0.158 0.153
0.158 . 0.154
0.158 0.154
0.188 0.155
0.158 0.154
Mean: 0.1563 0.1519
SD: 0.0032 0.0034
Bias %: . 2.69 -0.20
CV %: 2.05 2.24
Mean-Ref, Value Difference: 0.0041 -0.0003

Z 2

S /O
NAME OF TECHNICIAN PERFORMING TESTS DATE
/g:’}/\ Qf/gv’*uﬁ; ‘ 7O 22-15%
NAME OF TECHNICIAN REVIEWING RESULTS DATE

%

KR Ek ok koA Ak KK kR k Kk ok kKR AN

WASHINGTON
ALCOTEST 9510

SER| AL NO.: ARAH- 0081
TEST NOG. : 00137
DATE: 10/1472013

Ak Rk ok kA Ak R oKk KKK KK KK kKKK

SUPERVISOR TEST

P N EEE R T

gf210L TIME

DIAGNOSTIC OK 08:50
AIR BLANK 0.000 08:50
EXT STD IR 0.148 06:50
EXT STD EC 0.143 08:50
AIR BLANK 0.000 08:52
EXT STD IR 0.154 0B:52
EXT STD EGC 0.150 08:52
AIR BLANK 0.000 08:54
EXT STD IR 0©0.157 08:54
EXT $TD EC ©0.152 08:54
AlR BLANK 0.000 O08B8:356
EXT STD IR ©0.157 08:56
EXT STD EC 0.152 08:56
AlR BLANK 0.000 08:58
EXT STBb IR 0.157 08:58
EXT STD EC 0.152 08:58
AR BLANK 0.000 09:00
EXT STD {R 0.158 09:00
EXT STD EC 0.153 09:00
AlIR BLANK 0.000 0%:02
EXT STD IR 0.158 09:02
EXT STD EC 0.154 09:02
ALR BLANK 0.000 0%:04
EXT STD IR 0.158 09:04
EXT STD EC 0.154 09:04
AR BLANK 0.000 09:06
EXT STD IR 0.158 09:06
EXT STD EC 0.155 09:06
AIR BLANK ¢.000 09:08
EXT STD IR ©.158 09:08
EXT STD EC 0.154 09:08
AR BLANK 0.000 09:09
DIAGNOSTIC OK 09:09

IEEEEEEEEERER R RIS IE]

OPERATOR SI1GMAAURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/15/2013

/R E/C
Simulator #: DR4492 " DR4492
Sim Therm#: ' DR4492 DR4492
Batchi: DO0006 D00006
" Reference Value: 0.1522 0.1522
0.146 0.140
0.154 0.147
0.156 0.149
0.157 . 0150
0.157 0.151
0.158 0.152
0.158 0.152
. . 0.158 0.152
i 0.158 0.162
0.157 0.162
Mean: 0.1558 0.1497
SD: 0.0087 0.0038
Bias %: 243 -1.64
CV %: 2.37 2.54
Mean-Ref. Value Difference: 0.0037 -0.0025
/gm %, ' s, Y A
NAME OF TECHNICIAN PERFORMING TESTS DATE
e " 0-223
NAME OF TECHNIGANRF/IEWING RESULTS DATE

bLdfaz Ve 1522
ki**ﬂ*tﬁ'******tﬂ**iﬁk*l
WASH I NGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO.: 00146
DATE : 10/15/2013

Ak ok Rk kR R I NK K KK k ok h Kk kA KE K KW

SUPERVISOR TEST

Kok ok h k kkk khdk &k dk k kXX KKK *EKk

a/210L ~ TIME

DIAGNOSTIC OK 13:17
AIR BLANK 0.000 13:17
EXT STD IR 0.146 13:18
EXT STD EC 0.140 13:18
AR BLANK 0.000 13:19
EXT STD IR 0.154 13:20
EXT STD EC 0.147 13:20
AIR BLANK 0.000 13:21
EXT $TD IR 0.156 13:22
EXT STD EC 0.149 13:22
AIR BLANK 0.000 13:23
EXT STD IR 0.157 13:24
EXT STD EC 0.150 13:24
AlR BLANK 0.000 13:25
EXT STD iR 0.157 13:26
EXT STD EC 0.151 13:26
AlR BLANK 0.000 13:27
EXT STD IR 0.158 13:28
EXT STD EC 0.152 13:28
AIR BLANK 0.000 13:29
EXT STD IR 0.158 13:30
EXT STD EC 0.152 13:30
AlR BLANK 0.000 13:31 -
EXT STD IR 0.158 13:32
EXT STD EC 0.152 13:32
AlR BLANK 0.000 13:33
EXT STD IR 0.158 13:34
EXT sTD EC 0.152 13:34
AIR BLANK 0.000 13:35
EXT STD IR 0.157 13:38
EXT STD EC 0.152 13:36
AlR BLARNK 0.000 13:36
DIAGNOST!IC OK 13:37

Kok ok K kR ok KKk Kk ok ok hok ok kKRR Kk ko&¥

OPERATOR SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0081

BATCH D00007




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/3/2013

IR E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: ' D00007 D00007
Reference Value: 0.2024 0.2024
| 0.205 0.203
0.208 0.207
0.209 0.208
0.209 0.208
0.210 0.210 |
0.210 0.210
0.210 0.210
0.211 0.209
[ 0.210 0.209
0.210 0.208
Mean: 0.2092 0.2083
3D: 0.0017 0.0021
Bias %: 3.36 2.92
CV %: 0.81 1.1
Mean-Ref. Value Difference: 0.0068 0.0059
/@,m /)&u,,\, /6°3-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
- Lt AER
DATE -

NAME OF TECHNICIAKAEVIEWING RESULTS

Beeq | | 2

ORF S . 2024}
Xk A Kk x ok kA AKX A A A KK AKT KKK KK
WASHENGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0081
TEST NO.: 60110
DATE : 10/03/2013

IEE R EEENEEENENEEELE I EREN]

SUPERVISOR TEST

k ko ok kk Kok kk kA ok kk kA kKK K&K

a/210 TIME
DIAGNOSTIC OK 15:04
AlIR BLANK 0.000 15:04
EXT STD IR 0.205 15:05
EXT STD EC 0.203 15:05
AR BLANK 0.000 15:06
EXT STD IR 0.208 15:07
EXT STD EC 0.207 15:07
AIR BLANK ¢.000 15:08
EXT STD IR ©.209 15:09
EXT STD EC  0.208 15:09
AIR BLANK ¢.000 15:10
EXT STD IR ©0.208 15:11
EXT STD EC 0.208 15:11
AIR BLANK 0.000 15:12
EXT STD fR 0.210 15:13
EXT STD EC 0.210 15:13
AIR BLANK ~0.000 15:14
EXT STD IR 0.210 15:15
EXT STD EC 0.210 15:15
AIR BLANK 0.000 15:16
EXT sTD IR 0.210 15:17
EXT STD EGC 0.210 15:17
AIR BLANK 0,000 15:18
EXT STD IR 0.211 15:19
EXT STD EC 0.209 15:19
AlIR BLANK 0.000 15:20
EXT STD IR 0.210 15:21
EXT STD EC 0.209 15:21
AIR BLANK 0.000 15:22
EXT STD IR 0.210 15:23
EXT STD EC 0.209 15:23
AIR BLANK 0.000 15:23
DIAGNOSTIC OK 15:24

EREEREEEEEEEEERE SRR

OPERATOR Si1GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/7/2013

/R E/C
Simulator #: DR4492 DR4492 ]
Sim Thermit: DR4492 DR4492 T M g *@*@x’:ﬂ‘{ ?*Z
Batchi: D00007 ‘ D00007 WASHINGTON
ALCOTEST 9510
Reference Value: 0.2024 0.2024
: , SERIAL NO. : ARAH-008 1
0.197 0.194 : TEST NO. : 00119
0.203 . 0.200 DATE : 10/.077/2013
0.206 0.203 SUPERVISOR TEST
0.206 0.204 g/210L  TIME
: AIR BLANK 0.000 10:28
0.207 0.205 EXT STD IR 0.197 10:28
EXT STD EC 0.194 10:28
0.207 0.205 AIR BLANK 0.000 10:30
0.007 0.205 EXT STD IR 0.203 10:30
: EXT STD EC 0.200 10:30
0.208 0.205 AIR BLANK 0.000 10:32
EXT STD IR 0.206 10:32
0.207 0.205 EXT STD EC 0.203 10:32
, ) AIR BLANK 0.000 10:34
Mean: 0.2055 0.2031 EXT STD IR 0.206 10:34
SD: 0.0033 0.0036 EXT STD EC 0.204 10:34
. AIR BLANK  0.000 10:36
Bias %: 163 . 0.35 EXT STD IR 0.207 10:36
, EXT STD EC  0.205 10:36
CV %: 1.61 1.77 AIR BLANK 0.000 10:38
i : . 0.0031 0.0007 EXT STD IR 0.207 10:38
Mean-Ref. Value Difference EXT STD EC 0. 205 10-38
AIR BLANK 0.000 10:40
EXT STD IR 0.207 10:40
EXT STD EC 0.205 10:40
AIR BLANK 0.000 10:42
EXT STD IR 0.207 10:42
EXT STD EC -0.205 10:42
. AIR BLANK 0.000 10:44
s 0 =7 EXT STD IR 0.208 10:44
- 7 EXT STD EC 0.205 10:44
NAME OF TECHNIEAN/PERFORMING TESTS DATE ALR BLANK 0 000 d0-d4e
- EXT STD IR 0.207 10:46
EXT STD EC  0.205 10:46
'457 AIR BLANK  0.000 10:47
’ g DIAGNOSTIC OK 10: 48
/aln 0%/!: /0 9 I‘j Sié;ki*i*;;*ix;aaéfiﬁkk*
NAME OF TECHNICIAN REVIEWING RESULTS DATE PERATOR G“@/ :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

Simulator #:

Sim Therm#t:
Batchi#:
Reference Value:

Mean:

SD:

Bias %:
CV %:

Mean-Ref, Value Difference:

DATE OF TESTS: 10/9/2013

1R E/C
DR3903 DR3903
DR3903 DR3903
D00007 D00007
0.2024 0.2024
0.198 0.193
0.207 0.202
0.210 0.206
0.209 0.206
0.211 0.207
0.211 0.206
0.209 0.206
0.209 0.205
0.209 0.205
0.208 0.204
0.2081 0.2040
0.0038 0.0041
2.82 0.79
1.83 2.01
0.0057 0.0016

S =}

J Pl B

NAME OF TECHNIGIAN RERFORMING TESTS

P/ N
Jam O Eon

DATE

(010713

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0081
TEST NO.: 0ooi2s
DATE : 10/09/2013

Kok R ok kK Rk Kk ko k ok K kK K K KKk KKk KKk K

SUPERVISOR TEST

Xk Xk kK k k x kX kXK kK kAKX KKK KX A KKK

g/210L  TIME

DIAGNOSTIC OK 09:26
AlR BLANK 0.000 09:26
EXT STD IR 0.198 09:26"
EXT STD EC 0.193 09:26
AIR BLANK 0.000 09:28
EXT STD IR 0.207 09:28
EXT STD EC 0.202 09:28
AIR BLANK . 0.000 09:30
EXT STD IR 0.210 09:30
EXT STD EC 0.206 09:30
AIR BLANK 0.000 09:32
EXT STD IR 0.209 098:32
EXT STD EC 0.206 09:32
AlIR BLANK 0.000 09:34
EXT STD IR 0.211 09:34
EXT STD EC 0.207 09:34
AIR BLANK 0.000 09:36
EXT STD IR 0.211 09:36
EXT STD EC 0.206 09:36
AIR BLANK 0.000 09:38
EXT STD IR 0.209 09:38
EXT STD EC 0.2086 09:38
AlIR BLANK 0.000 09:40
EXT STD IR 0.209 09:40
EXT STD EC 0.205 09:40
AlIR BLANK 0.000 09:42
EXT STD IR 0.209 09:42
EXT STD EC 0.205 09:42
AIR BLANK 0.000 09:44
EXT STD IR 0.208 09:44
EXT STD EC 0.204 09:44
AIR BLANK 0.000 09:45
DIAGNOSTIC OK 09:46

Kk kK kR kK ok ok ok ok kkk kKK Kok &k Kk K

OPERATOR SIGNATURE ::
s Ky




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermit: DR4492 DR4492
Batchit: DO0007 DO0007
Reference Value: 0.2024 0.2024

0.203 0.199

0.205 0.202

0.207 0.205

0.209 0.205

0.208 0.208

0.209 0.206

0.210 0.206

0.208 0.205

0.208 0.204

0.208 0.204
Mean:  0.2075 0.2042
SD. 0.0021 0.0022

Bias %: 2.52 0.89

CV %: 1.01 1.08
Mean-Ref. Value Difference: 0.0051 0.0018

20 i3

b
NAME OF TECHNIEIAN PERFORMING TESTS

f%/yift 2, {/{77 e

DATE

JO 22743

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

xttt***ia**t*m&*i‘tﬁzl‘

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO.: 00138
DATE: 10/14/72013

EEEEEEREEEE RSN E I I S

SUPERVISOR TEST

kR Ak kK kR KR KRk ANk kK AKK kKK

gf210L T IME

DIAGNOSTIC OK 09:14
AlR BLANK 0.000 09:14
EXT STD IR 0.203 08:14
EXT STD EC 0.199 098:14
AIR BLANK 0.000 09:16
EXT STD IR 0.205 09:186
EXT STD EC 6.202 09:16
AlR BLANK 0.000 09:18
EXT STD IR 0.207 09:18
EXT STD EC 0.205 09:18
A1R BLANK 0.000 09:20
EXT SsTD IR 0.209 09:290
EXT $TD EC 0.205 09:20
AIR BLANK 0.000 09:22
(EXT STD iR 0.208 09:22
EXT sSTD EC 6.206 09:22
AlR BLANK 0.000 09:24
EXT STb IR 0.209 09:24
EXT STD EC 0.206 09:24
AlR BLANK 0.000 09:26
EXT STP IR 0.210 09:26
EXT STD EC 0.206 09:26
AlR BLANK 0.000 09:28
EXT sTDh IR 0.208 009:28
EXT STD EC 0.205 09:28
AIR BLANK 0.000 09:30
EXT 8TD IR 0.208 00:30
EXT STD EC 0.204 09:30
AlIR BLANK 0.000 09:32
EXT STD IR 0.208 09:32
EXT STD EC 0.204 09:32
AlIR BLANK 0.000 09:33
DIAGNOSTIC OK 09:34

k ok k Ak kR X K KX X Kk kXK KEK® K KKK KKK

OPERATOR SIGZATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/15/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchif: D00007 po00Q7
Reference Value: 0.2024 0.2024
0.200 0.194
0.207 0.200
0.209 0.202
0.210 0.203
0.210 0.203
0.210 0.203
0.210 0.203
0.209 0.202
{ 0.209 0.200
0.209 0.201
Mean: 0.2083 0.20M1
SD: 0.0031 0.0028
Bias %: 2.92 -0.64
CV %: 1.49 1.39
Mean-Ref. Value Difference: 0.0059 -0.0013
%ﬂ,\ 0'gf‘cﬁfa; AT )3
NAME OF TECHNICIAN PERFORMING TESTS DATE
LT w/?/@m (0-22-13
NAME OF TECHNIC_IA/J)LR?%EWING RESULTS DATE

PLYMaL By 22y
ok ok X ok ow ok ok Ak KW ok Kk kK KKK KKK
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0081
TEST NO. : 00147
DATE : 10/15/2013

X KK koK ok ok ok WA K ok ok ok ok kR ok ok ok Ak

SUPERVISOR TEST

TR R Kk ARk ok KA A kR KRk R KN kR kKK

gl/210L TIME

DIAGNOSTIC OK 13:41
AlR BLANK 0.000 13:414
EXT STD IR 0.200 13:42
EXT STD EC 0.1%4 13:42
AlIR BLANK 0.600 13:43
EXT 8TD IR 0.207 13:44
EXT STD EC 0.200 13:44
AIR BLANK 0.000 13:45
EXT STD IR 0.209 13:46
EXT S8TD EC 0.202 13:46
AR BLANK 0.000 13:47
EXT STb IR 0.210 13:48
EXT STD EC 0.203 13:4%8
AlIR BLANK 0.000 13:50
EXT sSTD IR 0.210 13:50
EXT STD EC 0.203 13:50
AlIR BLANK 0.000 13:52
EXT STD IR 0.210 13:52
EXT STD EC 0.203 13:52
AlR BLANK 0.000 13:54
EXT sTD IR ©0.210 13:54
EXT STD EC 0.203 13:54
AR BLANK 0.000 13:56
EXT STD IR 0.209 13:58
EXT STh EC 0,202 13:56
AIR BLANK 0.000 13:568
EXT STD IR 0.209 13:58
EXT STD EC 0.200 13:58
AR BLANK 0.000 14:00
EXT SsTD IR 0.208 14:00
EXT STD EC 0.20% 14:00
Al BLANK 0.000 14:01
DIAGNOSTIC OK 14:02

LEAEEEREEREEREEEEEEEEREEN]

OPERATOR SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0081

BATCH D000038




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/3/2013

/R E/C
Simulator i: DR39203 DR3903
Sim Therm#: DR3903 DR3903
Batchi#: D00008 D000038
Reference Value: 0.3044 0.3044
0.303 0.299
0.310 0.307
0.312 0.308
0.313 0.309
0.314 0.310
0.313 0.309
0.314 0.310
0.314 0.310
0.315° 0.309
0.312 0.306
0.3120 0.3077
0.0035 ' 0.0033
250 1.08
1.12 1.07
Mean-Ref. Value Difference: 0.0076 0.0033
4;04 O'gﬂuﬂﬁ . o TSl JEN
NAME OF TECHNICIAN PERFORMING TESTS DATE
““““’""“7—@% e,./odn R e B
NAME OF TECHNIGIAN‘R’EVJEWING RESULTS DATE

ey | =

DL IG03 2o

'
Rk ok kKK kKR kR ok Kk kA * %

WASHINGTON
ALCOTEST 9510

&

SERIAL NO.: ARAH- 0081
TEST NO.: 00111
DATE: 10/03/2013

Aok k Rk Ak k Ak kox ok Ak h xR kkkK KKk KA

SUPERVISOR TEST

A&k Rk KA r AKkAXX X AKKRAFE &KX XK

gf210L TIME

DIAGNOSTIC OK 15:35
AlR BLANK 0.000 15:35
EXT STD IR 0.2303 15:35
EXT STD EC 0.289% 15:35
AIR BLANK 0.000 15:37
EXT STD IR 0.310 15:37
EXT STD EC 0.307 15:37
AlR BLANK 0.000 15:39
EXT $TP IR 0.312 15:40
EXT STD EC 0.308 15:490
AIR BLANK 6.000 15:41
EXT sTD IR 0.313 15:42
EXT STD EC 0.309 15:42
AIR BLANK 0.000 15:43
EXT STD IR 0.314 15:44
EXT STD EC 0.310 15:44
AR BLANK 0.000 - 15:45
EXT STD IR 0.313 15:46
EXT $TD EG 0.309 15:468
AR BLANK 0.000 15:48
EXT sTD IR 0.314 15:48
EXT STD EC 0.310 15:48
AlR BLANK 0.0060 15:50
EXT STD IR 0.314 15:50
EXT STD EC 0.310 1i5:50
ATR BLANK 0.000 15:52
EXT STD IR 0.315 15:52
EXT STDh EC 0.3098 15:52
AIR BLANK 0.000 15:54
EXT STD IR ©0.312 15:54
EXT STD EC 0.306 15:54
AIR BLANK 0.000 15:55
DIAGNOSTIC OK 15:56

k hok Rk Rk kK Kk Rk ok ok kA kh KA KA KR

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/7/2013

I/R ' E/C
Simulator #: DR39203 DR3903
Sim Therm#: DR3903 DR3903 5
DRI
Batchi: D00008 D00008 R il dosdiahde
' - WASH INGTON
Reference Value: 0.3044 0.3044 ALCOTEST 9510
0.295 0.291 SERIAL NO. : ARAH-0081
0.305 0.300 TEST NO.: 00120
DATE : 10/07/2013
0309 0303 T TR EEE R
0.309 0.303 e rn Ay | SO0 TERT ves
; i a/210L  TIME
0‘3,10 ) 4.4 DIAGNOSTIC OK 10:51
0.311 0.305 AIR BLANK 0.000 10:51
EXT STD IR 0.295 10:52
0.311 ' 0.304 EXT STD EC 0,201 10:52
0.312 0.305 AIR BLANK 0.000 10:54
EXT STD IR 0.305 10:54
0.312 0.305 EXT STD EC 0.300 10:54
AIR BLANK 0.000 10:56
0.312 0.304 EXT STD IR 0.309 10:58
S EXT STD EC 0.303 10:56
Meat: 03088 0.3025 AIR BLANK 0.000 10:58
SD: 0.0052 0.0043 EXT STD IR 0.309 10:58
. EXT STD EC 0.303 10:58
Bias %: 1.38 -0.62 AIR BLANK 0.000 11:00
e EXT STD IR 0.310 11:00
GV 1.69 1.42 EXT STD EC 0.305 11:00
Mean-Ref. Value Difference: 0.0042 -0.0019 AIR BLANK 0.000 11:02
: EXT STD IR 0.311 11:02
EXT STD EC. 0.305 11:02
AIR BLANK 0.000 11:04
EXT STD IR 0.311 11:05
EXT STD EC 0.304 11:05
AIR BLANK 0.000 11:06
A =, EXT STD IR 0.312 11:07
Pl =] __—? > - - ) EXT STD EC 0.305 11:07
P Y /6’7“43 AIR BLANK 0.000 11:08
, : = EXT STD IR 0.312 11:09
NAME OF TECHNICHANPERFORMING TESTS DATE B ok Ee G a0 T4, 08
AIR BLANK  0.000 11:10
) EXT STD IR 0.312 11:11
/ ; EXT STD EC 0.304 11:11
V78 = -0 AIR BLANK 0.000 11:12
_'4’”06‘/‘% -1 3 DIAGNOSTIC OK 11:13
NAME OF TECHNICIAN REVIEWING RESULTS DATE OPERATOR_S1GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 5510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/9/2013

IR ~ E[C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batchi: D00008 " D00008
Reference Value: 0.3044 0.3044

0.307 0.298

0.315 0.307

0.315 0.307

0.316 0.307

0.316 0.306

0.315 0.305

0.315 ' 0.304
0.315 0.304

' 0.316 ) 0.305

0.315 0.304

Mean: 0.3145 0.3047

SD: 0.0027 0.0027

Bias %: 3.32 0.10
CV %: 0.86 0.89
Mean-Ref. Value Difference: 0.0101 0.0003

ol M»/L 0 -2

NAME OF TECANICIAM PERFORMING TESTS DATE

' /&/m D ﬁ/w« [B=)07/3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

*i*tt***ktitmg\t%ﬁ**z

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO.: 00129
DATE: 10/09/2013

AKX KK AKRKERAXRXA KA KR XK XXX & KK

SUPERVISOR TEST

Ak Ak kKA KKK KA KK R K KAK R I K KK

g/210L TIME

DIAGNOSTIC OK 09:47
AIR BLANK 0.000 09:47
EXT STD IR 0.307 09:47
EXT STD EC 0.298 09:47
AlR BLANK 0.000 09:49
EXT STD IR 0.315 09:49
EXT STD EC 0.307 09:49
AIR BLANK 0.000 09:51
EXT STD IR 0.315 09:51
EXT STD EC 0.307 09:51
AIR BLANK 0.000 09:53
EXT STD IR 0.316 09:54
EXT STD EC 0.307 09:54
AIR BLANK 0.000 09:55
EXT STD IR 0.316 09:56
EXT STD EC 0.306 09:56
AIR BLANK 0.000 09:57
EXT sTD IR 0.315 09:58
EXT STD EC 0.305 09:58
AIR BLANK 0.000 10:00
EXT STD IR 0.315 10:00
EXT STD EC 0.304 10:00
AIR BLANK 0.000 10:02
EXT STD IR 0.315 10:02
EXT STD EC 0.304 10:02
AIR BLANK 0.000 10:04
EXT STD IR 0.316 10:04
EXT STD EC 0.305 10:04
AIR BLANK 0.000 10:06
EXT STD IR 0.315 10:06
EXT STD EC 0.304 10:06
AIR BLANK 0.000 10:07
DIAGNOSTIC OK 10:08

Kk KKk AAK KK KKK AXT KK KKK KKK

OPERATOR_S|GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/14/2013

IR E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: DOOOOB DO0008 A AKXk A Kk kok kKK :r tétgts 2?13*
Reference Value: 0.3044 0.3044 . WASH INGTON
ALCOTEST 9510
0.298 : 0.290 -
SERIAL NO.: ARAH-0081
0.304 0.295 . TEST NO.: 00139
0.303 . 0.294 DATE : 107/14/2013
0.305 0.296 SUPERYISOR TEST
0.309 0.298 g/210L T IME
0.311 0.300 : DIAGNOSTIC OK 09:40
AIR BLANK  0.000 09:40
0.312 0.300 EXT STD IR 0.298 09:41
EXT STD EC 0.200 09:41
0.313 0.301 AR BLANK  0.000 09:43
0.314 0.303 EXT STD IR 0.304 090:43
EXT STD EC ©.295 09:43
0.312 0.300 AIR BLANK  0.000 09:45
) EXT STD IR 0.303 09:45
Mean: 0.3081% 0.2977 EXT STD EC 0.29%4 09:45
sD: 0.0083 0.0039 AIR BLANK  0.000 09:47
- : EXT STD IR 0€.305 09:47
Bias %: 1.22 220 EXT STD EC 0.296 00:47
) . - AlR BLAMK 0.000 09:49
‘ CV %: 1.72 1.31 o EXT STD IR 0.30% 09:49
Mean-Ref, Value Difference: 0.0037 -0.0067 EXT $TD EC 0.298 09:49
: AIR BLANK 0,000 09:51
EXT STp IR 0.311 09:51
EXT STD EC 0.300 09:51
AIR BLANK 0.000 09:53
EXT STD IR 0.312 00:54
EXT STD EC 0.300 00:54
AIR BLANK ©0.000 09:55
LA ¢ """"" A/C( EXT STD IR 0.313 09:56
S B 5 —f EXT STD EC 0.301 09:58
NAMEOFTEM e, fL{ (3 AIR BLANK - 0.000 09:57
RFORMING TESTS DATE EXT STD 'R 0.314 09:58
EXT STD EC ©0.303 09:58
AIR BLANK 0.000 10:00
EXT STD IR 0.312 10:00
ﬂ «g ~ EXT STD EC 0.360 10:00
Famn O L8 O3 ALR BLANK  0.000 10:01%
NAME OF TECHNICIAN REVIEWING RESULTS  DATE DIAGNOSTIC QK neattats

’ OPERATOR SIGNZTURE:
T
— L=




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 8510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/15/2013

MR E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchi: b0o00s D00008
Reference Value: 0.3044 0.3044
0.316 0.303
0.317 0.303
0.3186 0.302
0.315 0.301
0.316 0.303
" 0.318 0.303
0.317 " 0.304
0.316 0.304
0.317 0.304
_ 0.316 0.303
Mean: 0.3162 0.3030
ShD: 0.0008 0.0009
Bias %: 3.88 -0.46
CV %: 0.19 0.30
Mean-Ref. Value Difference: 0.0118 -0.0014
NAME OF TECHNICIAN PERFORMING TESTS DATE
[O0-2243
NAME OF TE('@/WMEVIEWING RESULTS DATE

LY. pY - %oty
i’***ﬂ**kﬁ*i***l****.ﬁ*ﬁ*k
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0081
TEST NO. : 00148
DATE - 10/15/2013

IR R E R EEEEEEEEEEENEEEEER]

SUPERVISOR TESTY

Aok ok X Ak k ok Xk kKA kKA kK KKK K KK

a/210L TiME

DIAGNOSTIC OK 17:28
ATR BLANK 0.000 17:28
EXT STD IR 0.316 17:28%
EXT §TP EC 0.303 17:28
AlR BLANK 0.000 17:30
EXT STD IR 0.317 17:30
EXT §TD EC 0.303 17:30
AR BLANK 0.000 17:32
EXT STD IR 0.316 17:32
EXT STD EC 0.302 17:32
AlR BLANK ¢.000 17:34
EXT $TD IR 0.315 17:34
EXT sTDr EC 0.301 17:34
AR BLANK 0.000 17:36
EXT STD IR 0.316 17:37
EXT STD EC 0.303 17:37
AIR BLANK 0.000 17:38
EXT $TD IR 0.3t6 17:3¢
EXT STh EC 0.303 17:39
AR BLANK 0.000 17:40
EXT STD IR 0.317 17:41
EXT 8TD EC 0.304 17:41
AlR BLANK 0.000 17:43
EXT STD IR 0.316 17:43
EXT sTD EC 0.304 17:43
AR BLANK 0.000 17:45
EXT sTD IR 0.317 17:45
EXT STD EC 0.304 17:45
AlR BLANK 0.000 17:47
EXT sTD IR 0.316 17:47
EXT STD EC 0.303 17:47
AIR BLANK 0.000 17:48
DIAGNOST|E OK i7:49

* KKk R Rk AKX A K RAA kk kk kKR KK A KR

GPERATOR SIGNATURE:

PO~




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0081

BATCH D00009




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/14/2013

/R E/C
Simulator #: DR4492 DR4492 -IDR ,{Lt ? ,2(
SimThErm#: DR4492 DR4492 I EEENER RS * ok A KK K * kA KK
. : WASHINGTON
Batchi: Do0009 D0O00Q9 ALCOTEST 9510
Reference Value: \ © 0.4026 0.4026 SERIAL NO. : ABAH-0081
TEST NO.: 00140
0.402 0.388 DATE: 10/14/2013
0411 0.395 H ok kk ok ok ok kR Ak Kok k& KR R X KARK KR
UPERVISOR TEST
0.413 0396 ’ ik*i?*tkatt*a?*iitﬁk****
g/210L T IME
0413 0.395 DIAGNOSTIC OK 10:10
0.413 0.394 A!R BLANK 0.000 10:10
EXT STD iR ©0.402 10:11
0.415 0.396 EXT STD EC 0.388 10:11
1 AIR BLANK 0.000 io0:12
0.416 0.396 EXT STD IR 0.411 10:13
0.416 (0.396 EXT STD EC 0.39% 10:13
AIR BLANK 0.000 10:15
0416 0.395 EXT STD IR 0.413 10:15
EXT STD EC 0.3%6 10:15
0415 0.394 AR BLANK 0.000 10:17
Mean: " 0.4130 0.3945 EXT s€TD IR 0.413 10:17
EXT STD EC 0.395 10:17
SD: 0.0042 0.0024 AIR BLANK 0.000 10:19
; . EXT STD IR 0.413 10:20
Bias %: 2.58 -2.01 EXT STD EC 0.394 10:20
CV %: 1.02 0.61 . AIR BLANK 0.000 10:21
. EXT STD iR 0.415 10:22
Mean-Ref. Value Difference: 0.0104 -0.0081 EXT STD EC 0.396 10:22
AIR BLANK 0.000 10:24
EXT STD IR 0.416 10:24
EXT STD EC 0.396 10:24
AIR BLANK 0.000 10:26
EXT STD 'R 0.418 10:26
EXT STD EG 0.396 10:26
e : /L\ AR BLANK 0.000 10:28
T T e EXT STD IR 0.416 10:29
‘7“““ﬂ“”;§ﬁhh£§?‘ ) O -1 3 EXT STD EC 0.395 10:29
NAME OF TECHNICIAK PERFORMING TESTS DATE AL BLANK = 0 018 10:31
. EXT STD EC 0.394 10:31
AIR BLANK 0.000 10:32
f/fg . _ DIAGNOSTIC OK 10:33
ﬂf)’? d A /w‘v /D’Z/Z’”{j xi*tt*ﬁ*tttk*t**ik*****t
OPERATOR S|IGNATURE:
NAME OF TECHNICIAN REVIEWING RESULTS DATE 1 S




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/9/2013

I/R E/C
Simulator #: DR3903 DR3903
Sim Thermi: DR3903 DR3903
Batch#: D00009 D00009
Reference Value: 0.4026 0.4026
0.390 0.374
0.405 0.389
0.413 0.396
0.416 0.399
0.416 0.399
0.416 0.397
0.416 0.397
0.417 0.397
0.416 0.397
0.416 0.395
Mean: 0.4121 0.3940
SD; 0.0085 0.0076
Bias %: 2.36 -2.14
CV %: 2.06 1.93
Mean-Ref. Value Difference: 0.0095 -0.0086

2ol

/8 243

NAME OF TECEHQ]Q/T-”\/MPERFO RMING TESTS DATE
fim B o013
A (D D7t (0~ /0~ 13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

ORI > 14Y 25 3

WASHINGTON
ALCOTEST 9510
SERIAL NO.: ARAH-0081
TEST NO. : 00130

DATE :

10/09/2013

k Kk Kk k k kk kK kAR R Ak kR kKX AK KR

SUPERVISOR TEST

KAk ARk ok k ok R KX KKXKK KKK KN KX K* kK

ag/210L TIME

DIAGNOSTIC OK
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
DIAGNOST IC OK

OO0 O0OCOOOOODOODDOOO00000COO OO OoOCO

10:09
.000 10:09
.390 10:09
.374 10:09
.000 10:11
.405 10:12
.389 10:12
.000 10:13
.413 10:14
.396 10:14
.000 10:16
.416 10:16
.399 10:16
.000 10:18
.416  10:18
.399 10:18
.000 10:20
.416  10:21
.397 10:21
.000 10:22
.416 10:23
.397 10:23
.000 10:25
417 10:25
.397 10:25
.000 10:27
.416 10:27
.397 10:27
.000 10:29
.416 10:30
.395 10:30
.000 10:30

10:31

dok ok ok ok ok kK K KKK KA KKK KKK KKK K

OPERATOR SIGNATURE:
-




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batch#: D00009 D00009
Reference Value: 0.4026 0.4026
0.396 0.386
0.404 0.394
0.407 0.396
0.409 0.397
0.411 0.398
- 0.412 0.398
0.412 0.397
0.412 0.398
0.412 0.397
0.413 0.397
Mean: 0.4088 0.3958
SD: 0.0053 0.0036
Bias %: 1.54 -1.69
CV %: 1.30 0.91
Mean-Ref. Value Difference: 0.0062 -0.0068

/0~ 115

NAME OF TEGHNMICIAK PERFORMING TESTS

B DB

DATE

lo~9-13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

k****kt**tktt)[a&:‘f%*twt

WASHINGTON
ALCOTEST 9510

SERIAL NO. : . ARAH-0081
TEST NO. : 00121
DATE : 10/07/2013

IEEEEEREEREEENEEREEEEEEEEE]

SUPERVISOR TEST

Rk ok ok hok k ok AK KKKk khKKKREK KR KK

gf210L TIME

DIAGNOSTIC 0K 11:19
AlIR BLANK 0.000 11:19
EXT STD IR 0.396 11:19
EXT STD EC 0.386 11:19
AIR BLANK 0.000 11:21
EXT STD IR 0.404 11:21
EXT STD EC 0.394 11:21
AIR BLANK 0.000 11:23
EXT STD IR 0.407 11:24
EXT STD EC 0.396 11:24
AIR BLANK 0.000 11:25
EXT STD IR 0.409 11:26
EXT STD EC 0.397 11:26
AIR BLANK 0.000 11:28
EXT sTD IR 0.411 11:28
EXT STD EC 0.398 11:28
AlR BLANK 0.000 11:30
EXT STD IR 0.412 11:30
EXT STD EC 0.398 11:30
AlIR BLANK 0.000 11:32
EXT STD IR 0.412 11:33
EXT STD EC 0.397 11:33
AIR BLANK 0.000 11:34
EXT STD IR 0.412 11:35
EXT STD EC 0.398 11:35
AlIR BLANK 0.000 11:37
EXT SsTD IR 0.412 11:37
EXT STD EC 0.397 11:37
AIR BLANK 0.000 11:39
EXT STD IR 0.413 11:39
EXT STD EC 0.397 11:39
AIR BLANK 0.000 11:40
DIAGNOSTIC OK 11:41

[EEEEEEEREEEEEE RN

OPERATOR SIGNATURE:
sy




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/3/2013

YR E/C
Simulator #: DR3903 DR3903
Sim Therm#: DR3903 . DR3903
Batchit: Do0o09 D00009
Reference Value: 0.4026 0.4026
0.395 0.389
0.407 0.401
0.411 0.404
0.412 -0.404
"0.413 0.404
0.415 0.406
0.415 0.406
0.415 0.404
0.414 0.402
0.415 0.404
Mean: 0.4112 0.4024
SD: 0.0062 0.0049
Bias %: 2.14 -0.05
CV %: 1.51 1.22
Mean-Ref. Value Difference: 0.0086 -0.0002
/ ’ ;
Jhm O ug/wa, H-3-713
NAME OF TECHNICIAN PERFORMING TESTS DATE

R
+# L /C 4 %
NAME OF TECHNICIANAREVIEWING RESULTS DATE

Deay |

2 3903 402

Kk kK Kk k k k Kk & x k k ok kA ok k kR kA Kk ok kX
WASH I NGTON
ALCOTEST 98510

SERIAL NO.: ARAH-0081
TEST NO. : 00112
DATE: 10/03/2013

A K kK ok Kk Kk kR kR kR kX AXKXRK KK

SUPERVISOR TEST

AR R*x xR Ax* k ok Kk kwdhdk &kkixk

alf210L TIME

DIAGNOSTIC OK 16:07
AlR BLANK 0.000 16:07
EXT sTD IR 0,385 16:08
EXT STD EC 0.389 16:08
AR BLANK 0.000 16:09
EXT STD IR 0.407 16:190
EXT STb EC 0.401 16:10
ALR BLANK 0.000 16:11
EXT STD IR 0.411 16:12
EXT STD EC 0.404 t6:12
AlR BLANK 0.000 1i6:14
EXT STD IR ¢.412 1i6:14
EXT STD EC 0.404 16:14
AIR BLANK 0.000 16:186
EXT STD IR ¢.413 16:186
EXT STD EC ©0.404 16:16
AR BLANK 0.000 16:18
EXT STD 'R 0.415 16:18
EXT STD EC 0.406 16:18
AlIR BLANK 0.000 16:20
EXT STD IR 0.4%5 16:21
EXT STD EC 0.406 16:21
AR BLANK 0.000 16:22
EXT STD IR 0.415 16:23
EXT STD EC 0.404 16:23
AlR BLANK 0.000 16:25
EXT SsTh IR 0.414 16:25
EXT §TD EC 0.402 16:25
AIR BLANK 0.000 16:27
EXT STD IR 0.415 16:27
EXT STD EC 0.404 16:27
AIR BLANK 0.000 16:28
DIAGNOSTIC OK 16:29

Aok ok ok k ko h ok KA Ka R x A REAKKE KKK




METHOD VALIDATION DRAEGER ALCOTEST 9516

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0081

DATE OF TESTS: 10/15/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batchi#: D00009 DO0009
Reference Value: 0.4026 0.4026
0.398 0.382
0.410 0.395
0.414 0.398
0416 0.398
0.418 0.399 -
0.418 0.398
0.417 0.396
0417 0.396
| 0.416 0.393
0417 0.394
Mean: 0.4141 0.3949
SD: 0.0061 0.0049
Bias %: 2.86 -1.91
CV %: 1.47 1.24
Mean-Ref, Value Difference: 0.0115 -0.0077
G O Bt fo 18513
NAME OF TECHNICIAN PERFORMING TESTS DATE
- 0 -22-L R
NAME OF TECHNLCLA’N)'ﬁEVIEWING RESULTS DATE

tigz D9

itt****ri*ii*t***ﬁ*i*xtt

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0081
TEST NO. : 00149
DATE: 1071572013

kR kA K A kKR Kk KAR K kKK R KR AK KK

SUPERVISOR TEST

*k kA k kK k Kk kKR A KK R kK Rk ok k& ok kK

gf210L TiME

DIAGNOSTIC OK 18:27
AIR BLANK  0.000 18:27
EXT STD IR 0.398 18:27
EXT STD EC 0.382 18:27
AIR BLANK  0.000 18:29
EXT STD IR 0.410 18:30
EXT STD EC 0.395 18:30
AfR BLANK 0.000 18:32
EXT STD IR 0.414 18:32
EXT STD EC 0.398 18:32
AlR BLANK  0.000 18:34
EXT STD IR 0.416 18:34
EXT STD EC 0.398 18:34
AlR BLANK  ©0.000 18:36
EXT 8TD IR 0.418 18:37
EXT STD EC  0.399 18:37
AIR BLANK 0.000 18:39
EXT STD IR 0.418 18:39
EXT STD EC 0.39%98 18:39
AIR BLANK 0.000 18:41
EXT STD IR 0.417 18:41
EXT STD EC  0.3906 18:41
AIR BLANK  0.000 18:43
EXT STD IR 0.417 18:44
EXT STD EC 0.396 18:44
AIR BLANK  0.000 18B:45
EXT STD IR 0.416 18:46
EXT STD EC 0.393 18:46
AIR BLANK  0.000 18:48
EXT STD IR 0.417 18:48
EXT STD EC 0.394 18:48
AIR BLANK  0.000 18:49
DI AGNOSTIC OK 18:50

Kk WK A A KA RK KT Ak kxRN Ak AR

OPERATOR S1GNATURE :

DA o




